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ABSTRACT 


The behavior of passive films on metallic human body implant materials 
is of major concern because they limit the life of body implants. In this research, 
the electrochemical behavior, especially the passivation nature, of several Ti- 
based alloys was addressed. The materials used in the study were CP Titanium, 
Ti-6AI-4V, Ti-13Nb-13Zr, Ti-5AI-2.5Fe, Ti-6AI-4Fe, Ti-6Al-4Nb, Ti-8.4AI-15.4Nb 
and Ti-13.4AI-29Nb alloys (all the compositions were in wt %). The Hank's 
solution (pH-7.4) was used in this study for simulating body fluid conditions. All 
the experiments were conducted at 37°C. The electrochemical behavior of Ti 
alloys in Hank's solution was studied as a function of time. The corrosion rate was 
determined by the Tafel extrapolation method. All the Ti alloys exhibited icorr (i.e. 
corrosion rate) in a narrow region between 0.025 and 0.090 pA/cm^. The 
corrosion rate was not drastically affected by addition of alloying elements like 
aluminum, niobium, iron, zirconium and vanadium to CP titanium (icorr of 0.047 
pA/cm^). Ti-6AI-4Fe and Ti-5AI-2.5Fe alloys exhibited icorr of 0.045 and 0.028 
pA/cm^, respectively. This indicated lowering of corrosion rate with higher amount 
Fe as alloying element. However, this change was quite low. 

Potentiodynamic polarization and electrochemical impedance spectroscopy 
(EIS) techniques were used to study the passivation behavior of Ti alloys as a 
function of immersion time in Hank's solution. Potentiodynamic polarization 
studies showed that corrosion current density and passive current density for all 
the Ti alloys decreased with immersion time in Hank's solution. It indicated that 
the passive film behavior improved after immersion in Hank's solution. Alloying of 
Fe and Nb along with Al showed greater improvement in passive film behavior. 
EIS studies indicated that all the Ti alloys exhibited higher passive film resistance 
after prolonged immersion in Hank's solution. The Ti-6AI-4Nb, Ti-8.4AI-15.4Nb 
and Ti-13.4Al-29Nb revealed sharp increase in passive film resistance. This was 
attributed to presence of Nb as the alloying element. Alloying of Fe increased 
passive film resistance. Moreover, Ti-6AI-4Fe alloy showed greater increase in 
passive film resistance as compared to Ti-5AI-2.5Fe alloy. Hence, it was concluded 
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that increased Fe content proved beneficial for the passive surface filnn on Ti 
alloys. 

Three of the alloys, CP Titanium, Ti-6A1-4V and Ti-13Nb-13Zr, were also 
treated chemically in 5M NaOH solution at 60°C for 24Hrs and immersed in Hank's 
solution. The electrochemical and morphological behaviour of the modified surface 
film on these alloys was studied. Attention was focused on the corrosion current 
density, passive current density and polarization resistance, the ability to form 
protective films and also their nature. The layer formed on these alloys was 
characterized using SEM as well as XRD techniques. The XRD pattern obtained 
from the surface of NaOH-treated Ti-6AI-4V and Ti-13Nb-13Zr exhibited peaks for 
sodium titanate whereas such peaks were not obtained for NaOH-treated CP 
Titanium. SEM microghaph, of the surface of NaOH-treated alloys, obtained after 
NaOH treatment showed cracked layer on Ti-6AI-4V and Ti-13Nb-13Zr alloys, 
whereas, only a porous structure was evident on NaOH-treated CP Titanium 
surface. It indicated that Ti-6AI-4V and Ti-13Nb-13Zr alloys had enhanced 
interaction with NaOH solution compared to CP Titanium. SEM micrographs 
exhibited growth of apatite on the surface of all the NaOH-treated titanium alloys 
after immersion in Hank's solution. Potentiodynamic polarization experiments 
showed lower passive current density for NaOH-treated Ti-6AI-4V and Ti-13Nb- 
13Zr alloys compared to CP titanium, after 168 hrs of immersion in the Hank's 
solution. The EIS studies revealed that apatite layer resistance, which formed 
after immersing NaOH-treated alloys in Hank's solution, was higher for Ti-13Nb- 
13Zr which was indicative of higher amount of apatite on the surface of NaOH- 
treated Ti-13Nb-13Zr alloy. 

Tensile testing experiments were performed for Ti-6AI-4Fe and Ti-6AI-4Nb 
alloys. The fractured surfaces of these alloys were examined using SEM. Both the 
alloys showed similar tensile strength (UTS) which was around 700 MPa. Ti-6A1- 
4Nb alloy showed higher ductility compared to Ti-6AI-4Fe, which was related to 
fracture characteristics. The fracture mode in Ti-6Al~4Fe was essentially brittle 
while, the Ti-6AI-4Nb exhibited mixed mode failure. 
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Chapter 1 


INTRODUCTION 


1.1 Biomaterial 


The definition of biomaterials covers a broad area. In fact, any natural 
or synthetic material that interfaces with living tissues and/or biological fluids 
may be defined as a biomaterial [1]. Several common materials have shown 
some usefulness in some biomedical applications. However, certain physical 
and mechanical characteristics render some materials more desirable than 
the others for biomedical applications. To complicate things further, the 
determination of these desirable traits depends on the materials intended for 
use in the human body. For example, the material for a bone implant must 
exhibit greater compressive strength, while the material for a ligament 
replacement must exhibit far more flexibility and tensile strength [2]. In all 
cases, however, the biomaterial must be compatible with the body. In other 
words, the biocompatibility and in some cases, bioactivity, of the material are 
the key factors in determining the performance of a biomaterial. 

Typically, a biocompatible material disrupts normal body function as 
little as possible. For a material to be deemed biocompatible, any adverse 
reactions, which may ensue at the blood/material interface, must be 
minimal, while resistance to biodegeneration must be high. This requires a 
biomaterial to interact as a natural material in the presence of blood and 
tissues [3]. A biocompatible material, should not exhibit following 
characteristics: 

• Cause thrombus formation (the possible effect of biomaterials on the 
living environment due to a lack of blood compatibility is known as 
thrombogenicity). 

• Destroy or sensitize the cellular blood elements. 
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• Alter plasma proteins (including enzymes) so as to trigger undesirable 
reactions. 

• Cause adverse immune responses (Immunogenic). 

• Cause cancer (Carcenogenic). 

• Cause teratological effects. 

• Deplete electrolytes. 

• Be affected by sterilization. 

Bioactive materials play a more aggressive role in the body. While a 
biocompatible material typically affects the equilibrium function of the body 
as little as possible, a bloactive material introduces specific interactions 
between the material and surrounding tissue. For example, a bioactive 
material can encourage, tissue integration to aid in the fixation of the implant 
in the body. Many total hip implant operations today rely partially on a 
porous coating of hydroxyapatite (HA), a normal component of bone, to help 
permanently stabilize the stem of the implant in the bone. The coating 
encourages growth from the surrounding tissue that interlocks within the 
pores [4]. 

1.2 Historical Perspective 


Metallic devices have been used to repair and replace parts of the 
human body for centuries. Archaeological evidence clearly indicates that 
surgical procedures were performed in several ancient civilizations. The use 
of surgical metal implants in humans was first recorded in 1562 when a gold 
prosthesis was used to close a defect in a cleft plate [5]. 

Progress in surgery, however, was slow and mixed liberally with 
superstition until the latter part of the nineteenth century. Pasteur's and 
Lister's aseptic surgical techniques, developed around 1883, and shortly 
thereafter Roentgen's discovery of X-rays in 1895, added a new dimension to 
orthopedic surgery [6]. As the occurrence of the infection was brought under 
control, the relationship between material properties and success of implant 
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surgery became more dearly apparent. Tissue compatibility, corrosion 
resistance and strength were critical characteristics found to be necessary. 
The noble materials like gold and silver met the first two criteria but lacked 
strength for applications with high stress. Metals such as brass, copper and 
steel possessed adequate strength for many applications but exhibited poor 
corrosion behavior and tissue compatibility. 

In the beginning of the twentieth century, surgical techniques were 
developed for the fixation of bone fractures with a plate and screw 
combination. Sherman-type bone plates were fabricated from the best 
available alloy at that time, vanadium steel. By 1920s the use of vanadium 
steel became questionable due to poor tissue compatibility. At that time 
however, no other alloy was available with high strength and good corrosion 
resistant properties. During 1930s, stainless steel containing 18% chromium 
and 8% nickel were first used for surgical implants. This material had far 
superior corrosion resistant properties than anything that had been available 
up to that time and immediately attracted the interest of orthopedic 
surgeons. Bone plates, screws and other fixation devices were fabricated and 
used as surgical implants. Although the material performed better than 
anything else available, it still showed some susceptibility to attack in the 
saline environment of the human body. In 1926 when Strauss patented the 
18-8 molybedenum stainless steel, containing 2 to 4% molybdenum and a 
reduced carbon content of 0.08%, a material was created which promised 
improved resistance to acid and chloride containing environments. This 
material formed the basis for the type 316L alloy in common use today. Also, 
in the 1930s, a cobalt-chromium-molybdenum casting alloy previously used 
for dental appliances began to be used for surgical implants. 

When titanium became commercially developed i.n the late 1940s 
it was very soon evaluated as a suitable surgical implant material. The metal 
possessed a good combination of mechanical and corrosion resistance 
properties and also demonstrated outstanding tissue compatibility 
characteristics. Although a few internal fixation devices were also used in 
United States in 1950s and 1960s,the most extensive clinical use of titanium 
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alloys was in England. Interest in the Ti-6AI-4V alloy and Extra Low 
Interstitial (ELI) versions of this alloy for total joint prostheses spurted in 
United States in late 1970s. This alloy now finds wide scale application in 
orthopedic surgery [7]. 

1.3 Aim of Study 

The aim of present study was to understand the electrochemical 
behavior (especially the passivation) of different Ti-based alloys in simulated 
human body conditions (i.e. Hank's solution having pH 7.4 and temperature 
37°C). Specific attention was focused on understanding the ability to form 
protective passive films and their stability with time. The thesis was planned 
to consist of: 

• Selection of novel Ti alloys. The CP Titanium, Ti-6AI-4V, Ti-13Nb-13Zr 
and Ti-5AI-2.5Fe are common Ti alloys used for biomedical 
applications. Apart from these, Ti-6AI-4Nb and Ti-6AI-4Fe were to be 
study to observe the effect of replacement of alloying element V in Ti- 
6A1-4V by Nb and Fe. Ti-8.4AI-15.4Nb and Ti-13AI-28Nb alloys were to 
be studied to examine the effect of alloying element Nb. 

• Study of the passivation behavior of the Ti-based alloys in Hank's 
solution (pH 7.4 and temperature 37°C) and understanding the 
influence of the alloying element on the corrosion behavior of these 
alloys. 

• Effect of immersion time in Hank's solution on surface film behavior of 
Ti alloys. 

• Analysis of surface film properties by EIS studies and modeling of EIS 
data using relevant equivalent circuits. 
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• Effect of surface treatment in NaOH solution on CP Titanium (alpha 
alloy), Ti-6AI-4V (alpha-beta alloy) and Ti-13Nb-13Zr (beta alloy). 

• Understanding the development of surface film on NaOH-treated Ti 
alloys. 

• Study the mechanical behavior of Ti-6Al-4Fe and Ti-6Al-4Nb alloys. 

• Study the microstructural characteristics of different Ti alloys. 

1.4 Work Plan 


The strategy for experimental work was as per the following sequence: 

1. Procurement of Ti alloys from DMRL, Hyderabad. 

2. Preparation of as-received samples for electrochemical, 
microstructural and for X-Ray diffraction analysis. 

3. Design and installation of electrochemical experimental 
arrangement. 

4. Experimental program consisting of Tafel extrapolation, 
potentiodynamic polarization and electrochemical impedance 
spectroscopy techniques. 

5. Analysis and interpretation of electrochemical and EIS data. 

6. Material microstructure characterization. 

7. Mechanical properties assessment of select alloys. 

The current research aims at understanding the passive film behavior 
of some potential Ti-based alloys in simulated human body body 
environment. Chapter 2 deals with literature survey and experimental 
procedures are discussed in Chapter 3. The results are presented and 
discussed in Chapter 4. Conclusions and suggestions for future work are 
listed in Chapter 5. The references and appendix are provided in the end. 
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Chapter 2 


LITERATURE SURVEY 

Over the recent decades, quantitative analysis of basic biomaterial 
properties has been utilized to better optimize biocompatibility profile for 
surgical implant devices [8]. In this regard, relevant correlations between 
results from pre-clinical and clinical investigations have provided 
intercomparisons of cause-effect relationships between the synthetic material 
properties and longer-term device function. Significant relationship exists 
between biomaterial/biomechanical properties and the complex aspects of 
force transfer/motion (fretting and wear) and that is. now recognized as 
critical to many types of biodegradation or corrosion. While ASTM G5 is still 
the governing standard for corrosion testing of materials [9], it is imperative 
that the environment in which the tests are conducted and examples of data 
used to explain the analytical process be representative of the end 
application [10]. The focus of this chapter is to summarize the corrosion and 
wear behavior of Ti-based alloys. 

2.1 Fundamental Aspects of Corrosion of Metallic Implants 

The corrosion of metals in aqueous environment of the body fluids 
involves the setting up of electrochemical corrosion cells. The corrosion 
produced by these cells is controlled by thermodynamic and kinetic factors. 
The thermodynamic factors determine the corrosion tendencies; the kinetic 
factors determine the rate. Galvanic corrosion is affected by both 
thermodynamic and kinetic factors and occurs when two metals with widely 
differing potentials are placed in contact with each other. Other forms of 
corrosion depend more directly on factors controlling the rate of corrosion. 
For most alloys used in implants the corrosion rate is mainly dependent on 
the protective properties of the thin passive films that exists on the surface 
of these alloys. The quality of protection afforded by passive films is related 
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to their ability to resist chemical breakdown by damaging species and, once 
broken down, their ability to reform rapidly (repassivate). The interplay 
between breakdown and repassivation is important in determining the 
susceptibility of metallic implants to pitting, crevice corrosion, stress 
corrosion, corrosion fatigue, intergranular corrosion and fretting corrosion. 
[ 11 ]. 

Corrosion, the gradual degradation of materials by electrochemical 
attack, is a concern particularly when a metallic implant is placed in the 
hostile electrolytic environment provided by the human body [12]. Even 
though the freely corroding implant materials used in the past have been 
replaced with modern corrosion resistant superalloys, deleterious corrosion 
processes have been observed in certain clinical settings [13]. 

Two characteristics determine implant corrosion. First, thermodynamic 
forces, which cause corrosion (oxidation and reduction) reactions. These 
forces correspond to the energy required or released during a reaction [13]. 
The electrochemical series links the normal electrode potentials of metals, 
usually in relation to hydrogen. Unfortunately, this series does not take into 
account the oxide film forming capability of these metals in any given 
electrolyte and it is more useful from the engineer's point of view to refer to 
the galvanic series in which metals are ranked in order of their relative 
reactivity in saline solutions [14]. Secondly, kinetic barriers to corrosion, that 
are related to factors that physically impede or prevent corrosion reactions 
from taking place [13]. Only those metals, which have the capacity to form a 
protective oxide layer against corrosion, can be used in orthopedic implants. 
In order to limit oxidation, passive films must have certain characteristics. 
They must be non-porous and must fully cover the metal surface; they must 
have an atomic structure that limits the migration of ions and electrons 
across the metal oxide-solution interface; and they must be able to remain 
on the surface of the material even with mechanical stressing or abrasion, 
which can be expected in association with orthopedic devices [13]. 
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2.1.1 Human Body Environment 


It is widely appreciated that the deterioration of metal and plastic 
implant materials within the body is one of the most important aspects of 
implant surgery. This particular application of materials places an almost 
unique demand on the resistance to deterioration. The reasons are basically 
two fold, for not only may the environmental effects alter the structure and 
properties of the material, which may itself affect the function of implant and 
hence the well being of the patient, but also the by-products of any structural 
change may have harmful effects on the patient [15]. 

Ideally a metallic implant should be completely inert in the body. 
However, that is rarely the case. The body environment is extremely hostile 
to all foreign materials and therefore, the effect of the environment on the 
implant and the effect of implant on its host tissue are of primary concern. 
The adapted potentiai-pH chart in Figure 1 illustrates the range and 
complexity of conditions that could be experienced by an implant alloy used 
for different applications. A surgical implant is constantly bathed in extra 
cellular tissue fluid. Basically water, this fluid contains electrolytes, complex 
compounds, oxygen and carbon dioxide. Electrolytes present in largest 
amounts are sodium (Na'^) and chloride (Cl’) ion. Most of the fluids existing in 
the body (such as blood, plasma and lymph) have chloride content (and pH) 
somewhat similar to sea water (about 5 to 20 g/l and pH about 8) [16]. 

A 0.9% salt solution in considered to be isotonic with blood. Other 
electrolytes present include bicarbonate ions (HCOs’) and small amounts of 
potassium, calcium, magnesium, phosphate, sulphate and organic acid ions. 
Included among the complex compounds and present in smaller amounts are 
phospholipids, cholesterols, natural fats, proteins, glucose and amino acids. 
Under normal conditions the extra cellular body fluid is slightly alkaline with a 
pH of 7.4 [17]. 

In 1965, Zapffe [18] found that after fracture trauma, local pH values 
decreased to 5. 3-5. 6. As healing took place, the pH increased gradually to 
normal (pH-7.4). Another source of low pH in vivo is the presence of crevices 
between components of fixation device. A restriction of the oxygen supply to 
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these locations can lead to pH values of about unity [19]. When an implant is 
surgically inserted into the human body, the internal environment is greatly 
disturbed. Haematomas are likely to collect around the implant, resulting in a 
lowered pH. Laing [24] observed pH values as low as 4.0 in healing wounds. 
The low pH usually persists until the haematomas are reabsorbed after 
several weeks [17]. From what has been said it is quite obvious that the 
environmental conditions within the human body are quite hostile and vary 
according to the degree of interaction with the body and the implant and the 
degree of trauma and infection associated with implantation procedure. 

With internal fixation, the disturbance of the blood supply to the bones 
is often accompanied by severe pathological changes that may effect healing 
and variation in the equilibrium state electrochemically [20,21]. The ionic 
species also perform numerous functions, which include maintenance of the 
body pH and participation in oxidation-reduction reactions [22]. Normal 
imbalance occurs in the fluid compartment and different transport of ions and 
non-uniform changes normally accompany disease state. For example, during 
intensive care, after accidents or surgical operation, the fluid compartments 
are often disturbed. From an electrochemical viewpoint, the acceleration of 
corrosion can be due to differential conditions existing along the implant 
interface. These conditions may be responsible for the formation of 
electrochemical cells accompanied by active metal dissolution at favored 
localized spots at the implant-body fluid interface [23]. 

Reaction of the host tissue to the metallic implants affected by many 
factors including shape and size of the implant, movement between the 
implant and the tissue, extent of corrosion attack, general degradation of the 
implant, and the biological activity of the resulting by-products of corrosion 
or degradation. 
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Figure 1: Potential-pH schematic illustrating complexity of environmental 
conditions that may be experienced by the implant alloy in the body [230]. 
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2.1.2 Clinical Importance of the Process of Corrosion 


Corrosion can severely limit the fatigue life and ultimate strength of 
the material, leading to the mechanical failure of implant. There is a low but 
finite prevalence of corrosion-related fracture of the implant [13]. The 
release of corrosion products may elicit an adverse biological reaction in the 
host, and several authors have reported increased concentrations of local and 
systemic trace metals in association with metal implants [25,26]. Although 
there is no specific histological evidence of the slow release of metal species 
that is thought to occur in association with ail metal implants, accelerated 
corrosion and a tissue response (e.g., discoloration, foreign body response) 
that can be related directly to Identifiable corrosion products have been 
demonstrated in the tissues surrounding multiple-part devices [27]. 

Corrosion products have been implicated in causing local pain and 
swelling in the region of the implant, in the absence of infection [28]. The 
presence of particulate corrosion and wear products in the tissue surrounding 
the implant may ultimately result in a cascade of events leading to 
periprosthetic bone loss [27], excretion of excess metal ions (especially 
chromium, cobalt and nickel) and their suspected role in induction of tumors 
e.g. malignant fibrous histiocytoma [29]. It remains to be proven whether 
the reports of tumors developing in the vicinity of metal implants are 
coincidental or otherwise. When the litany of documented toxicities 
(metabolic, bacteriological, immunological or carcinogenic) of these elements 
is considered, it should be emphasized that they generally apply to soluble 
forms of the elements and may not apply to the degradation products of 
prosthetic implants [13], 

A number of studies have been carried out on the difficult task of 
measuring corrosion parameters in-vivo. These have involved measurement 
of corrosion potential [30-32] or corrosion rate using the polarization 
methods [33-36]. Only one on these studies has involved a functional loading 
situation. Brown and Simpson [37] measured corrosion potential versus time 
for a 316L stainless steel bone screw/plate combination in a sheep tibia in- 
vivo. Potential shift towards more active potentials was observed as the 
sheep increased the loading of the device by walking on the treadmill. Thull 
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et al. [38] have performed corrosion experiments in dogs using telemetnc 
methods. Corrosion potential versus time measurements were made fro 
various implant alloys. The results were interpreted in terms of a situation 
where implant/tissue relative movement established a fretting corrosion 
situation. No information on stress levels or corrosion rates were obtained in 
either of these studies. 

In-vitro fretting corrosion potential experiments have been performed 
using weight loss [37], polarization [35] and corrosion potential 
measurements. Thull and Schaldach [38] have performed corrosion potential 
versus time measurements in-vitro in a joint simulator with different values 
of applied load. Brown and Simpson [37] have performed similar studies with 
screw/plate fretting. Both studies found larger shifts towards active 
potentials with larger loads [39]. One of the main problems of corrosion 
testing in-vivo and the interpretation of the mechanism of corrosion, which 
have taken place in-vivo after the implant has been removed from the 
patient, is well illustrated in Figure 2 used by Semlitsch and Willet [40] to 
illustrate the types of corrosion, which are associated with a total hip joint 
replacement. This figure shows that many corrosion mechanisms could be 
taking place simultaneously in a system of this nature. To understand each of 
the corrosion mechanisms that could take place in-vivo and because of the 
difficulties of conducting in-vivo experiments most of the experimental work 
has been carried out in-vitro under somewhat simplified experimental 
conditions. 

An Anodic polarization curves for the basic materials used for implants 
(e.g. stainless steel type 316 S12, Ti-6AI-4V and Co-28Cr-6Mo casting alloy) 
have been obtained under varying conditions of surface finish, environment, 
chloride ion concentration, pH, aerated and deaerated in the literature 
[41-43]. Typical results are shown in Tables 1 and 2. 
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Figure 2: Mechanical stresses and corrosive effects to which a joint 
endoprosthesis is exposed in the human body; W-wear (mechanical 
and/or depassivation), B-bending (corrosion fatigue), T-torsion 
G-general and localized attack [64]. 
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Table 1: Breakdown potentials (mV) for 316 stainless steel, titanium and 
cobalt-chromium-molybdenum alloy in oxygen-free 0.17 M NaCI solution at 
37 °C. using silver/sllver chloride reference electrode. 


Material 

Eb (mV vs. Ag-AgCl) 


Hank's solution [92] 

Ringer's Solution [43] 

316 Stainless steel 

400-800 

160-650 

Titanium 

9000 

800 

Co-Cr-Mo 

870 

790 


Table 2: Breakdown potentials (mV) for 316S12 stainless steel (cold 
worked), high nitrogen stainless steel (cold worked), Ti-6AI-4V and cast Co- 
Cr-Mo alloy in continuously aerated aqueous acidified chloride solution 0.23 
M (Cr) pH 1.5 at 25 °C (results provided by De Puy international Ltd. Leeds). 


Material 

British 

standard 

Condition 

Breakdown 

potential 

(mV vs SCE) 

Free Corrosion 
potential 

(mV vs SCE) 



316 S12 

Stainless steel 

BS7252/1 

Comp. D 

Cold worked 

180 

-100 

High nitrogen 
stainless steel 

BS7252/9 

Cold worked 

850 

300 

Ti-6AI-4V 

BS7252/3 

Annealed 

1700 

150 

Co-Cr-Mo 

BS7252/4 

Cast 

850 

155 
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These results show that the basic material used for implantation 
exhibit good corrosion resistant properties in simulated body fluid 
environments (Hank's physiological solution) and in much more aggressive 
solutions such as 0.23 M (CP) acidified to pH 1.5, which simulate deep 
crevice and infection conditions. The material's free corrosion potential is well 
below their respective breakdown potentials and are therefore stable under 
these conditions. These results only provide an indication of how materials 
behave under non-stressed, non-crevice and non-fretting conditions [ 44 ]. 

Ogundele and White [44] carried out a series of polarization studies on 
surgical grade stainless steel in Hank's physiological solution. Under varying 
conditions of temperature, (CP), (HCO 3 ') and pH. Their results are 
summarized as follows: 

1. Increasing concentrations of chloride ions adversely affected 
corrosion resistance in lowering passivation breakdown 
potentials, marginally lowering corrosion potentials, lowering 
passivation potentials and generally increasing the 
propensity to pitting attack as evidenced by the increase In 
size of hysteresis loops from potentiodynamic cycling tests. 

2. Increasing concentration of bicarbonate tended to raise the 
break down potentials but also increased the corrosion 
potentials. This, in combination with high chloride 
concentration, high bicarbonate concentrations may raise 
the corrosion potentials such that they border on passivation 
breakdown. The increase in hysteresis loop size on 
potentiodynamic cycles with increasing bicarbonate 
concentration shows a lowered resistance to pitting attack 
and crevice corrosion. 

3. Variations in pH promoted increases in corrosion potentials 
from acid pH levels to neutral pH; thereafter, however, 
corrosion potentials were lowered in alkaline solutions to 
more active values. Decreasing pH caused a lowering of 
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breakdown potentials in the presence of Cr and an increase 
in the current densities for passivation. 


4. Increasing temperature tended to raise corrosion potentials, 

lower breakdown potentials, thereby generally lowering 
corrosion resistance. Ogundele and White [44] 

re-emphasized that 316L type stainless steels are generally 
corrosion resistant in biological fluids and are suited to 
application in orthopedic implants. They support their 
argument by the fact that there is a low incidence of implant 
failures (<5% from corrosion and corrosion related 
mechanisms or both) [45]. 

2.1.3 Corrosion Susceptibility of Orthopaedic Implants 

Typical implant materials commercially in use are 316L stainless steel 
(for femoral stem and as a temporary implant device), Ti-6AI-4V (for femoral 
stem) and Co-28Cr-6Mo (for femoral head). Different types of corrosion 
attack to which these implant materials are susceptible is (seen in Figure 2) 
is elaborated below: 

a) Uniform Attack 

This refers to the inevitable corrosion to which all metals immersed in 
electrolytic solutions are condemned [46]. Titanium-base alloys have lower 
overall corrosion rates compared to stainless steel and cobalt chromium 
alloys. However, serum proteins can complex with chromium and nickel, 
increasing uniform attack by 2-to 10-fold [46]. 

b) Galvanic Corrosion 

It is defined as dissolution of metals driven by macroscopic differences 
in electrochemical potentials, usually as a result of dissimilar metals in 
proximity [13]. It is caused by inappropriate use of metals, e.g., a stainless 
steel cerclage wire in contact with a cobalt or titanium-alloy femoral stem, a 
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cobalt-aiioy femoral head in contact with a titanium-alloy femora! stem, and 
a titanium- alloy screw in contact with a stainless-steel plate [47]. 

Due to cold-welding between instrument and implants using 
radioactive tracer techniques, Bowden and coworkers (1955) have shown 
that significant' amounts of metal were transferred from screwdrivers to 
screw heads and from drill bits to plates. Work hardening and surface- 
finishing processes that produce plastic deformation generally make the 
deformed metal basic with respect to undeformed material of the same 
composition [46]. Compositional differences, either between parts because of 
manufacture from different master ingots within the same specification limits 
or because of deliberate mixing of metals, is the most likely cause of such 
effects [46]. 

c) Pitting and Crevice Corrosion 

Pitting is a form of localized, symmetric corrosion in which pits form on 
the metal surface [46]. Stainless steel is particularly predisposed to pitting 
corrosion due to inclusions of a dissimilar material trapped in the metal 
during a manufacturing process. These impurities may initiate pitting 
corrosion in relation to a grain boundary and thus can lead to component 
failure [28]. It can also be initiated by scratches or handling damage [46]. 
Pitting was frequently observed in older stainless steel fracture fixation 
hardware, e.g., on the underside of screw heads [46]. It also occurs 
infrequently on the neck or the underside of the flange of proximal femoral 
endoprostheses [46]. 

The literature contains a number of studies on the susceptibility of the 
cobalt-based alloys to pitting corrosion. In-vitro studies conducted by Muller 
and Greener [43], involving static conditions, revealed no evidence of pitting 
having occurred. Syrett and Wing [48], utilizing cyclic polarization analyses, 
observed that neither as-cast nor annealed Co-Cr-Mo alloy demonstrated 
hysteresis loops in their cyclic polarization curves. They concluded that this 
substantiated the fact that neither should be susceptible to pitting or crevice 
corrosion. Other investigators [49-55], studying the susceptibility of the 
cobalt alloy to pitting corrosion under in-vitro static conditions has shown the 
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alloy not to be susceptible. However, when the alloy is either severely cold 
worked or subjected to fretting or cyclic loading [56-57] conditions, pitting 
corrosion has been observed in-vitro [58]. 

The addition of a minimum of 2% of molybdenum content in type 316 
stainless steel has been shown to reduce the tendency for pitting-type 
corrosion in chloride environments. Hoar and Mears [30] postulated that 
chloride ions accelerate the corrosion of stainless steel by penetrating the 
oxide film. The chloride-contaminated film then loses its passivating quality 
and a local attack on the metal follows, creating a pit. The exact mechanism 
by which molybdenum strengthens the oxide film is not clearly understood 
[17]. 

Crevice is a form of local corrosion due to differences in oxygen 
tension or concentration of electrolytes or changes in pH in a confined space, 
such as in the crevices between a screw and a plate [59]. The narrower and 
deeper the crack is, the more likely crevice corrosion is to start [46]. Recent 
retrieval studies have shown that 16 to 35% of modular total hip implants 
demonstrated moderate to severe corrosion in the conical head-neck taper 
connections [60]. Studies of retrieved stainless steel multipart internal 
fixation devices show visible corrosion at the junction between screw head 
and the plate in 50-75% of all devices [46]. Other typical crevices are 
scratches on the surface of an implant, the interface between bone and an 
implant, the cement-metal interface, and any other sharp interface likely to 
be depleted of oxygen relative to another oxygenated area [61]. 

d) Stress Corrosion Cracking 

It is a phenomenon in which a metal in a certain environment, 
especially those rich in chlorides, is subjected to stress and falls at a much 
lower level than usual as a result of corrosion [62]. Pitting and stress 
corrosion cracking, although usually associated with stainless steel in chloride 
media, have not been observed on recovered surgical implants. Implants 
often exhibit cracks and surface pitting, but these are most likely the result 
of improper manufacture rather than corrosion [63-64]. 
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Sheehan et al. [65] studied stress corrosion cracking (SCC) of type 
316L stainless steel in-vitro. Tests were conducted using specimens with 
electropolished surface in siow strain rate tension tests and Schneider 
intramedullary nails in static bend tests. They concluded, as previous 
investigators had done, that SCC is not a mode of failure of 316L stainless 
steel implants in-vitro and found no indication that SCC of this material 
would occur in-vivo. Bundy and Desai [66] studied SCC of type 316L 
stainless steel and ELI (extra low interstitial) Ti-6AI-4V using fracture 
mechanics and measuring crack propagation velocity versus stress intensity 
in environments of MgC^, HCI and Ringer's solution. Crack propagation 
occurred in precracked type 316L stainless steel in Ringer's solution held at a 
potential that disrupted the passive film. The conclusion from this 
investigation was that SCC of type 316L could occur in-vivo if these 
conditions existed. A straight fracture plate, when flexed, will experience a 
tensile stress on its convex surface and a compressive stress on its concave 
surface. This produces a difference in electrochemical potential, which 
renders, the convex surface anodic with respect to the rest of the plate. 
Corrosion, as an acceleration of uniform attack, or perhaps secondary tensile 
rupture of the passive film, will then attack the convex surface preferentially 
[46]. The same process will occur at stress risers in loaded devices, such as 
screw holes in fracture fixation plates or kinks in cerclage wire. In this case, 
the regions of higher stress, in the immediate vicinity of the stress risers, will 
corrode at the expense of the surrounding less stressed material [46]. 

e) Corrosion Fatigue 

The corrosion fatigue faiiure of total joint prostheses has been widely 
studied. It can be concluded from an extensive literature survey carried out 
by Lecierc [67] that provided the alloy used in the manufacture of the joint 
prosthesis conforms to the current national and international standards and 
that it is in the correct metallurgical condition the contribution of corrosion in 
the corrosion fatigue failures of joint prostheses is marginal. The corrosion 
contribution increases with the time that the prosthesis is present in the 
patient. It has also been shown by various testing laboratories that the 
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in-vivo failures can be simulated using in-vitro simulators without the 
presence of a corrosive medium and provided that a torsional component of 
load is applied to the prosthesis. Bechtol [68] in reviewing his clinical 
experience with 1087 cemented Charnley and Bechtol total hip replacements 
conclude that prosthetic stem failure is actually the final sequence of 
previous failures of bony and cement support. His suggested sequence of 
prosthetic stem failure has been substantiated in the literature and are as 
follows: 

1. Poor blood supply in the area of the medical femoral neck (as 
the consequence of a pre-existing pathological condition or 
excessive early weight bearing) leads to initial loosening of 
the cement bond; 

2. Resorption of the bone in the medial neck places the forces 
of continued weight bearing on the bone cement in that area 
and may lead to medial and/ or distal migration of the 
femoral cement and prosthetic component; 

3. Fracture of cement transversely near the distal end of the 
prosthetic stem or in the area of the medial neck results in 
slight downward or medial shift of stem position and further 
increase the forces upon the stem; 

4. Repeated fixing of the proximal stem in a fatigue mode over 
a period of months or years results in a widening of the 
separation between the metal and cement laterally and 
ultimately in an actual deformity or fracture of the metal 
stem. 

Hughes et al. [19] reported some corrosion fatigue tests that carried 
out on an Amsier Vibrophone with specimens immersed in saline 
environments with a pH range 2 to 7.4. They found that titanium showed 
slight decrease in fatigue properties over the pH range whereas stainless 
steel showed a drastic decline in fatigue strength at pH 4 and below this level 
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became inferior to the titanium. Rollins et al. [70] tested steels in chloride 
solutions of varying pH and found that corrosion in the range pH 4-10 was 
independent of pH since the process was controlled by oxygen diffusion to 
cathodic areas, i.e. it depended on the solubility of oxygen in the solution. 
Below pH 4 there was an increase in corrosion rate associated with cathodic 
hydrogen evolution. Although there was insufficient data to analyze fully the 
effects of changes of pH, it is clear that the increased corrosion rate reported 
below pH 4 was making a contribution to the reduction of the fatigue 
strength of the stainless steel. Piehler et al. [71] reported on corrosion 
fatigue of hip nails and emphasized the importance of nnaterials selection and 
design. Large plate designs had superior corrosion-fatigue performance over 
small plates. 

2.2 Titanium as an Implant Material 

The high strength, low weight, outstanding corrosion resistance 
possessed by titanium and titanium alloys have led to a wide and diversified 
range of successful applications which demand high levels of reliable 
performance in surgery and medicine as well as in aerospace, automotive, 
chemical plant, power generation, oil and gas extraction, sports, and other 
major industries [72]. More than 1000 tonnes (2.2 million pounds) of 
titanium devices of every description and function are implanted in patients 
worldwide every year. Requirements for joint replacement continue to grow 
as people live longer or damage themselves more in by hard sports play or 
jogging, or are seriously injured In road traffic and other accidents. Light, 
strong and totally biocompatible, titanium is one of few materials that 
naturally match the requirements for Implantation in the human body [24]. 

Medical grade titanium alloys have a significantly higher strength to 
weight ratio than competing stainless steels. The range of available titanium 
alloys enables medical specialist's designers to select materials and forms 
closely tailored to the needs of the application. The full range of alloys 
reaches from high ductility commercially pure titanium used where extreme 
formability is essential, to fully heat treatable alloys with strength above 
1300 MPa, (190ksi) [73]. Shape-memory alloys based on titanium further 
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extend the range of useful properties and applications. A combination of 
forging or casting, machining and fabrication are the process routes used for 
medical products. Surface engineering frequently plays a significant role, 
extending the performance of titanium several times beyond its natural 
capability. 

'Fit and forget', is an essential requirement where equipment in critical 
applications, once installed, cannot readily be maintained or replaced. There 
is no more challenging use in this respect than implants in the human body. 
The effectiveness and reliability of implants, and medical and surgical 
instruments and devices is an essential factor in saving lives and in the 
long-term relief of suffering and pain. Implantation represents a potential 
assault on the chemical, physiological and mechanical structure of the human 
body. There is nothing comparable to a metallic implant in living tissue. Most 
metals in body fluids and tissue are found in stable organic complexes. 
Corrosion of implanted metal by body fluids, results in the release of 
unwanted metallic ions, with likely interference in the processes of life. 
Corrosion resistance is not sufficient of itself to suppress the body's reaction 
to cell toxic metals or allergenic elements such as nickel, and even in very 
small concentrations from a minimum level of corrosion, these may initiate 
rejection reactions. Titanium is judged to be completely inert and immune to 
corrosion by all body fluids and tissue, and is thus wholly biocompatible [36]. 

The natural selection of titanium for implantation is determined by a 
combination of most favorable characteristics including immunity to 
corrosion, biocompatibility, strength, low modulus and density and the 
capacity for joining with bone and other tissue (osseointegration) [74]. The 
mechanical and physical properties of titanium alloys combine to provide 
implants, which are highly damage tolerant. The human anatomy naturally 
limits the shape and allowable volume of implants. The lower modulus of 
titanium alloys compared to steel is a positive factor in reducing bone 
resorption [75]. Two further parameters define the usefulness of the 
implantable alloy, the notch sensitivity, the ratio of tensile strength in the 
notched vs. un-notched condition, and the resistance to crack propagation, 
or fracture toughness. Titanium scores well in both cases. Typical NS/TS 
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ratios for titanium and its alloys are 1.4 - 1.7 (1.1 is a minimum for an 
acceptable implant material). Fracture toughness of all high strength 
implantable alloys is above 50 MPa with critical crack lengths well above 
the minimum for detection by standard methods of non-destructive testing 
[76]. 

Forms and material specifications are detailed in a number of international 
and domestic specifications, including ASTM and BS7252/ ISO 5832 
examples, which are listed below: 

Table 3: Titanium Medical Specifications [77], 


ASTM 

BS/ISO 

Alloy designation 

F67 

Part 2 

Unalloyed titanium - CP Grades 1- 4 

(ASTM F1341 specifies wire) 

F136 

Part 3 

Ti-6AI-4V ELI wrought 

(ASTM F620 specifies ELI 
forgings) 

F1472 

Part 3 

Ti-6AI-4V standard grade (SG) 
wrought 

(F1108 specifies SG castings) 

F1295 

Part 11 

Ti-6AI-7Nb wrought 


Part 10 

Ti-5AI-2.5Fe wrought 

F1580 

- 

CP and Ti6AI-4\/ SG powders for coating implants 

F1713 

- 

Ti-13Nb-13Zr Wrought 

F1813 


Ti-12Mo-6Zr-2Fe Wrought 
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2.2.1 Applications of Titanium in Human Body [78] 

Some specific bio-medical applications of Titanium and its alloys are listed 

below. 

> Bone and Joint Replacement: About one million patients worldwide 
are treated annually for total replacement of arthritic hips and knee 
joints. The prostheses come in many shapes and sizes. Hip joints 
normally have a metallic femoral stem and head which locates into an 
ultrahigh molecular weight low friction polyethylene socket, both 
secured in position with polymethyl methacrylate bone cement 
(Figure 3) Some designs, including cementless joints, use roughened 
bioactive surfaces (including hydroxyapatite) to stimulate 
osseointegration, limit resorption and thus increase the implant 
lifetime for younger recipients. Internal and external bone-fracture 
fixation provides a further major application for titanium as spinal 
fusion devices, pins, bone-plates, screws, intramedullary nails, and 
external fixators. 

> Dental Implants: A major change in restorative dental practice 
worldwide has been possible through the use of titanium implants. 
Titanium 'root' is introduced into the jawbone with time subsequently 
allowed for osseointegration. The superstructure of the tooth is then 
built onto the implant to give an effective replacement. 

> Maxillo and Cranio/facial treatments: Surgery to repair facial 
damage using the patients own tissue cannot always obtain the 
desired results. Artificial parts may be required to restore the ability to 
speak or eat as well as for cosmetic appearance, to replace facial 
features lost through damage or disease. Osseointegrated titanium 
implants meeting all the requirements of biocompatibility and strength 
have made possible unprecedented advances in surgery, for the 
successful treatment of patients with large defects and hitherto highly 
problematic conditions. 
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Figure 3: A schematic drawing of a hip prosthesis. 


> Cardiovascular devices: Titanium is regularly used for pacemaker 
cases and defibrillators, as the carrier structure for replacement heart 
valves, and for intra-vascular stents. 
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> External Prostheses: Titanium is suitable for both temporary and 
long term external fixations and devices as well as for orthotic calipers 
and artificial limbs, both of which use titanium extensively for its light 
weight, toughness and corrosion resistance. 

> Surgical Instruments: Wide ranges of surgical instruments are made 
in titanium. The metal's lightness is a positive aid to reducing any 
fatigue of the surgeon. Instruments are frequently anodized to provide 
a non-reflecting surface, essential in microsurgical operations, for 
example in eye surgery. Titanium instruments withstand repeat 
sterilization without compromise to edge or surface quality, corrosion 
resistance or strength. Titanium is non magnetic, and there is 
therefore no threat of damage to small and sensitive implanted 
electronic devices. 

Titanium also tends to seize when in sliding contact with itself or other 
metal. Titanium-based alloys having high co-efficient of friction can cause 
problems. Wear particles are formed in a piece of bone if a piece of bone 
rubs against the implant, or if two parts of an implant rub against one 
another. Therefore, implants of self-mated titanium generally are not used as 
joint surfaces. Titanium derives its corrosion resistance due to the formation 
of a surface oxide film. Under in vivo conditions, the oxide is the only stable 
reaction product [79]. 

Most common alloy used for implants is Ti-6A1-4V. It contains 
titanium, aluminum, and vanadium. Aluminum increases transformation 
temperature between alpha and beta phases. Vanadium decreases the 
transformation temperature between the alpha and beta phases. Alpha alloys 
have, good weldability, high strength, oxidation resistance at high 
temperatures [80]. Beta alloys are stronger than alpha phased alloy. 
Alpha-beta alloys formed by heat-treating beta solutions are stronger than 
annealed alpha-beta alloys. Although this alloy has an excellent corrosion 
resistance and biocompatibility, considerable controversy has developed over 
the biocompatibility of the alloy [81]. 

There are two main points to consider in this controversy. 
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a. Firstly although titanium has an excellent corrosion resistance, if 
titanium is released into the tissue even by the way of passive 
dissolution or perhaps another process involving wear, the tissue 
reaction may vary. This reaction could be anything ranging from a mild 
response (e.g. a discoloration of the surrounding tissue) to a more 
severe one (e.g. inflammatory reaction causing pain and even leading 
to loosening owing to osteolysis) [82]. 

b. Secondly, if deposits of titanium alloy particles are present in the 
tissue, then concentrations of aluminium and vanadium (which 
themselves have different biological properties than titanium) will also 
be present. It has thus been proposed that better performance in 
terms of corrosion resistance and biocompatibility would be achieved 
through the use of alloys of different composition. However, even 
though several such alloys have been investigated there is still very 
little data to support this view [83]. 

2.2.2 Corrosion behavior of Ti and its alloys under simulated 
Physiological conditions 

Corrosion of metal Implants is critical because it can adversely affect 
biocompatibility and mechanical integrity. The material used must not cause 
any adverse biological reaction in the body, and it must be stable and retain 
its functional properties. Corrosion and surface film dissolution are two 
mechanisms for introducing additional ions in the body. Extensive release of 
metal ions from prosthesis can result in adverse biological reactions and can 
lead to mechanical failure of the device. The passive films formed on titanium 
and its alloys consist mainly of amorphous titanium dioxide [84-86]. The 
physico-chemical and electrochemical properties of the oxide film and its 
long-term stability in biological environments play a decisive role for the 
biocompatibility of titanium implants [87]. Electrochemical impedance 
spectroscopy study regarding the influence of alloying elements and the 
potential on the corrosion resistance of Ti and other Ti-based biomedical 
Implant alloys under simulated physiological conditions (Ringer’s solution 
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Table 4) has proved to be very successful [89]. Deaerated Hank's Solution 
also simulates human body environment at pH of 7.4 (Table 5). Table 6 
illustrates the corrosion rate and break down potentials of different materials 
as compared to Ti-6AI-4V in de-aerated Hank's Solution at 37 °C. and 7.4 pH. 

The other material being considered is Ti-13Nb-13Zr, which once again 
relies on niobium as a beta phase stabilizer. The other alloying element, 
zirconium, is one that is unique in that it is isomorphous with both the alpha 
and beta phases of titanium [90]. A combination of these two alloying 
elements has made it possible to develop a structure that is a 'near' beta 
phase supposedly possessing a superior corrosion resistance over the alpha- 
beta phase alloys mentioned earlier, but one that still has enough alpha 
phase present in the final structure to provide the necessary mechanical 
strength. It has been proposed that Ti-13Nb-13Zr alloy is more favorable for 
orthopaedic implants than Ti-6A1-4V alloy because of its superior corrosion 
resistance and biocompatibility [91]. Reasons for this superiority have 
included the fact that less metal ion release is likely to occur during 
spontaneous passivation of Ti-13Nb-13Zr alloy because the corrosion 
products of the minor alloying elements, niobium and zirconium, are less 
soluble than those of aluminium and vanadium. Also, that the passive oxide 
layer on the surface of the alloy is more inert consisting of a dense rutile 
structure providing greater protection to the underlying alloy [93]. 

It is well known that proteins affect the corrosion behavior of some 
metals, and that there presence can either inhibit or accelerate the corrosion 
phenomena. They are known to behave differently with different metals, 
since their role in a corrosive environment is governed by many factors such 
as the surface chemistry of the metal, protein adsorption characteristics, 
interaction of protein molecules with other ions present in the electrolyte 
solution to produce organic complexes, and the transport of anionic and 
cationic charges around and away from the local environment [94]. 
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Table 4: Composition of Ringer's [88-89] solution. 


Compound 

Composition g/it. 

NaCl 

6.80 

KCI 

0.40 

CaC12 

0.20 

MgSo4.7H20 

0.20 

NaH2Po4.H20 

0.14 

NaHCo3 

2.20 

Glucose 

1.00 


Table 5: Composition of Hank's solution [92]. 


Compound 

Composition g/lt. 

NaCI 

8.0 

KCI 

0.40 

CaCIa 

0.14 

MgS04.7H20 

0.06 

NaH2P04.2H20 

0.06 

NaHCOs 

0.35 

Glucose 

1.00 

KH2PO4 

0.60 

MgCla.eHaO 

0.10 


Table 6: Breakdown Potentials and Corrosion rates of different materials in 
de-aerated Hank's solution at 37 °C. [95]. 


Material 

Breakdown 
Potential 
(mV vs SCE) 

Corrosion rate 
(mils/year) 

316L stainless 
steel 

280 

0.17 

Cobalt alloy 

600 

0.056 

Ti-6A1-4V ^ 

1900 

0.007 
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The corrosion resistance of the alloys was studied using cyclic anodic 
polarization techniques to break down the passive layer and then allow 
repassivation to occur. The value of the breakdown potential for Ti alloys is 
difficult to assess owing to the instability of the aqueous electrolytes at the 
high potentials required. The ability of the surfaces to repassivate in the 
environment, as measured by the hysteresis in the cyclic polarization curve, 
is a better measure of the corrosion behavior of these materials. For these 
reasons the corrosion resistance of these alloys was estimated by recording 
the difference between the breakdown potential (Eb) and the repassivation 
potential (Ep) [96]. This study showed that in different environments (i.e. at 
different pHs or in the presence of proteins) the ability of the alloys to 
repassivate is affected. Hardness measurements was done to evaluate the 
surface oxide formed during repassivation and to determine that it is 
different from the original surface oxide [97]. Figures 4 and 5 present the 
corrosion resistance data for the three alloys in different environments. From 
Figure 4 the corrosion resistance of the alloys (i.e. Ep-Ep values) at three 
different pH levels (i.e. 5, 7.4 and 9) can be evaluated. Generally, it was 
noticed that as the pH level increased in Phosphate buffered saline solution, 
the corrosion resistance of Ti-6A1-4V and Ti-6AI-7Nb decreased, whereas 
that of Ti-13Nb-13Zr was seen to increase but only slightly [98]. 
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When albumin, at a concentration of 1 mg/ml, was added, the effect of 
pH on the corrosion resistance of Ti-6AI-4V and Ti-6Al-7Nb was reduced 
whereas for Ti-13Nb-13Zr the addition of albumin caused a decrease in 
corrosion resistance as the pH increased, although again the changes were 
small. From Figure 5 the corrosion resistance of the alloys, in environments 
containing progressively increasing concentrations of albumin, can be 
evaluated. It was observed that by adding albumin (0.1 mg/ml) to PBS, the 
corrosion resistance increased for Ti-6AI-4V. For Ti-6AI-7Nb and 
Ti-13Nb-13Zr the changes in corrosion resistance were smaller showing a 
slight increase for Ti-6AI-7Nb and a slight decrease for Ti-13Nb-13Zr. 

As the concentration of albumin increased the corrosion resistance of 
Ti-13Nb-13Zr appeared to remain at the same level, whereas, that for the 
other two alloys tended to decrease. The Ti-6AI-4V alloy was more corrosion 
resistant in all the albumin solutions than in PBS, whereas the Ti-6AI-7Nb 
and Ti-13Nb-13Zr alloys were generally less corrosion resistant in protein 
solutions than in PBS. The addition of foetal calf serum produced a similar 
effect with each alloy, as had the presence of higher concentrations of 
albumin. 

2.2.3 Repassivation of Titanium alloys 

Titanium alloys are used in orthopaedic applications and there is 
concern about the release and subsequent build up of material in the tissues. 
It is unlikely that the passive layers on these alloys will be broken down 
electrochemically in the physiological environment. It is known, however, 
that the integrity of the passive layer can be influenced by wear [99]. It is 
important therefore to investigate the repassivation processes of these alloys 
in a biological environment. In this study electrochemical techniques were 
used to break down the passive layer so that one could investigate the 
repassivation and the interaction of proteins with this process. To understand 
comprehensively how corrosion takes place in terms of charge transfer at the 
metal/electrolyte interface, it is necessary to consider an accepted model for 
the charge distribution in terms of a charge double layer structure (Figure 6). 
In this case, a double-layer is present due to hydroxylated Ions at the metal 
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surface and charge transfer can occur within the layer depending on whether 
the metal oxide is stable (i.e. acting as a cathode) or whether it is 
passivating up to and beyond removal of its protective oxide layer (i.e. as an 
anode). 

When the passive layer is broken the titanium alloy is able to release 
ions into solution until the passive layer is rebuilt. The action of rebuilding 
this layer results from the chemical interaction of anions in the environment 
reacting with the surface [100]. It Is hypothesized that any anions in the 
environment may have a bearing on the final composition of the repassivated 
layer and its ability to form. Cyclic polarization studies were used to assess 
the ability of the surface to repassivate and hardness measurements to 
investigate the properties of the repassivated surface [101]. 

Examination of the surface under a microscope following cyclic 
polarization indicated an evidence of pit formation. This evidence and the 
presence of hysteresis during cyclic polarization suggests that the passive 
layer is being broken down and repassivated under these experimental 
conditions. The difference between the breakdown potential and the 
repassivation potential is related to the reactions that are taking place at the 
surface of the material as repassivation occurs. This study [98] revealed that 
proteins in the environment might be interacting with the repassivating 
process and thus influencing the properties of the passive layer. When the pH 
of the environment changes the proteins will have a different charge owing to 
their zwitterion character and therefore it is reasonable to suspect that they 
may interact with the repassivation process in a different way [98]. 
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Figure 6: Theoretical model of charged double layer showing the transfer of 
charge at the metal/oxide/protein interfaces before and during the corrosion 
process. 
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In an environment without the presence of proteins it was observed 
that as the pH increased the corrosion resistance of Ti-6AI-4V and 
Ti-6AI-7Nb was reduced. In other words, the repassivation process became 
more difficult and therefore there was the possibility of greater release of 
metal ions into solution. This occurred with these two alloys owing to the 
solubility of A1 and V ions and their increased solubility in the presence of 
increased hydroxyl concentration. The investigation showed that, under the 
same conditions the corrosion resistance of Ti-13Nb-13Zr increased slightly 
although the changes were very small. This could be explained by the lov^/e^ 
solubility of Zr and Nb ions, in comparison with Al and V, thus repassivation 
occurs in preference to dissolution [102] 

From the experimental work performed by Khan et al. [98], it was 
clear that when albumin is added to the phosphate buffer saline (PBS) 
solution at the three pH levels it appears to reduce the effect of pH on the 
corrosion resistance of Ti-6AI-4V and Ti-6AI-7Nb. Proteins can interact with 
the corrosion reactions in several ways and thus shift the position of 
equilibrium. For example, proteins can bind to metal ions and transport them 
away from the interface thus encouraging further dissolution or proteins may 
adsorb onto the metal surface thus restricting the diffusion of oxygen to the 
surface thus make it harder for the surface to repassivate. Both these 
mechanisms might be expected to decrease the corrosion resistance of the 
alloy. Data [103] suggests that the proteins are increasing the corrosion 
resistance of the alloy, in particular, at the higher pH level. At these pH levels 
albumin has a negative charge since its Isoelectric point is 4.9. It may be 
possible that under these conditions metal/ protein/ hydroxide complex 
forms and becomes adsorbed to the surface restricting metal dissolution. 
Following corrosion in PBS at pH 7.4 the hardness of all the surfaces was 
reduced but this reduction was small for Ti-6AI-4V and greatest for 
Ti-13Nb-13Zr. As the pH of the PBS was increased or decreased the 
hardness of the repassivated surface was significantly reduced for all the 
alloys suggesting that the repassivated surface had a different character to 
the original Ti oxide surface [98]. 
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2.3 Passive layer on Ti based implant materials 
2.3.1 Immersion in Hank's solution 

Titanium and its alloys have been used for many years as implant 
materials. The Ti alloys promoted the fabrication of orthopaedic prostheses 
thanks to the Improved mechanical strength compared to the unalloyed form 
[104-110]. The superior corrosion resistance of titanium and its alloys in 
comparison to stainless steel and CoCr alloys has been widely reported [ill- 
113]. Their oxide films, in fact, have been shown to be highly stable and 
fairly unreactive, although the alloys are generally considered to be less 
corrosion resistant than the metal itself. Nonetheless, observations from 
revision surgery and results from in vivo experiments have indicated that a 
higher metal release and oxide layer growth than first envisaged from in vitro 
experiments actually occurs [111-118]. Accumulation of Ti as well as of its 
alloying elements in tissues adjacent to the implant has been reported, and 
the causes could not only be attributable to wear [119-120]. This triggered a 
series of investigations into the properties of the passive film on Ti and the 
specific changes resulting upon exposure to the aggressive conditions 
present in a biological environment. 

Calcium and phosphate ions are present in physiological media and 
have been known to selectively interact with titanium oxide surfaces, causing 
a remodelling of the latter, which in turn have been shown to induce 
nucleation of calcium phosphates of various stoichiometry on the surface 
[121-127]. In this direction, the effects of mineral ions on the corrosion 
resistance of CP Ti have been investigated via a number of surface 
techniques and, to a lesser extent, via electrochemical techniques. Healy et 
al. [128] investigated the changes in surface chemistry, stoichiometry and 
adsorbed surface species on titanium oxide during exposure to model 
physiological environments and revealed that the oxide incorporates both Ca 
and P elements from the extra-cellular fluid and that it increases in thickness 
as a function of implantation time. The H 2 P 04 ' adsorption was thought to be 
an exchange reaction with the basic hydroxyl groups, since the titanium 
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surface, although amphoteric in character, at physiological pH is negatively 
charged [128]. XPS studies conducted by Ellingsen et al. on the other hand, 
indicated that calcium is adsorbed by the negatively charged Ti 02 surface, 
which then further promotes the adsorption of calcium binding proteins 
[129]. Sousa et al. reported that in the presence of these ions a decrease in 
the corrosion resistance of Ti takes place both in the presence and absence of 
film breakdown [121]. The authors reported that when film breakdown 
occurs calcium phosphate decreases the film resistance to chloride attack. 
EDS (energy dispersive spectroscopy) analysis of corrosion products obtained 
from galvanostatic experiments showed the formation of different types of 
calcium phosphate on the titanium surface. 

Sundgren et al. [130-131] used Auger electron spectroscopy to reveal 
that the titanium oxide layer grows and takes up ions during implantation 
time. This growth and uptake was demonstrated to occur even in the 
presence of an adsorbed layer of protein. Hanawa et al. [123] also reported 
that the titanium oxide layer on both Ti and Ti6AI4V reacts with phosphate 
and calcium ions upon immersion in artificial saliva. The authors investigated 
the incorporation of inorganic ions into the surface of titanium by XPS and 
FTIR-RAS and found that upon immersion of titanium in biofluids of different 
pH, the surface adsorbed only oxygen, hydroxyl groups, water, calcium ions 
and phosphate ions even though the solution contained other ions. 

The calcium phosphate formed on Ti at pH 7.4 was similar to apatite. 
The same authors investigated the re-passivation of Ti after abrasion in 
bioliquids, and found that the kinetics were slower compared with that in 
saline or water solutions, leading to more Ti dissolution. The re-passivation 
step was also found to selectively incorporate phosphate ions and, in the 
outer layer, both calcium and phosphate ions [132]. Frauchinger et al. [126] 
also observed a spontaneously formed adsorbed layer of calcium phosphate 
on a titanium dioxide surface and its thickness as well as the Ca/P ratio was 
found to increase with immersion time. After 71 days of immersion, the Ca/P 
ratio was reported to correspond to that of brushite or monetite whilst after 6 
months close to that of hydroxyapatite. The presence of phosphate was seen 
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to be a prerequisite to the adsorption of calcium ions [126] whilst according 
to Panjian et al. [133] the formation of TiOH groups in simulated body fluid 
appeared to be the prerequisite for the formation of a hydroxyapatite layer. 

Hodgson et al. [134] employed electrochemical impedance 
spectroscopy (EIS) and photoelectrochemistry to investigate changes in the 
electronic and semi-conductive properties of Ti6AI4V and Ti6AI7Nb passive 
film/electrolyte interface under simulated body fluid conditions. In this work 
it has been shown that Ca^"^ and P 04 ^' ions selectively interact with the 
surface of Ti 02 both when present separately or together in a saline solution 
at physiological acidities. The constancy of the band-gap energy for the 
investigated metals under different physiological conditions lead to the 
conclusion that the semi-conductive properties of the films were unaltered by 
the presence of ions and therefore that the nature of the interaction w^as 
adsorption onto the passive oxide film. 

The ability to adsorb species with positive and negative charge alike is 
due to the fact that the TiOa surface at pH 7.4 is predominantly negative in 
character thus electrostatically capable of attracting oppositely charged ions 
such as calcium, but also that the hydrated surface may undergo exchange 
reactions with phosphate groups to form Ti-phosphates, which in turn may 
also react with calcium ions to form calcium phosphates [135-137]. The 
evolution of the adsorption of the ions has been shown to take place already 
within the first hours of exposure to simulated biological environments at 37 
°C, and the techniques employed showed that immediate to short-term 
changes at the metal oxide/electrolyte solution interface in situ may be easily 
monitored. 

2.3.2 Effect of alloying elements 

The properties of the surface film can be described in terms of the 
presence of various types of point defects, dislocations and grain boundaries, 
i.e. in terms of oxide film formation morphology [138]. When alloying 
elements are present in the metal oxide film, beneficial or deleterious effects 
may occur, depending on the following factors: (i) the affinity of the 
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component metals for each other and for non-metal species, particularly 
oxygen; (ii) the diffusion rate of atoms in the alloy and ions in the oxide; (iii) 
the mutual solubility in the oxidation layers, and finally (iv) the relative 
volumes of the various phases. 

Several studies have been performed to examine the effect of various 
alloying elements of passive film properties of Ti alloys in Hank's solution. It 
has been reported that the Ti6AI6Nb alloy exhibits better corrosion resistance 
properties than the Ti6AI4V alloy [139,140]. In vitro cellular response study 
confirmed that human monocytes released significantly more bone-resorbing 
mediators after exposure to Ti6AI4V particles compared with Ti6A16Nb 
particles, because the Ti6AI6Nb alloy is less susceptible to corrosion [141], 

Kolman and Scully [142] found that the inferior pitting resistance of 
Ti-15V-3Cr-3AI-3Sn is apparently attributable to the alloying additions of Al 
and V. 


In investigations of the Ti-Nb alloy Yu and Scully [143-145] concluded 
that alloying addition of Nb results in improved resistance to active 
dissolution in acidic solution and enhanced passivation relative to pure 
titanium. This was attributed to the enrichment of Ti surface with elemental 
Nb and oxidized Nb 205 , due to preferential dissolution of Ti. Scully explained 
the beneficial effect of Nb or Zr alloying addition through the formation of 
strong covalent bonds between near neighbors Ti, Nb and Zr by the sharing 
of unpaired d-level electron [143]. 

The influence of niobium and vanadium as alloying elements on 
titanium alloy passivity has been investigated by Metiko -Hukovi- et al. [146] 
in Hank's solution. A consideration of the size of alloying elements pointed to 
the advantages of alloying titanium with niobium rather than vanadium. The 
ionic and covaient radii of titanium, niobium, aiuminum and vanadium are 
given in Table 7 [147]. The similarity of Ti and Nb radii is evident from the 
data, while vanadium and titanium radii are different. Since point defect 
occurs when the size of foreign cation being incorporated in the crystal lattice 
does not match the "host" ion, it is obvious that mere presence of vanadium 
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in the oxide of titanium will cause an increase in the concentration of defects 
and a decrease in corrosion resistance, while niobium ions could successfully 
replace the titanium cations (Figure 7). The optimal niobium content in the 
alloy may exert a manifold contribution to an increase in homogeneity of the 
titanium alloy oxide, as well as an increase in its corrosion resistance. 
Therefore, it is very important to determine the amount of niobium in the 
alloy with respect to the concentration of point defects. 
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Table 7. Ionic, covalent and metallic radii of titanium, niobium, 
vanadium and aluminum [147]. 
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Figure 7: Schematic view of the stoichiometric titanium(IV)oxide (exhibiting 
rutile structure), the non-stoichiometric titanium(IV)oxide with Ti(III) ions and the 
titanium(rV) oxide with Ti(III) and Nb(V) ions. 
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2.3.3 Surface treatment on titanium alloys 


Titanium (Ti) and its alloys have long been used as implant materials 
in dental and orthopedic applications [148]. To improve the implant-tissue 
osseointegration, effort has been directed to the modification of Ti surfaces 
[149-151]. In practice, the very thin (at most several tens of nanometers) 
oxide film on the Ti surface, which is formed in an aqueous environment, 
plays a decisive role in determining the biocompatibility and corrosion 
behavior of the Ti implant [156]. 

Since the corrosion resistance is known to increase with the thickness 
of the oxide layer [157,158], many attempts have been made to form a thick 
Ti02 layer on the Ti substrate using various methods, such as anodization, 
thermal oxidation, and the sol-gel process [159-163]. 

In practice, an increase in the Ti02 layer thickness was observed to 
result in a decrease in the bonding strength of the double layer coating, due 
to the thermal mismatch between the Ti and Ti02 layers being increased. For 
this reason, the application of a thinner layer of Ti 02 might be favored. 
However, reducing the thickness of the Ti02 layer decreases its ability to act 
as a barrier against the corrosion of the Ti substrate, since the corrosion 
resistance is proportional to the thickness of the layer [157,158]. Therefore, 
the Ti 02 thickness should be controlled in such a way as to produce a 
compromise between the bonding strength and the corrosion properties. 

Kim et al. [164] coated CP titanium substrate with hydroxyapatite 
(HA) with the insertion of a titania (Ti02) buffer layer by the sol-gel method. 
In the study, the Ti02 layer was first coated by spin coating at a speed of 
3000 rpm for 20 s, and this was followed by heat treatment at 500°C for 1 
hr. The HA layer was subsequently spin coated and heat treated at 
temperatures of 400-500°C. In order to make the Ti02 sol, 0.5 m titanium 
propoxide (Ti(OCH 2 CH 2 CH 3 ) 4 ) was hydrolyzed in ethanol mixed with 
diethanolamine (HOCH 2 CH 2 ) 2 NH) (diethanolamine/ethanol=20% v/v), and 
then a small amount of distilled water was added to the solution, followed by 
stirring for 24 hrs to obtain a clear Ti02 sol. The HA sol was fabricated from 
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its precursors, calcium nitrate tetrahydrate (Ca(N 03 ) 2 . 4 H 20 ) and triethyl 
phosphite (P(C 2 H 50 ) 3 ) within an ethanol-water mixed solvent, as described 
previously [165].The Ti 02 thickness of around 200 nm obtained in this study 
was observed to be highly effective at improving both the bonding strength 
and the corrosion resistance. 

The main disadvantage of the conventional methods (plasma spray) is 
related to the high temperature used. Due to the low thermal properties of 
titanium alloys, local heating of the surface is produced, thus changing the 
structure and the mechanical properties of the surface material. Another 
main problem concerns the control of the chemical composition and 
crystallinity of the apatite coating as well as its physical and mechanical 
properties during and after deposition [166-168;. Hydroxyapatite is 
thermically unstable during cooling, thus producing amorphous calcium 
phosphate phases. The presence of amorphous phases in the coating goes 
against the stability of the coating at long term after implantation. As it is 
known, amorphous calcium phosphates and even phases as tetracalcium and 
tricalcium phosphates, which are also formed during cooling, dissolve faster 
than hydroxyapatite, thus leading to complete mechanical disintegration of 
the coating and loosening of the implant fixation [168-170 . It has also been 
reported that adhesion of the coating to the implant is very limited, leading 
to early decohesion of the coating even after short implantation. This is 
related to the absence of any chemical link between the titanium surface and 
the hydroxyapatite coating. 

In order to create an implant with both superior mechanical properties 
and excellent bioactivity, attempts were made to produce bioactive titanium 
and its alloys. Recently, it has been reported that chemically treated titanium 
and its alloys can induce bone-like apatite formation in vitro and in vivo 
[171-191], which means that titanium and its alloys have potential 
bioactivity. This apatite layer does not have the problems associated with 
conventional coating techniques such as the plasma-spray technique and is 
an essential requirement for artificial materials bond to living bone. The 
reagents most frequently employed in the treatments were NaOH [171-186] 
and hydrogen peroxide (H 2 O 2 ) solution [187-189], and HCI and H 2 SO 4 were 
also used to etch titanium before alkaline treatment [190,191]. Treatment 
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with an NaOH solution produced a sodium titanate gel layer on titanium 
surface while H 2 O 2 treatment produced a titania gel layer. Both gel layers 
have the ability to induce formation of bone-like apatite dunng immersing in 
simulated body fluid (SBF) and thus are considered bioactive. The gel layers 
can initiate apatite nucleation on itself. Once apatite nudeation occurs, it 
spontaneously grows by taking calcium and phosphate ions from the 
surrounding environment. 

Gil et al. [192] in their study on growth of bioactive surfaces on 
titanium and its alloys for orthopaedic and dental implants, treated titanium 
and its alloys with NaOH solution and characterized the surface film behavior 
of NaOH-treated titanium sample with immersion time in simulated body fluid 
(Hank's solution). The study showed that a microporous layer made up of an 
alkaline titanate hydrogel formed during the alkaline/heat treatment. This 
layer was characterised by a thin-film X-ray diffractometer as shown by the 
spectrum in Figure 8. This spectrum showed that this surface layer is an 
amorphous sodium titanate layer containing of small amounts of a mixture of 
crystalline sodium titanates (Na 2 Ti 50 ii) and rutile (Ti02). During the alkali 
treatment, the surface-passive Ti 02 layer partially dissolves into alkaline 
solution because of the corrosive attack of hydroxyl groups [193,194-196 . 

The reaction mechanism was assumed to be [197,198]. 


Ti+30H-— Ti(OH)3^+4e- 

eq (1) 

Ti(OH)3'^+e'- — ►Ti02H20+0.5H2(g) 

eq (2) 

Ti(OH)3'"+OH-1=^Ti(OH)4 

eq (3) 


A further hydroxyl attack to hydrated Ti02 will produce negatively charged 
hydrates on the surfaces of the substrates as follows. 

Ti 02 nH 20 + 0 H- 4 ^^HTi 03 ‘ nH20 eq (4) 

These negatively charged species are combined with aikali ions in the 
aqueous soiution, resuiting in the formation of an alkali titanate iayer. During 
heat treatment, the hydrogei layer is dehydrated and has densified the 
titanate layer. 


45 



When exposed to simulated body fluid, the alkali titanate layer is again 
hydrated to transform into Ti 02 hydrogel via release of alkali ions from the 
alkali titanate layer into SBF. The alkali release and the ion exchange with 
HsO'^ ions in simulated body fluid results in a pH increase in the surrounding 
fluid. The pH increase gives rise to an increase in the ionic activity product of 
apatite according to the following equilibrium in simulated body fluid [199- 
200 ]. 


10 Ca 2 ^+ 6 P 04 ^--l- 20 H' 44 ^Caio(P 04 ) 6 (OH )2 eq (5) 

Wang et al. also showed similar observations in their study on NaOH 
treated CP titanium and Ti-6AI-4V [201,202]. EIS studies on these alloys, 
reported by them, showed that three layer existed on metal surface when 
immersed for long intervals in Hank's solution. These layers were of inner 
passive passive layer, intermediate hydrogel layer and apatite layer (Figure 
9). Figure 10 shows the porous network structure of sodium titanate which 
formed on reaction of NaOH solution with Ti-6A1-4V, 

The possible mechanism of nucleation and growth of apatite on 
alkaline treated titanium immersed in SBF solution has also been proposed to 
occur as follows [171]. The sodium titanate layer releases its Na'*' ions into 
the surrounding fluid via an ion exchange with HaO'*' in the fluid to form Ti- 
OH groups as early as 0.5 hr after immersion. The Ti-OH groups then 
immediately interact with the calcium ions in the fluid to form a calcium 
titanate. The calcium titanate incorporates the phosphate ions, as well as the 
calcium ions, in the fluid to form apatite nuclei in the SBF solution. At this 
stage, the crystalline bone-like apatite is first detected TF-XRD analysis. 
Once formed, the apatite nuclei grow by consuming the calcium and 
phosphate ions in the SBF solution (Figure 11). The island type of structures 
visible in Figure 11(a) were proposed to be apatite nuclei and the background 
porous network was attributed as calcium titanate. The apatite nuclei grew 
with immersion time in Hank's solution and covered the whole surface as can 
be observed in Figures ll(b,c,d). 
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Figure 8. X-ray diffraction of the alkaline titanate hydrogel obtained and 
Standard [193]. 
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Figure 9. Equivalent circuits used for alkaline treated Ti6A14V immersed in 
the SBF solution at 36.5®C at regular intervals, and schematic representation 
of the apatite layer, hydrogel layer and inner layer of oxide film on treated 
Ti6AI4V. Notations: Re is the solution resistance; Q, Rb are the inner layer 
capacitance and resistance; Cp, Rp are the hydrogel layer capacitance and 
resistance; Ca, Ra are the apatite layer capacitance and resistance[202]. 
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Figure 10. SEM micrographs of untreated Ti6A14V and Ti6A!4V treated with 
5.0 ''t NaOH solution at 60®C for 24 h (a) untreated Ti6AI4V substrate (b) 
NaOH treated Ti6AI4V substrate[202]. 
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Figure 11. SEM micrographs of the surfaces of pretreated Ti6Ai4V substrates 
immersed in the SBF solution at 36.5°C at regular intervals (a) 1 week 
(mixture of Ca-titanate and apatite) (b) 2 weeks (mixture of Ca-titanate and 
apatite) (c) 3 weeks (apatite) (d) 4 weeks (apatite)[202]. 
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2.4 Electrochemical Corrosion Testing 
2.4.1 Electrochemical Corrosion 

Corrosion can be defined as the degradation of a metal by an 
electrochemical reaction with its environment [203]. Corrosion is an 
electrochemical process. Electrochemical processes require anodes and 
cathodes in electrical contact and ionic conduction path through an 
electrolyte. The electrochemical process includes electron flow between the 
anodic and cathodic areas; the rate of this flow corresponds to the rates of 
oxidation and reduction reactions that occur at the surfaces. Monitoring this 
electron flow provides the capability of assessing the kinetics of the corrosion 
process, not simply the thermodynamic tendencies for the process to occur 
spontaneously but also the accumulated metal loss registered after the test. 
Measurements of this type are known as electrochemical measurements of 
corrosion [204,205]. 

Electrochemical techniques are finding increased use in corrosion 
research and in engineering applications. Such methods are practical because 
the corrosion behavior of material-electrolyte combinations is a direct 
function of the mechanisms as well as the kinetics of the electrochemical 
reactions responsible. The availability of better electrochemical techniques 
and the demonstrated accuracy of such methods for investigating corrosion 
phenomena have been the subject of several recent technical symposia 
[206,207]. 

All metals are found in their low energy state ores, in the form of their 
oxides, sulfides, carbonates or more complex compounds. Large amount of 
energy is supplied in order to extract a pure metal from its ore. This pure 
metal is in a high-energy state and hence they try to come back to the low 
energy state by recombining with the environment. This process is called 
corrosion. Figure 12 shows the thermodynamic energy profile for metals and 
their compounds. The thermodynamic aspects of corrosion will be briefly 
discussed. All the interactions between elements and compounds are 
governed by the free energy changes (AG). Any reaction is said to be 
spontaneous when AG for the reaction is negative. At room temperature most 
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of the chemical compounds of metals have lower free energy than the pure 
metals and hence most of the metals have an inherent tendency to corrode. 

In all kinds of aqueous corrosion, there are two reactions occurring at 
the metal/liquid interface; an electron producing reaction (anodic or oxidation 
reaction) and an electron consuming reaction (cathodic or reduction 
reaction). The corrosion reaction for the creation of a wet electrochemical cel! 
requires four basic requirements, the cathode on which the reduction 
reaction occurs, an anode on which oxidation occurs, an electrolyte to act as 
the conducting medium for ions and a electrical connection for electron to 
flow between the anode and cathode. 
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Figure 12: The thermodynamic energy profile for metals and their 
Compounds. 

The anodic reaction is invariably corrosion of the metal as shown in 
equation 6. Several cathodic reactions can occur during corrosion 
[203][116]. The simplest of them is reduction of hydrogen ions (equation 7). 
Another is reduction of an oxidized ion in solution (redox reaction) as in 
equation 8. Another reaction is reduction of dissolved oxygen as in equation 
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9. In the absence of any of these reactions water reduction wiii occur as in 
equation 10. 


M ► 

+ ne‘ 

(Anodic Reaction) 

(6) 

2H^ + 2e' 

► H 2 

(Hydrogen Reduction Reaction) 

(7) 

Fe^"^ + e 

► Fe^^ 

(Redox Reaction) 

(8) 

O 2 + 4H+ + 4e‘ - 

► 2 H 2 O 

(Oxygen Reduction Reaction) 

(9) 

2 H 2 O + 2e' 

► H 2 + 20H‘ 

(Water Reduction Reaction) 

(10) 


A basic wet corrosion cell is shown in the Figure 13. The potential 
difference between the anode and the cathode could be measured by using a 
voltmeter in the circuit. t 



Figure 13: A basic wet corrosion cell [2]. 


But this gives only the potential difference between the electrodes and in 
order to measure the absolute potential we need a third electrode. This third 
electrode is called as the standard electrode against which all the 
measurements can be made. The standard hydrogen electrode, saturated 
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calomel electrode (SCE) etc. are usually used as the standard electrodes. 
Table 8 gives some commonly used standard electrodes and their potentials. 


Table 8: Standard reference electrode potentials [2]. 


Electrode 

Electrolyte 

Potential (V) 

Calomel (SCE) 

Saturated KCl 

+0.2420 

Calomel (NCE) 

1.0 M KCl 

+0.2810 

Calomel 

0.1 M KCl 

+0.3335 

Silver/Silver Chloride (SSC) 

1.0 M KCl 

1 

+0.2224 

SSC 

Sea Water 

+0.25 

Copper/Copper Sulphate (CSE) 

Sea Water 

+0.30 

Zinc 

Sea Water 

-0.79 


2.4.2 Polarization 

When a metal is not in equilibrium with the solution of ions, the 
electrode potential differs from the free corrosion potential by an amount 
known as the polarization [203]. It can also be said as overpotential or 
overvoltage. Polarization is a very important corrosion parameter as it is 
useful in calculating the rates of the corrosion process. The deviation of the 
equilibrium potential is a combination of an anodic polarization of metal and 
a cathodic polarization of the environment. If the electrons are made 
available to the metal, the potentials at the surface becomes more negative, 
suggesting that excess electrons with their negative charges accumulate at 
the metal/solution interface. This negative potential charge with respect to 
the reversible condition is called as cathodic polarization. Similarly, when 
electrons are removed from the metal, there will be a deficiency of electrons 
on the metal surface interface, which produces a positive potential change, 
called anodic polarization [208]. In an aqueous electrolyte solution the 
surface will reach a steady potential called free corrosion potential, 
Ecorr, which depends on the ability and rate at which electrons can be 
exchanged by the anodic and cathodic reactions. 
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When an adherent surface film forms on anodic polarization under 
oxidizing conditions, this is termed as passivation [203]. Passivity of metals 
has been a subject of significant research. The nature of the passive films 
that form on a wide variety of materials has been explored utilizing special 
electrochemical characterization techniques like impedance spectroscopy, 
ellipsometry, etc. [203]. 

The mechanism of passive film formation can be understood by 
modern electrochemical theory, with the aid of polarization diagrams. The 
polarization diagram is a plot between the potential (i.e. the thermodynamic 
axis) and current density (i.e. the kinetic axis). The changes in the current 
density as a function of polarization (i.e. deviation of potentials away from 
equilibrium) is represented in these polarization diagrams and several 
processes related to corrosion (and electrochemistry) can be easily 
understood utilizing these diagrams. The anodic polarization diagram for a 
metal exhibiting passivity (i.e. condition of corrosion resistance due to 
formation of an adherent non-dissolving passive film on anodic polarization 
under oxidizing conditions) is schematically depicted in Figure 14 [209]. It 
must be remembered that experiments have to be performed by controlling 
the potential and measuring the current (i.e. either potentiostatically or 
potentiodynamically) rather than vice versa, in order to understand 
passivation phenomenon [203]. At the equilibrium reversible potential of the 
metal (Erev)/ the exchange current density (io) depicts the rate of the forward 
reaction (i.e. corrosion) being equal to the rate of the reverse reaction (i.e. 
reduction). 

On anodically polarizing the material, thermodynamic conditions for 
the formation of a stable surface film are established at point A. On further 
anodically polarizing the material, the passive film nucleates on the surface 
from point B onwards and this indicates the potential for initiation of passivity 
(E,p). On further increasing the potential, the film starts covering the surface 
laterally and at optimum coverage, the critical current density (lent) is 
achieved (point C), corresponding to which the primary passivation potential 
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Figure 14: Schematic anodic polarization diagram for an active-passive 
metal illustrating important passivity parameters. 
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(Epp) is defined. On further anodic polarization beyond Epp, the surface 
passive film completely covers the surface and the current density 
decreases with increasing anodic polarization until the point D, when the 
passive film completely covers the surface. The potential corresponding to 
point D is referred to as the potential for complete passivation (Ecp). On 
polarizing past this potential, the current density remains constant with 
increasing potential in the passive range (Figure 14). On further anodically 
polarizing the material, several reactions can lead to the destruction of 
passivity (i.e. indicated by Increasing current density with increasing 
potential), which is understood by the breakdown potential, Ep. Some of the 
processes leading to increasing current density with polarization beyond the 
breakdown potential are oxygen evolution, transpassive dissolution due to 
conversion of the passive film forming ion to a higher oxidation state, pitting 
caused by destabilization of the passive film due to the presence of halide 
ions or changes in the nature of the passive film (for example anodizing 
wherein there is a change in porosity of the passive film). 

In the passive region, the current density remains constant with 
increasing anodic polarization, which is due to thickening of the passive film 
[209]. It is important to note the fine dimensions of the passive films. The 
current density remains constant over a significant range of potential in the 
passive range, and this is called the passive current density (ipass)- The 
passive current density is dictated by the constant rate of dissolution of the 
metal ions into the electrolyte from the passive film surface. The increasing 
anodic positive potentials in the passive range are accommodated by 
thickening of the film. 

After the above discussion on the anodic polarization characteristic, 
the development of free corrosion potentials needs to be addressed. Modern 
electrochemical theory states that equilibrium corrosion condition obtains 
when the net cathodic rate is equal to the net anodic rate. Practically, this 
implies that the free corrosion potential will be established at the potential 
where the cathodic polarization curve (i.e. of the cathodic reaction) intersects 
the anodic polarization curve. The rate of the anodic reaction is therefore 
directly related to the rate of chemical reduction reaction(s) at cathodic 
areas. The cathodic reaction In de-aerated solutions is hydrogen evolution, 
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given by 


2H'*' + 2e ^ H 2 (acidic) (11) 

2 H 2 O + 2e -> H 2 + 20H' (neutral or alkaline) (12) 

The hydrogen evolution reaction proceeds rapidly in acids, but slowly 
in alkaline or neutral media. Dissolved oxygen in the electrolyte takes part in 
the cathodic reaction in accordance with one of the following reactions. 

4H* + O 2 + 4e 2 H 2 O (acidic) (13) 

O 2 + 2H'^ + 4e -> 20H‘ (neutral/alkaiine) (14) 

2 H 2 O + O 2 + 4e -> 40H' (alkaline) (15) 

Dissolved oxygen reacts with hydrogen/water adsorbed at random on the 
metal surface, independent of the presence or absence of impurities. 
Therefore, the oxidation reaction proceeds as rapidly as oxygen reaches the 
metal surface. 

The oxygen reduction reaction will be considered to illustrate the 
development of free corrosion potentials (FCP) or mixed potential under 
atmospheric corrosion conditions. The cathodic polarization curve 
corresponding to oxygen reduction reaction can intersect the anodic 
polarization curve at different locations and based on this; different 
conditions of passivity (stable or unstable) or active behavior can be realized. 
Three possible situations are depicted in Figure 15. In Figure 15a, the 
cathodic polarization curve intersects the anodic curve in the active region 
and the FCP is established at the potential corresponding to the intersection 
of both these curves. The metal corrodes in the active state. In practical 
cases, this situation generally depicts corrosion of fresh surface of metal, free 
of any surface film. In case the anodic polarization curve intersects the 
cathodic polarization curve only in the passive region, then the FCP would be 
established in the passive region. This is the condition of stable passivity 
(Figure 15b). When the cathodic polarization curve intersects the anodic 
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Figure 15: Schematic illustrations outlining the theoretical aspects governing 
the development of experimental polarization diagrams: (a) active behavior, 
(b) stable and (c) unstable passive behavior. 
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polarization curve as shown in Figure 15c, there are three potentials where 
the anodic and cathodic current densities are equal. The FCP that the 
material will achieve depends on its prior surface condition. In case a fresh 
surface is exposed without any film present, then the FCP would establish in 
the active region, whereas if there is a pre-existing passive film, the FCP 
would establish in the passive region. The schematic depicted in Figure 10c is 
indicative of unstable passivity and the experimental polarization diagram for 
this situation would show the existence of a cathodic loop [203]. The above 
discussion establishes that surface electrochemical potential depends upon 
the nature of the surfaces as well as the cathodic reaction kinetics. 

2.4.3 Corrosion Rates 

There are two methods available for measurement of corrosion rate 
using polarization methods, namely Tafel extrapolation and polarization 
resistance. The polarization methods to measure corrosion rates have their 
inherent advantages [210]. The main advantage of these methods is that the 
time taken for conducting experiments is relatively short, whereas the 
conventional weight loss methods require several days. The polarization 
methods are highly sensitive, and accelerating factors such as elevated 
temperature, to increase rates is generally not necessary. Moreover these 
methods are non-destructive and several repetition experiments can be 
carried out using the same sample. 

The mixed potential theory forms a basis for explaining the 
polarization techniques. The mixed potential theory consists of two simple 
hypothesis: 

1. Any electrochemical reaction can be divided into two or more partial 
oxidation and reduction reactions. 

2, There cannot be net accumulation of electrical charge during a 
chemical reaction i.e., corrosion reaction the sum of the anodic 
oxidation currents should be equal to the sum of the cathodic 
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reduction currents. In other words the total rate of oxidation should be 
equal to total rate of reduction [211]. 

Consider the reactions for zinc getting corroded in an acid solution. Then the 
anodic and cathodic reactions are given by, 


Zn 

► Zn^^ + 2e' 

(Anodic reaction) 

(16) 

2H^ + 2e' 

► H2 

(Cathodic reaction) 

(17) 


These reactions are called as the half-cell reactions and the potential 
corresponding to them are called cell potential. The potentials cannot coexist 
separately on an electrically conducting surface. The potentials will polarize 
to an intermediate value called as the corrosion potential or mixed potential 
(Ecorr)- When there is no external current flowing into the system, then the 
equilibrium potential attained is called free corrosion potential (Ecorr) 
[208] [121]. As the reactions polarize on the same surface the change in 
potentials is given by, 

ila — pa log (ia/io) (18) 

he = Pc log (ic/io) (19) 

where ria and r|c are anodic and cathodic polarization, Pa and Pr are the Tafel 
constants, ia and ic are the anodic and cathodic currents, respectively. At Ecorr 
the rate of anodic and cathodic reactions are equal and is equal to the 
current density, icon-- The half-cell reactions for dissolution of Zn in acid are 
shown in the Figure 16. This figure is also called as Evans diagram and 
represents active corrosion of the metal. 
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Figure 16: Polarization diagram for dissolution of Zn in acid (active 
corrosion case). 



Figure 17: Various types of polarization methods. 
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The various polarization techniques that are commoniy used are linear 
polarization, Tafel extrapolation, potentiostatic polarization and cyclic 
polarization. These four polarization techniques are summarized in the 
Figure 17. 

The corrosion rate is directly proportional to the corrosion current and 
can be converted into corrosion rate using the formula [116], 

Corrosion rate in mil/year (MPY) = 0.129 (icorr)(A/n)(l/p) (20) 

where, icon- is corrosion current (pA/cm^), A the atomic weight, n the number 
of equivalents exchanged and p is the metal density in gm,/cm". There are 
various assumptions made in the equation (12) which are listed below, 

1. The reactions of the systems are reversible. 

2. The corrosion reaction is controlled by the activation energy, 

3. There is no change on the electrode surface during polarization. 

4. Polarization is due to corrosion. 

The energy barriers for the forward and reverse reactions are symmetrical. 

Tafel Extrapolation 

The Tafel extrapolation method was introduced to illustrate the 
application of mixed potential theory. The Tafel extrapolation method uses a 
wider potential spectrum than linear polarization and hence provides more 
information. The linear polarization plot provides information about the 
corrosion rate, whereas the Tafel plot provides information about the 
corrosion rate as well as the kinetic data. The Tafel plot is carried out 
normally in a potential range of ±250mV from FCP. An idealized Tafel plot is 
shown in the Figure 18. The figure shows distinct anodic and cathodic 
polarization regions and the inflection point of the two curves gives the FCP. 
The linear region in the graph is extrapolated and the slopes of the linear 
regions are calculated. These are called as Tafel slopes. The linearity over 
which the Tafel slopes are calculated should have one decade of magnitude. 
A vertical line is drawn from the infliction point to the X-axis to give the 
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corrosion current (Figure 19). From the value of corrosion current the rate of 
corrosion can be calculated using equation 12. In certain cases, where dilute 
solutiohs are used, concentration polarization and ohmic resistance effects 
are likely at higher current densities. In such cases, Tafe! extrapolation is 
carried out only in the cathodic region. The cathodic polarization slope is 
extrapolated and is allowed to intersect the corrosion potential Ecorr- From 
this inflection point the corrosion current is calculated [203]. 
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The main limitation of Tafel extrapolation when compared with the 
linear polarization is that the test electrode can be polarized only for a limited 
number of times. This is due to the surface roughening that takes place with 
each polarization. Moreover the Tafel plot cannot predict about the passive 
behavior of the system studied. It cannot be used for studying the localized 
corrosion behavior of the system [214]. 

Tafel slopes have units of Volts per current-density-decade, where a 
decade is one order of magnitude current density, such as from 0.10 
amp/cm^ to 1.0 amp/cm^ in Figure 20. 



Figure 20: Determining Tafel slopes from Tafel plots. 
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Potentiodynamic Polarization 


The electrochemical behavior can also be understooa from the 
potentiodynamic polarization curves [215]. The potentiodynamic polarization 
is carried out in a wider range of potential spectrum of -250 mV to +1600 
mV from FCP and gives much more details about the sample's response to 
the environment. The potentiodynamic polarization provides data about the 
metal behavior i.e., whether the metal is active or passive or active passive 
in the given environment. The plot elucidates the properties of the passive 
film and the effect of inhibitors on the corrosion behavior of the metal. 
Depending upon the nature of potentiodynamic polarization curve, alloys can 
be divided into active alloys and active-passive alloys. For an active metal 
the corrosion rate increases linearly with increase in the anodic polarization 
potential. This is due to the non-protective oxide layer, which forms on the 
metal surface. For an active passive metal the corrosion rate increases with 
polarization potential up to a critical current density after which it falls down 
rapidly due to the formation of a protective passive film (Figure 21) [212]. 

The potentiodynamic polarization curve can be used for a quick evaluation of 
the material for application in a certain environment. The schematic diagram 
in Figure 22 shows the selection criterion of an alloy depending upon the 
nature of the environment. The figure shows four types of alloys and cathodic 
reactions corresponding to three environments. For a reducing atmosphere, 
as in 1, either the non-passivating alloy or the partially passivating alloy B is 
superior because they have better corrosion resistance In the active 
conditions. The alloys C and D produce strong passivity and hence alloying 
elements like chromium should be added. This makes the alloys more 
expensive and thus unjustifiable for the service condition [203]. For a 
moderately oxidizing atmosphere, number 2, the alloy C would be 
recommended because the reduction curve exceeds the critical current 
density and it is the only alloy showing stable passivity. In alloy B, the 
reduction curve exceeds critical current density, but the passive region is not 
broad enough to ensure good passive resistance. Alloy D is in a state of 
borderline passivity, with both active and passive states possible. For strong 
oxidizing condition in 3, alloy D is recommended as the reduction curve 
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exceeds critical current density and the corrosion rate is low. In alloy C, the 
passivity breaks in this condition and it is in the transpassive region. Alloys A 
and B are not resistant to high oxidizing conditions. 

The main limitation of potentiodynamic polarization that the sample 
surface gets disturbed after the experiment is completed. Hence the test can 
be conducted only once at a time. Moreover the exact corrosion rate cannot 
be predicted accurately by this method. 
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Figure 21: Potentiodynamic polarization plot for active-passive metal. 



Figure 22: Schematic polarization diagrams illustrating the selection of alloy 
depending upon the nature of the environment. 
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ELECTROUt POTENTIAL vs SHE. Volt; 


2.5 Electrochemical Impedance Spectroscopy 


2.5.1 Introduction 

Electrochemical systems can be studied with the methods based on 
impedance measurements. These methods involve the application of a small 
voltage perturbation, whereas in the methods based on linear sweep or 
potential step the system is perturbed far from equilibrium. EIS voltages 
cycle from peak anodic to cathodic magnitudes (and vice versa) using a 
spectrum of alternating current (AC) voltage frequencies, instead of a range 
of single magnitude and polarity direct current (DC) voltages. Resistance and 
capacitance values are obtained from each frequency, and these quantities 
can provide information on corrosion behavior and rates, diffusion and 
coating properties. The passive films formed and the electrical double layer is 
supposed to offer resistance and capacitance to the circuit, whose values are 
determined from the EIS data. The comparison of these values for similar 
systems gives us some idea about the systems [216]. The corrosion rate of a 
metal in an electrolyte can be determined by AC techniques. These 
techniques are more or less explicitly based on the hypothesis that the 
impedance of the metal-electrolyte interface is equivalent to the polarization 
resistance, Rp, i.e. the slope of the steady-state current potential curve 
(Rp=dV/di) E=EcorT- Rp is inversely proportional to corrosion current density, 
icon-, i.e. the current density which is proportional to the corrosion rate. For 
determination of Rp, a sinusoidal current or potential perturbation of very 
small amplitude (to ensure that the measurement is performed in the linear 
region of the system) is applied as a function of frequency. 

2.5.2 AC Circuit Theory and Representation of Complex Impedance 
Values 

Like resistance, impedance is a measure of the ability of a circuit to 
resist the flow of electrical current. Electrochemical impedance is usually 
measured by applying an AC potential to an electrochemical cell and 
measuring the current through the cell. The response to a sinusoidal 
potential excitation potential is an AC current signal, containing the excitation 
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frequency and its harmonics. Electrochemical impedance is normally 
measured using a small excitation signal [220]. This is done so that the cell's 
response is pseudo-linear. In a linear (or pseudo-linear) system, the current 
response to a sinusoidal potential is a sinusoid at the same frequency but 
shifted in phase (see Figure 23). The excitation signal, expressed as a 
function of time, has the form: 

E(t) = Ep cos 21 

E(t) is the potential at time t, Eq is the amplitude of the signal, and © is the 
radial frequency [217]. The relationship between radial frequency © 
(expressed in radians/second) and frequency f (expressed in hertz) is: 

Eqn. 22 

In a linear system, the response signal. It, is shifted in phase and has a 
different amplitude, Iq: 

I(t) = Iq ~ Eqn. 23 


An expression analogous to Ohm's Law allows us to calculate the impedance 


of the system as: 



5o COs(tiJf) 
/q COs( liJt - ^ 


= 2o 


C0S( tftJt) 


Eqn. 24 


The impedance is therefore expressed in terms of a magnitude, Zq, and a 
phase shift, 0 . 


2.5.3 Data Presentation 


The expression for impedance (Z) is composed of a real and an 
imaginary part. If the real part is plotted on the Y-axis and the imaginary 
part on the X-axis of a chart, we get a "Nyquist plot" (see Figure 24). It can 
be noted, that in this plot the y-axis is negative and that each point on the 
Nyquist plot is the impedance at one frequency. Figure 24 is annotated to 
show that low frequency data are on the right side of the plot and higher 
frequencies are on the left [218]. This is true for EIS data where impedance 
usually falls as frequency rises (this is not true of all circuits). On the Nyquist 
plot, the impedance can be represented as a vector of length |Zj. 
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The angle between this vector and the x-axis is phase shift. However, 
Nyquist plots have one major shortcoming. It does not gives the information 
about the frequency at which a data point is obtained. The Nyquist plot in 
Figure 24, results from the electrical circuit of Figure 25, The semicircle is 
characteristic of a single "time constant". Electrochemical Impedance plots 
often contain several time constants. Often only a portion of one or more of 
their semicircles is seen. Another popular presentation method is the Bode 
plot. The X-axis of a Bode magnitude plot contains log values of frequencies 
(base 10) and the Y-axis contains log values of the total impedance for each 
frequency. Locations for Ri, Ra and capacitance reactance are also noted on 
the magnitude plot. Plot slope is zero when polarization is through 
resistances, and slope is less than zero when capacitive reactance becomes 
part of the circuit response to a polarization. Slope magnitude is determined 
by the ratio of Ra to Ri, and approaches -1 as the ratio increases. Bode phase 
plot contains log of frequency on the X-axis and the absolute value of the 
impedance (IZJ =Zo) on the Y-axis [218,219]. The Bode plot (both 
magnitude and phase) for the electric circuit of Figure 25 is shown in Figure 
26. Unlike the Nyquist plot, the Bode plot explicitly shows frequency 
information. 
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2.5.4 Physical Electrochemistry and Equivalent Circuit Elements 
Electrolyte Resistance 


Solution resistance is often a significant factor in the impedance of an 
eiectrochemicai cell. A modern 3 electrode potentiostat comipensates for the 
solution resistance between the counter and reference electrodes. However, 
any solution resistance between the reference electrode and the working 
electrode must be considered when you the cell is modelled. The resistance 
of an ionic solution depends on the ionic concentration, type of ions, 
temperature and the geometry of the area in which current is carried. In a 
bounded area with area A and length I carrying a uniform current the 
resistance is defined as: 



Eqn. 25 


where, p is the solution resistivity [221]. The conductivity of the solution (k) 
is more commonly used in solution resistance calculations. Its relationship 
with solution resistance is: 


i? = 


1 i 


A' = 


I 


A' A RA Eqn. 26 

Unfortunately, most electrochemical cells do not have uniform current 
distribution through a definite electrolyte area. The major problem in 
calculating solution resistance therefore concerns determination of the 
current flow path and the geometry of the electrolyte that carries the current 
fortunately; solution resistance is not usually calculated from ionic 
conductance [221]. Instead, it Is found when you fit a model is fit to 
experimental EIS data. 


Double Layer Capacitance 

An electrical double layer exists at the interface between an electrode and its 
surrounding electrolyte. This double layer is formed as ions from the solution 
"stick on" the electrode surface. Charges in the electrode are separated from 
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the charges of these ions. The separation is very small, on the order of 
angstroms [222]. Charges separated by an insulator form a capacitor. The 
value of the double layer capacitance depends on many variables including 
electrode potential, temperature, ionic concentrations, types of ions, oxide 
layers, electrode roughness, impurity adsorption, etc. 

Polarization Resistance 

Whenever the potential of an electrode is forced away rrom it's value 
at open circuit, that is referred to as polarizing the electrode. When an 
electrode is polarized, it can cause current to flow via electrochemical 
reactions that occur at the electrode surface. The amount of current is 
controlled by the kinetics of the reactions and the diffusion of reactants both 
towards and away from the electrode. In cells where an electrode undergoes 
uniform corrosion at open circuit, the open circuit potential is controlled by 
the equilibrium between two different electrochemical reactions. One of the 
reactions generates cathodic current and the other anodic current. The open 
circuit potential ends up at the potential where the cathodic and anodic 
currents are equal. It is referred to as a mixed potential. The value of the 
current for either of the reactions is known as the corrosion current. 


When there are two simple, kinetically controlled reactions occurring, 
the potential of the cell is related to the current by the following (known as 
the Butler-Volmer equation). 


23Q3(£-eoc) -2303(£-£qc-) 

! - U(10 ■'* - 10 ) 


Eqn. 27 


where, 

I is the measured ceil current in amps, 

Icorr is the corrosion current in amps, 

Eoc is the open circuit potential in volts, 

Pa is the anodic Beta coefficient in volts/decade. 
Pc is the cathodic Beta coefficient in volts/decade. 
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If a small signal approximation (E-Eoc is small) is applied to then following 
expression for Icon-, which is indicative of corrosion rate, is obtained: 


A 4 


^corr 


( 4 -) 


2 303 (4 + 4) ^R, 


Eqn. 28 


This introduces a new parameter, Rp, the polarization resistance. The 
polarization resistance behaves like a resistor. From the above equation it is 
visible that Icon- is inversely proportional to Rp. 


Charge Transfer Resistance 


A similar resistance is formed by a single kinetically controlled 
electrochemical reaction. In this case we do not have a mixed potential, but 
rather a single reaction at equilibrium. Consider a metal substrate in contact 
with an electrolyte. The metal molecules can electrolytically dissolve into the 
electrolyte, according to: 

Me + ne~ 29 

or more generally: 


Red Ox + ne 


Eqn. 30 


In the forward reaction in the first equation, electrons enter the metal and 
metal ions diffuse into the electrolyte. Charge is being transferred. This 
charge transfer reaction has a certain speed. The speed depends on the kind 
of reaction, the temperature, the concentration of the reaction products and 
the potential. The general relation between the potential and the current is: 


i = iQ 




^ ^ j?r - ^ g j?r 

C'; J 


Eqn. 31 


with, 

io = exchange current density 

Co = concentration of oxidant at the electrode surface 
Co* = concentration of oxidant in the bulk (delete the spaces) 
Cr = concentration of reductant at the electrode surface 
F = Faradays constant 
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T = temperature 
R = gas constant 
a = reaction order 
n = number of electrons involved 
n = over potential ( E - Eo ) 

The over potential, n, measures the degree of polarization. It is the 
electrode potential minus the equilibrium potential for the reaction. When the 
concentration in the bulk is the same as at the electrode surface, Co=Co* and 
Cr=Cr*. This simplifies the above equation into: 


1 





Eqn. 32 


This equation is called the Butler-Volmer equation. It is applicable Vv/hen the 
polarization depends only on the charge transfer kinetics. Stirring will 
minimize diffusion effects and keep the assumptions of Co=Co* and Cr=Cr* 
valid. When the over potential, q, is very small and the electrochemical 
system is at equilibrium, the expression for the charge transfer resistance 
changes into: 


= 

”*^*0 Eqn. 33 


From this equation the exchange current density can be calculated when 
is known. 


Diffusion 

Diffusion can create impedance known as the Warburg impedance. 
This impedance depends on the frequency of the potential perturbation. At 
high frequencies the Warburg impedance is small since diffusing reactants 
don't have to move very far. At low frequencies the reactants have to diffuse 
farther, thereby increasing the Warburg impedance. This form of the 
Warburg impedance is only valid if the diffusion layer has an infinite 
thickness. Quite often this is not the case. If the diffusion layer is bounded, 
the impedance at lower frequencies no longer obeys the equation above 
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Coating Capacitance 


A capacitor is formed when two conducting plates are separated by a 
non-conducting media, called the dielectric [223]. The value of the 
capacitance depends on the size of the plates, the distance between the 
plates and the properties of the dielectric. The relationship is: 


d Eqn. 34 

With, 

Eo= electrical permittivity 

Er = relative electrical permittivity 

A = surface of one plate 

d = distances between two plates 

Virtual Inductor 

The impedance of an electrochemical cell can also appear to be 
inductive. Some authors have ascribed inductive behavior to adsorbed 
reactants [217]. Both the adsorption process and the electrochemical 
reaction are potential dependent. The net result of these dependencies can 
be an inductive phase shift in the cell current. Inductive behavior can also 
result from nonhomogeneous current distribution, cell lead inductance and 
potentiostat non-idealities. In these cases, it represents an error in the EIS 
measurement. 
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Chapter 3 


EXPERIMENTAL PROCEDURE 

3.1 Materials 

The materials used in the present research were the following. Ail the 
compositions are provided in weight %. 

> Commercial Pure Titanium 

> Ti-6AI-4V 

> Ti-13Nb-13Zr 

> Ti-5AI-2.5Fe 

> Ti-6AI-4Fe 

> Ti-6AI-4Nb 

> Ti-8.4Ai-15.4Nb 

> Ti-13.4AI-29Nb 

The titanium alloys (CP Titanium, Ti-6Ai-4V, Ti-13Nb-13Zr, Ti-5Ai- 
2.5Fe, Ti-6Al-4Fe, Ti-6AI-4Nb, Ti-8.4AI-15.4Nb, and Ti-13.4Al-29Nb) used 
in present study were obtained from Defense Metallurgical Research 
Laboratory (DMRL), Hyderabad, India. The compositions of the alloys (as 
received) mentioned above are in weight % and they are nominal 
compositions provided by the supplier. Ti-6AI-4Fe, Ti-6AI-4Nb, Ti-5AI-2.5Fe 
and Ti-13Nb-13Zr were received in pancake form whereas CP titanium, Ti- 
6AI-4V, Ti-8.4AI-15.4Nb and Ti-13.4AI-29Nb were in rolled sheet form. 
Thickness of CP titanium, Ti-8.4Al-15.4Nb and Ti-13.4AI-29Nb sheets was 2 
cm and thickness of Ti-6A1-4V sheet was 1cm. 

3.1.1 Preparation of Pancakes 

The pancake melts were taken in a water-cooled Cu crucible under 
partial pressure of high purity Argon gas. The necessary charge was weighed 
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and placed in the copper crucible and evacuated to a vacuum level of 10-3 
milibar. It was then purged with Argon and then filled with argon and melted 
in a Lebold Hereaus furnace in the non-consumable mode of melting. The arc 
was struck between a tungsten electrode and the charge material. The 
voltage was around 30 volts and the current varied from 800 to 1000 Amps. 
There was a stirring coil around the crucible which stirred the molten pool for 
mixing. Each pancake was melted four times. It was taken out and placed 
upside down after each melt. The details of charge for the alloys Ti-6AI-4Fe, 
Ti-6AI-4Nb, Ti-5AI-2.5Fe and Ti-13Nb-13Zr alloys are provided in Table 9. 
The composition and source of metal used for making the pancakes are 
provided in Table 10. 
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S.No 1 Composition 

Elements 

1 

Ti-6A!-4Fe - for 600g pancake 

Ti = 540g 

A1 = 36g 

Fe = 24g (Armco iron) 

2 

Ti-6AI-4Nb - for 600 g pancake 

Ti = 540g 

Al = 36g 

Nb = 24g 

3 

Ti-5AI-2.5Fe - for 600g pancake 

Ti = 555g 

Al shots = 30g 

Fe = 15g 

4 

Ti-13Zr-13Nb-for 600g pancake 

Ti = 444g 

Nb Powder = 78g 

Zr sponge = 78g 


Table 9; Charge of different metals used to produce the pancake of desired 
composition. 


Elements 

Composition 

Company 

Ti 

Cl 0.068, Fe 0.012, 0 0.029, Si 
0.003, Ni 0.010, C 0.005, N 0.008 

Avisma Titanium 

Magnesium Works, 
Berezniki, Russia 

Al 

Si 0.15, 0 0.01, N 0.02, C 0.01, 
Zn 0.07, Cu 0.02, Fe 0.15 

Madanlal & Sons 

Calcutta, India 

Fe 

C 0.004, Mn, Si, Ti & Cu <0.02, 
P<0.01, S0.03, N0.02, 0 0.013 

Armco iron 

Nb 

Ail in Dom 

H < 10, N <50, 0 2000, C 45, Al 
< 10, Fe 35, Si < 10, Ta 200, 

New Metals & Chemicals 
Ltd. 

Abbey Chambers, 
Highbridge Street, 
Waltham Abbey, ESSEX 
EN9 IDF 

Zr 

All in Dom 

Al 200, B 1.0, C 500, Cd 1.0, Cl 
1500, Co 20, Cr 500, Cu 100, Fe 
5000, Hf 100, Mg 600, Mn 200, Mo 
50, N 250, Ni 100, 0 1000, Pb 
100, Si 150, Sn 100, U 3.5, V 50, 
W 50 

NFC 

Hyderabad,India 


Table 10: Composition of elements used in making the pancakes. 


80 





3.2 Sample Preparation 


3.2.1 Sample preparation for electrochemical studies 

Specimens for electrochemical studies were cut from the received 
material samples using a diamond cutter (Buehler-ISOMET). The areas to be 
exposed for electrochemical studies were in the form a square shape of 1 cm 
X 1 cm. Thickness of most of the samples was around 0.5 cm. The schematic 
of the Figure 27 shows how the samples were obtained for the 
electrochemical study. The samples from the pancake were cut from the 
portion towards the center and top surface was mounted for the 
experimental study as shown in the Figure 27. 

A covered wire lead was attached to the back of the specimen by 
soldering with the help of a small amount of conducting paste. Follov^ng this, 
each specimen was cold mounted into a thermosetting liquid and powder in 
the shape of a 3 cm. diameter rod and height of about 3 cm. The time 
duration taken by the mixture of thermosetting liquid and powder to dry and 
harden was two hours. The cold mounted specimen was then polished up to 
4/0 finish on emery paper and then polished using 0.5p. alumina powder. The 
specimens were than washed with distilled water followed by ultrasonic 
cleaning with acetone. All this procedure was followed prior to each 
electrochemical experiment. 

3.3.2 Samples for Material Characterization 

The samples used for material characterization were cut in the same 
manner as was used in preparing samples for electrochemical testing. 
However, cold mounting procedure was not applied here. The samples, on 
which electrochemical tests were performed, were polished and used for 
taking the optical micrographs. 
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3.3.3 Samples for Mechanical Testing 


Two tensile test samples were obtained from the pancakes of 
Ti-6AI-4Nb and Ti-6Ai-4Fe alloys. Figure 27 shows the manner in which 
samples were cut from the pancake. Tensile test samples were polished 
carefully so that no scratch whatsoever was there on the gauge length of the 
samples. These scratches could initiate crack growth leading to early failure 
of the samples. 


82 



(a) 




(c) 

Pancake 
Top 


Pancake 
Bottom 

Figure 27: Basic diagram showing (a) Pancake, (b) samples taken out from 
the Pancake for Electrochemical study and (c) samples taken out for tensile 
tests. 
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3.3 Electrochemical Studies 


The apparatus used for electrochemical experiments were a 
polarization cell and a potentiostat interfaced to a personal computer. The 
potentiostats used in the study were capable of performing electrochemical 
impedance spectroscopy and a wide variety of potentio and galvano functions 
required for basic and applied studies in the field of corrosion. The schematic 
of a potentiostat connected with the electrochemical cell is shown in Figure 
28. The potentiostat consists of an ammeter, an electrometer and a power 
supply. Three probes from the potentiostat were connected to the working 
electrode, reference electrode and counter electrode. The fourth probe was 
grounded. 

The electrochemical studies were carried out in the potentiostat Model 
263A supplied by EG&.G Instruments Inc., Princeton Applied Research, USA. 
Electrochemical Impedance Spectroscopy experiments were carried out in the 
potentiostat Model Parstat 2263, supplied by the same supplier. Potentiostat 
Model Parstat 2263 was very sensitive for EIS measurements. It can provide 
a frequency range of 1 pHz-lMHz. The electrolyte used for testing was 
Hank's solution, prepared in the laboratory from laboratory grade chemicals. 

3.3.1 Cell Design 

The working cells for the potentiostat can be of two types, the flat cell 
and the round cell. The flat cell can be used for testing flat samples and can 
only be used when the surface of the sample is flat. The round cell can be 
used for any sample and usually the samples are mounted before using in 
the round cell. The round bottom cell was used in the current investigation. 

The schematic representation of the round bottom cell is shown in 
Figure 29. Graphite was used as the counter electrode. The potential of the 
working electrode was measured against saturated calomel electrode (SCE), 
inserted into the Luggin capillary. The potential of the reference SCE was 
+242 mV with respect to standard hydrogen electrode (SHE). The Luggin 
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probe was adjusted so that its tip was consistently as close to the working 
electrode as possible. It is well known that the portion of the electrolyte 
between the working electrode and the capillary tip of the reference electrode 
also contributes towards the electrical resistance. Since resistance is a 
function of the distance between the electrodes, better accountability was 
achieved by keeping the gap as small as possible to minimize the resistance. 

All the long term experiments were carried out in a specially designed 
electrochemical cell. The schematic representations of the cell are shown in 
Figure 30. This cell consists of a cylindrical flask (diameter of 8.5 cm and 
height of 11.5 cm) with a cover on top, which had provisions in the form of 
circular openings of different sizes to permit the introduction of various 
electrodes. 

The polarization experiments in this investigation were conducted 
using mounted samples in the round cell and this cell was placed in a bath 
prepared specially to maintain a constant temperature of 37°C (human body 
temperature) during the experiments. The constant temperature bath was 
fabricated as follows. Two stainless steel pots were brazed together in a 
manner so as to have a minimum spacing of 1.5 cm between the walls of the 
pots. Inner pot had the diameter of 16.5 cm and height of 9.5 cm. the 
diameter of outer pot was 20.5 cm and height was 11 cm. inlet and outlet 
was also made in the outer pot by cutting a small hole and welding small 
brass tubes at these holes. This double walled stainless steel pot was 
insulated from outside using glass wool and thermocol. The schematic of the 
bath is given in the Figure 31. The inlet and outlet of the bath were 
connected to a JULABO, temperature control bath (Model MW, Germany), 
which controls the temperature of liquid flowing between the walls. Variation 
in the temperature of fluid circulated by it was less than 0.1°C. Distilled water 
was poured in the bath and the round bottom cell was placed in this. This 
multilayered system of heat flow kept the temperature of electrolyte constant 
and undisturbed from undesired external disturbances. This apparatus 
worked efficiently to keep the desired electrolyte temperature. 
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Figure 28: The basic diagram of a potentiostat connected with the working 
cell. 



Figure 29: Schematic representation of round bottom Cell. 
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3.3.2 Solution Preparation 

The composition of Hank's solution used in the electrochemical study is 
provided in Table 5. The medium used for preparation of the body fluid 
solution (Hank's solution) was double distilled water. In order to achieve full 
dissolution of the chemicals in the medium, addition of NaCI, KCI, CaCb, 
NaH 2 P 04 . 2 H 20 and NaHCOs were performed after the other chemicals 
(MgS 04 . 7 H 20 , Glucose, KH 2 PO 4 and MgCl 2 . 6 H 20 ) were completely dissolved. 

' Continuous stirring with the help of magnetic stirrer (model Remi 2 LH) aided 
dissolution. A slight temperature of about 30°C was also applied to achieve 
full dissolution of chemicals. The pH of the solution was precisely maintained 
at 7.4 and strictly checked every time after the solution preparation using a 
calibrated pH meter (Ecoscan, Eutech Instruments, Singapore), Freshly 
prepared Hank's solution was used for each experiment. 

Three alloys, CP Titanium, Ti-6AI-4V and Ti-13Nb-13Zr, were treated 
with 5M NaOH at 60°C temperature for 24 Hrs. The 5M NaOH solution was 
prepared by dissolving laboratory-grade 200gms NaOH crystals in 1 litre 
distilled water. The temperature of 60°C of the NaOH solution was also kept 
constant using the constant temperature bath prepared in this research. 

3.3.3 Tafel Extrapolation Experiments 

Tafel extrapolation experiments were conducted from ± 250 mV from 
free corrosion potential (FCP), which is also called as Econ-. The FCP was 
stabilized before conducting each Tafel experiment. The scan rate used for 
Tafel experiments was 0.166 mV/s, as per ASTM standard [224]. The linear 
portion of the cathodic polarization line was extrapolated to meet the 
horizontal line drawn from zero current potential value, and from the point of 
intersection of the two lines the anodic slope was extrapolated. The corrosion 
rate was also obtained by this method. This methodology was adopted as the 
alloy exhibited stable passive behavior, and therefore well-defined Tafel 
slopes were not observed in anodic Tafel plot. The anodic slopes obtained for 
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the alloys were very high due to the stable passive nature. The slopes pa, Pc, 
and icorr were calculated using the Tafel curves obtained. Duplicate tests 
were performed and in some cases, triplicate experiments were performed, 
especially if the duplicate result was markedly different from the original 
result. 

3.3.4 Potentiodynamic Polarization Experiments 

The potentiodynamic polarization experiments were carried out in the 
potential range of -250 mV to +1600 mV w.r.t free corrosion potential for all 
the samples after stabilizing Ecorr- Econ- was stabilized prior to ail 
experiments. The potentiodynamic polarization experiments were carried out 
at a scan rate of 1 mV/s. The passivation parameters like breakdown 
potential (Eb), corrosion current density (icon-)/ passive current density (ipass) 
and passivation range (Eb-ZCP) were estimated from the potentiodynamic 
polarization curves. Duplicate tests were performed in ail cases. 
Potentiodynamic polarization studies were conducted on all samples after 1 
hr of immersion in Hank's solution and also after 168 hrs of immersion in 
Hank's solution. NaOH treated samples were also tested after 1 hr of 
immersion in Hank's solution and also after 168 hrs of immersion in Hank's 
solution. 

3.3.5 Electrochemical Impedance spectroscopy 

The EIS experiments were conducted using a potentiostat Model 
Parstat 2263 supplied by EG&G Instruments Inc., Princeton Applied 
Research, USA. The EIS experiments were controlled using a computer and 
the data were collected using PowerSuite- 2.35.2 Software and analysed by 
ZsimpWin Version 3.00 Software. EIS measurements were performed by 
applying a sinusoidal potential perturbation of 10 mV at the open circuit 
potentials. The impedance spectra were measured with frequency sweep 
from 100 kHz to 10 mHz in logarithmic increment. Total number of 36 points 
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was recorded for each experiment. Corrosion processes often involve slow 
aqueous diffusion process, which generally have relatively large time 
constants (on the order of 0.1 to 10 seconds). Therefore, most impedance 
studies of corroding systems use frequencies between a few mHz and 10 kHz 
(imp_book). All the data were copied and plotted again using software 
OriginO.O. The impedance data was analyzed using software ZSimpWin. 
Different parameters obtained from the best fit equivalent circuit were 
tabulated and analyzed. 

EIS study was performed on all the materials used in the present 
study after 1 hr, 24 hrs, 72 hrs and 168 hrs of immersion in Hank's solution. 
To take the impedance spectra counter electrode and reference electrode 
were inserted in the cell used for long term immersion tests. After taking the 
impedance spectra all the connections, reference and counter electrode were 
taken out and the metal was allowed to remain in the solution. Same 
procedure was also employed for NaOH-treated samples (CP Titanium, 
Ti-6AI-4V and Ti-13Nb-13Zr alloy). 

3.4 Material Characterization 

3.4. IMicrostructural Characterization 

The specimen surfaces used in the polarization study was 
microstructurally characterized after electrochemical testing. The surface of 
the mounted specimens was polished with 2/0, 3/0 and 4/0 emery papers 
and then mechanically wheel polished in fine cloth using 0.5p alumina 
powder. They were then degreased using acetone before etching. The 
etching was done by immersing the samples in 10% HF and 5% HNO 3 (rest 
distilled water) etching reagent for 5 to 10 seconds at room temperature. The 
etching time and amount of etchant needed was different for all the samples. 
Etching of the samples could not be done in a single step. A slight variation 
in etchings time of about 2-3 seconds caused over etching of samples and 
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samples had to be prepared again for etching. In the special cases for 
Ti-6AI-4V, Ti-8.4AI-15.4Nb and Ti-13.4Ai-29Nb, the etchant had to be diluted 
with the addition of few drops of doubled distilled water, and this solution 
provided better etching of these samples. 

The microstructures were recorded using an optical microscope 
(Axiolab A, Zeiss, Germany), attached with a digital camera (CE, Japan). 
They were later analyzed in an image-analysis program (Image-Pro Plus, 
version 4.1, Media Cybernetics, USA). 

3.4.2 Tensile Test 

In order to understand the effect of replacement of V by Fe and Nb on 
mechanical properties, tensile tests were performed on Ti-6AI-4Nb and Ti- 
6AI-4Fe alloys. Two tensile test samples were fabricated for each of the 
alloys. Schematic given in Figure 27(c) shows the location of these samples 
within the pancake received for these alloys. Tensile tests were conducted 
using Universal Testing Machine (Instron, Model 1195, U.K). The full scale 
load was 20 KN and crosshead speed was 0.5 mm/min. Fractured surfaces 
were observed using Scanning electron microscope. 


3.4.3 Scanning Electron Microscopy 

Scanning electron micrographs were obtained in a scanning electron 
microscope (SEM) (JEOL JSM 840A). The fracture surfaces were studied in 
the native condition. The non-conducting coatings cause charging problem in 
SEM. This not only gives bad resolution but also is harmful for the 
equipment. The NaOH treatment and also subsequent immersion in Hank's 
solution produced some type of non conducting layer on the metal surface. 
Hence, these samples were coated with a conductive material. The samples 
were placed in an evacuated chamber, where Au-Pd vapors deposited on the 
samples to give a very thin uniform coating of Au-Pd. This coating was used 
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because it has no structure of its own and also provide good electrical 
conductance. 


3.4.4 X-Ray Diffraction 

X-ray diffraction (XRD) patterns from the surface of CP Titanium, Ti- 
6AI-4V and Ti-13Nb-13Zr, without any treatment, after NaOH treatment, 
after NaOH treatment and dipped in Hank's solution for 1 week. They were 
recorded in a Rich-Siefert 2002 X-Ray diffractometer using CuKa radiation. In 
ali the experiments, the scan rate was fixed at 3o/min and the chart speed 
was fixed at 3cm/sec. The patterns were obtained between an angle of 20° to 
90°. A magnification of 5K was also used in all the readings. The data was 
analyzed using the software Diffrac Plus. 
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Chapter 4 


RESULTS AND DISCUSSIONS 

The results obtained in the present study are first outlined and this is 
followed by a discussion of the results. 

4,1 Tafel Extrapolation 

Ail the experiments were conducted after stabilization of free corrosion 
potential. The variation of free corrosion potential (Ecorr) versus time for CP 
Titanium, Ti-6AI-4V and Ti-13Nb-13Zr alloys are presented in Figure 32. 
Figure 33 contains the same data for Ti-5Al-2.5Fe and Ti-6Al-4Fe alloys. The 
variation of free corrosion potential (Ecorr) versus time for Ti-6Al-4Nb, 
Ti-8.4Al-15.4Nb and Ti-13.4Al-29Nb alloys are provided in Figure 34. 
A comparative data of free corrosion potential (Ecorr) versus time for 
Ti-6AI-4Nb, Ti-6A1-4V and Ti-6AI-4Fe alloys are also shown in Figure 35. All 
the experiments were duplicated so as to ensure reproducibility of test 
results. The original as well as duplicated curves of Ecorr vs. time are 
presented in Appendix A. 

Ecorr versus time data for all the alloys used in the study revealed 
similar nature of the curve (Figure 32-35). The free corrosion potential for all 
the alloys increased uniformly with time. Pankuch et al. studied 
characteristics of passive film on titanium alloys and reported that a thin film 
of Ti02 forms on titanium surfaces on immersion in aqueous solutions [225]. 
Thus, increase in free corrosion potential with immersion time in Hank's 
solution can be attributed to formation of a passive TiOa film on Ti alloys. The 
rise of potential in the positive direction (i.e. towards the noble direction) 
also indicated the formation of passive film. It has been argued that a steady 
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Time (Seconds) 


Figure 32: Free corrosion potential as function of time for CP Titanium, Ti- 
6A1-4V and Ti-13Nb-13Zr in Hank's solution at 37“C temperature and 7.4 pH. 



Time (Seconds) 

Figure 33: Free corrosion potential as function of time for Ti-5Al-2.5Fe and 
Ti-6Ai-4Fe alloys in Hank's solution at 37°C temperature and 7.4 pH. 
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Figure 34: Free corrosion potential as function of time for Ti-6AI-4Nb, 
Ti-8.4AI-15.4Nb and Ti-13.4AI-29Nb in Hank's solution at 37°C temperature 
and 7.4 pH. 



Figure 35: Free corrosion potential as function of time for Ti-6AI-4Nb, 
Ti-6A1-4V and Ti-6AI-4Fe in Hank's solution at 37°C temperature and 7.4 pH. 
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noble potential indicated that the film remained intact and protective [95]. It 
can be observed that free corrosion potential for all the alloys used in the 
study was stabilized in about 1 hr. Thus, all the subsequent experiments 
were conducted after Ihr of immersion in Hank's solution. 

The Tafel polarization curves for all the Ti-based alloys are presented 
in Figures 36, 37, 38 and 39 in the same pattern as was used to present free 
corrosion potential (Ecorr) versus time data. For example. Figure 36 shows 
the Tafel polarization curves for CP Titanium, Ti-6AI-4V and Ti-13Nb-13Zr. All 
the experiments were duplicated so as to ensure reproducibility of test 
results. The original as well as duplicated curves of Tafel extrapolation data 
for all the alloys used in the study are presented in appendix A and estimated 
corrosion data and electrochemical parameters (pa and Pc) from these curves 
are tabulated in Appendix B. 

Tafel slopes Pc (cathodic Tafel slope) and Pa (anodic Tafel slope) 
possess units of mV per current density decade, where a decade is one order 
of magnitude current density such as from 0.10 amp/cm^ to 1.0 amp/cm^. 
Corrosion current density for activation controlled Tafel plot was obtained 
from the intersection of the anodic and cathodic linear extrapolations at zero 
current potential. It can be noted from the Tafel plots that, generally, the 
cathodic portion of the Tafel slopes exhibited linearity in the curve, whereas 
such well-defined linear portion could not be ascertained in the anodic 
portion due to stable passivity behavior exhibited by the samples in the 
solution. The cathodic Tafel slopes ranged between 150 and 301 mV/decade 
while the anodic Tafel slopes were also of the same order. The extrapolated 
corrosion current densities are provided in Table 11. The corrosion current 
densities were converted to corrosion rates in mpy (mils per year) using 
Equation (). Corrosion rates for all the materials were calculated using the 
same procedure and are listed in the last column of Table 11. 

The corrosion data indicates that alloying of different elements to CP 
titanium did not significantly affect the corrosion resistance. From the 
corrosion current (icorr) values and corrosion rates calculated for CP Titanium, 
Ti-6A1-4V and Ti-13Nb-13Zr it can be seen that their corrosion rates were 
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Figure 36: Tafel polarization curves for CP Titanium, Ti-6AI-4V and 
Ti-13Nb-13Zr in Hank's solution at 37°C temperature and 7.4 pH. 
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Figure 37: Tafel polarization curves for Ti-5Al-2.5Fe and Ti-6A!-4Fe in Hank's 
solution at 37°C temperature and 7.4 pH. 
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Figure 38: Tafel polarization curves for Ti-6AI-4Nb, Ti-8.4Al-15.4Nb and 
Ti-13.4AI-29Nb in Hank's solution at 37°C temperature and 7.4 pH. 
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Figure 39: Tafel polarization curves for Ti-6Al-4Nb, Ti-6A1-4V and Ti-6Al-4Fe 
in Hank's solution at 37°C temperature and 7.4 pH. 
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comparable (Figure 36, Table 11). The two alloys with iron as the additional 
alloying element to A1 i.e. Ti-5At-2.5Fe and Ti-6Al-4Fe provided icon- values 
0.0447 pA/cm^ and 0.0275 pA/cm^ (Figure 37, Table 11). This can not be 
interpreted as lowering of corrosion rate with increased percentage of iron 
because the change is relatively small. It may be proposed that alloys with 
higher iron content can examined. On comparing the data for Ti-6AI-4Nb, 
Ti-8.4AI-15.4Nb and Ti-13.4Al-29Nb it is clear that the increased percentage 
of niobium addition has not drastically affected icon- values (Figure 38, Table 
11). Comparing Ti-6Al-4Nb, Ti-6A1-4V and Ti-6AI-4Fe alloys, their icorr values 
were almost similar (Figure 39, Table 11). However a very small decrease in 
the icorr for Ti-6Al-4Nb (0.0331 pA/cm^) and Ti-6Al-4Fe (0.0275 pA/cm^) 
alloys was observed compared to Ti-6A1-4V (0.0380 pA/cm^). This indicates 
that the replacement of alloying element V by Nb and Fe did not considerably 
affect the corrosion rate. Animesh et al. have also reported the same 
observations in their study of electrochemical and tribological behavior of 
novel Ti based alloys for human body implants [226]. 

All the Ti alloys exhibited corrosion current density (icon-) in a relatively 
narrow region between 0.02 pA/cm^ and 0.09 pA/cm^. This behavior was also 
corroborated in the potentiodynamic polarization and electrochemical 
impedance spectroscopic (EIS) studies (which will be discussed later). These 
observations suggest the presence of a passive layer on the surface of the Ti 
alloys which is similar in nature for all the alloys. Pankuch et al. studied 
characteristics of passive film on titanium alloys and reported that a thin film 
forms on titanium surfaces immediately on immersion in to aqueous solutions 
[225]. This surface film was identified to be highly disordered Ti02 with some 
Ti 203 also present. The present study revealed that this passive layer, which 
formed on the Ti alloys used in the study after immersion in Hank's solution, 
was not significantly affected by the alloying additions to Ti. The electrolyte 
used in the study. Hank's solution, is also not severely corrosive in nature so 
as to affect the passive layer that forms on all of the alloys used in this 
study. One of the major constituent of Hank's solution is Cl' ions (0.2 
moles/liter). It is known that CF ions cause damage to passive film forming 
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on almost all alloys with the notable exception of Ti. 

The results in the Tafel extrapolation studies indicated that the 
alloying elements do not significantly affect the passive film on Ti alloys. 
However, they may affect the passive film on immersing these alloys for 
longer intervals in Hank's solution. Alloying elements can also have effect on 
microstructure, mechanical and wear behavior of the Ti alloys [75]. 



Table 11: Corrosion rates determined by Tafel extrapolation method for different biomaterials used in present study. 
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4.2 Effect of immersion time in Hank's Solution 
4.2.1 Potentiodynamic Polarization 

Potentiodynamic polarization experiments were performed on all the 
alloys after 1 hr of immersion in Hank's solution and also after 168 hrs 
(1 week) of immersion. Potentiodynamic polarization curves of all the 
samples used in the study were analyzed and results obtained are presented 
below, followed by discussion of the results. 

The potentiodynamic polarization data for CP Titanium, Ti-6AI-4\/ and 
Ti-13Nb-13Zr alloys, collected after Ihr of immersion in Hank's solution, are 
presented in Figure 40. The same data for Ti-5AI-2.5Fe and Ti-6AI-4Fe alloys 
are provided in Figure 41 whereas Figure 42 shows the same data for 
Ti-6Ai-4Nb, Ti-8.4Al-15.4Nb and Ti-13,4AI-29Nb. To observe the effect of 
replacing the alloying element V by Nb and Fe, the potentiodynamic 
polarization curves for Ti-6AI-4V, Ti-6AI-4Nb and Ti-6Al-4Fe alloys have been 
provided in Figure 43. 

Potentiodynamic polarization data were collected after 168 hrs of 
immersion in Hank's solution. These have also been presented in the same 
way as has been presented after immersion of 1 hr in Hank's solution. The 
potentiodynamic polarization data for CP Titanium, Ti-6AI-4V and Ti-13Nb- 
13Zr alloys, collected after 168 hrs of immersion in Hank's solution, are 
presented in Figure 44. The same data for Ti-5AI-2.5Fe and Ti-6AI-4Fe alloys 
are provided in Figure 45 whereas Figure 46 shows the same data for Ti-6AI- 
4Nb, Ti-8.4AI-15.4Nb and Ti-13.4AI-29Nb. To observe the effect of replacing 
the alloying element V by Nb and Fe, the comparative potentiodynamic 
polarization curves has been provided in Figure 47. 

Different parameters like zero current potential (ZCP), corrosion 
current density (icorr) (estimated by the technique used in Tafel extrapolation 
experiments) and passive current density (ipass) were estimated, from the 
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Figure 44; Potentiodynamic polarization curves for CP Titanium, Ti-6A!-4V 
and Ti-13Nb-13Zr after 168 Hrs of immersion in Hank's solution. 
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Figure 45: Potentiodynamic polarization curves for Ti-5Al-2.5Fe and Ti-6Al- 
4Fe afterl68 Hrs of immersion in Hank's solution. 
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Figure 46: Potentiodynamic polarization curves for Ti-6AI-4Nb, Ti-8.4A!-15Nb 
and Ti-13.4AI-29Nb after 1 Hr of immersion in Hank's solution. 
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Figure 47: Potentiodynamic polarization curves for Ti-6Al-4Nb, Ti-6A1-4V and 
Ti-6Al-4Fe after 1 Hr of immersion in Hank's solution. 
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potentiodynamic polarization data of all the alloys for immersion time of 1 hr 
and 168 hrs, and they are tabulated in Table 12. Individual comparative 
potentiodynamic polarization curves collected after 1 hr and 168 hrs of 
immersion in Hank's solution for all the alloys are presented in Figures 48 
through 55. 

The nature of polarization curves indicates that the current density 
increased with anodic polarization and achieved a constant value (ipass) after 
some time without showing any active-passive behavior. This behavior was 
noted for all the samples for data collected after 1 hr as well as 168 hrs of 
immersion in Hank's solution. Animesh [226] have reported stable passivity 
for Ti based implant materials i.e. the alloys achieved passivation just after 
immersion. The difference in the passivation behavior in the two studies can 
be attributed to immersion time in Hank's solution. Animesh recorded 
potentiodynamic polarization data just after stabilization of free corrosion 
potential which was realized in about 15 minutes. In the present study, 
potentiodynamic polarization data were obtained after 1 hr and 168 hrs of 
immersion in Hank's solution. 

Hodgson et al. [134] have showed that calcium and phosphate ions 
present in the Hank's solution interact with the surface film on Ti alloys and 
change the surface properties. Moreover, this interaction is quite 
predominant during first hour of immersion. The delayed passivation of Ti- 
alloys observed in the present study compared to instant passivation in 
Animesh's experiments may thus be due to interaction of calcium and 
phosphate ions with the surface film on Ti alloys. 

The potentiodynamic polarization curves obtained after 168 hrs of 
immersion in Hank's solution revealed wide fluctuations In current density 
near the ZCP i.e. zero current potential (e.g. Figure 44). These fluctuations 
were caused due to the fall of current density to very low values during the 
potentiodynamic polarization scan. This kind of oscillation has also been 
reported in the literature [227-229] in the case of Fe in H 2 SO 4 medium and 
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Figure 48: Potentiodynamic polarization curves for CP Titanium at immersion 
time of 1 Hr and 168 Hrs in Hank's solution. 



Figure 49: Potentiodynamic polarization curves forTi-6Al-4V at immersion 
time of 1 Hr and 168 Hrs in Hank's solution. 
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Figure 50: Potentiodynamic polarization curves for Ti-13Nb-13Zr at 
immersion time of 1 Hr and 168 Hrs in Hank's solution. 
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Figure 51: Potentiodynamic polarization curves for Ti-5Al-2.5Fe at immersion 
time of 1 Hr and 168 Hrs in Hank's solution. 
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Figure 54: Potentiodynamic polarization curves for Ti-8.4Al-15.4Nb at 
immersion time of 1 Hr and 168 Hrs in Hank's solution. 



Figure 55: Potentiodynamic polarization curves for Ti-13.4Al-29Nb at 
immersion time of 1 Hr and 168 Hrs in Hank's solution. 
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was attributed to the competition between film formation and dissolution. 
Neluli Ibri§ et al. [230] in their study of Tl, Ti-7AI-4.5V and Ti-5Ai-2.5Fe 
alloys in artificial saliva containing fluoride ions have also observed this 
feature and attributed it to dissolution of passive layer by fluoride ions. It can 
be seen from Figure 44 in the present study that there was an active region 
(just above the zero current potential) where the charge transfer reaction 
takes place followed by a passive region at more positive potentials. These 
current oscillations were predominant in the transition between active and 
passive region. In this region, the oxide layer is still unstable in the corrosive 
media i.e. Hank's solution. While the anodic reaction leads to an increase of 
the current, the film formation blocks the active surface of the electrode, 
leading to a decrease of the current. Simultaneous occurrence of these two 
phenomena causes fluctuations in current density [230]. With increasing 
potential, the anodic film becomes more stable and the passive region 
appears on the polarization curve. As this type of behavior was observed for 
potentiodynamic polarization experiments performed after 168 hrs of 
immersion, this can be attributed to accumulation of passivation agents near 
the surface and due to prolonged interaction of calcium and phosphate ions 
present in the Hank's solution with the surface film formed on titanium alloys 
[134]. 


CP Titanium, Ti-6Ai-4V and Ti-13Nb-13Zr alloys showed similar nature 
of polarization behavior after 1 hr (Figure 40) as well as after 168 hrs (Figure 
44) of immersion in Hank's solution. The Icorr for the above alloys were 
0.042, 0.030 and 0.055 pA/cm^ respectively after 1 hr of Immersion in 
Hank's solution and after 168 hrs of immersion these values change to 
0.017, 0.022 and 0.025 pA/cm^ (Table 12). The decrease in the icon- (0.042 to 
0.017 pA/cm^) was higher for CP titanium (Figure 48) and Ti-13Nb-13Zr 
(0.055 to 0.025 pA/cm^) (Figure 50) compared to Ti-6AI-4V i.e. from 0.030 
to 0.022 pA/cm^ (Figure 49). The ipass for CP Titanium, Ti-6A1-4V and Ti- 
13Nb-13Zr alloys were 4.79, 5.75 and 7.24 pA/cm^ respectively after 1 hr of 
immersion. The same values estimated after 168 hrs of Immersion were 
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4.57, 5.50 and 5.75 (jA/cm^. This indicated that the ipass for all these three 
alloys were similar after 1 hr of immersion (Figure 40) and also did not 
change significantly after 168 hrs of immersion (Figure 44) in Hank's 
solution. However, the passive current density was slightly lower in all the 
three alloys after 168 hrs immersion. These observations suggest only a 
slight improvement of corrosion resistance for CP Titanium, Ti-6AI-4V and Ti- 
13Nb-13Zr alloys with immersion time in Hank's solution. The change in 
passive film nature for CP titanium can be attributed to thickening of TiOa 
film which formed immediately on immersion in Hank's solution [225]. It had 
been reported in the literature [146] that the vanadium oxide formed on the 
surface of Ti-6A1-4V alloy dissolves and this dissolution of vanadium oxide is 
further enhanced by presence of CP ions in Hank's solution. Hence, vanadium 
as an alloying element could not improve the surface film on Ti-6AI-4V alloy. 
In present study the change in passive behavior of Ti-6AI-4V alloy with 
immersion time in Hank's solution (contains CP ions) can be attributed to 
same phenomena [146]. Aithough the presence of alloying elements Nb and 
Zr has been reported to improve the electrochemical behavior of Ti-13Nb- 
13Zr alloy [144,145], only a slight improvement in passive film behavior of 
this alloy was observed. Animesh also noted the varied electrochemical 
results for this alloy in Hank's solution [226]. 

The Ti-5AI-2.5Fe and Ti-6AI-4Fe alloys revealed the icon- of 0.025 and 
0.023 pA/cm^ after 1 hr of immersion (Figure 41) in Hank's solution while 
these values decreased sharply to 0.008 and 0.005 pA/cm^ respectively after 
168 hrs of immersion (Figure 45). The ipass for Ti-5AI-2.5Fe alloy decreased 
from 4.37 to 3.55 pA/cm^ when experiments conducted after 1 hr and after 
168 hrs of immersion were compared (Table 12). This decrease was also 
noted for Ti-6AI-4Fe, i.e. from 5.13 to 3.09 pA/cm^. This indicates 
improvement in the passive nature of the barrier present on these alloys with 
time when immersed in Hank's solution. Animesh have reported that alloying 
of Al in Ti based alloys has a deleterious effect on the passive film on Ti. 
Therefore, the decrease in corrosion rate with immersion time in Hank's 
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solution can be attributed to alloying of iron in the Ti alloys. Increased 
corrosion resistance, with immersion time in Hank's solution, of Ti-based 
alloys with iron as an alloying element has also been reported by Netuia et 
al. [230]. 

The Ti-6Al-4Nb, Ti-8.4Ai-15.4Nb and Ti-13.4AI-29Nb alloys revealed 
similar kind of polarization behavior after 1 hr (Figure 41) as well as after 
168 hrs (Figure 46) of immersion in Hank's solution. The only exception was 
the breakdown of passive layer for Ti-13.4AI-29Nb alloy. This observation 
can be attributed to increased percentage of Al which has been reported to 
have a deleterious effect on passive film [226]. The icon- for the above alloys 
were 0.017, 0.042 and 0.022 pA/cm^ respectively, after 1 hr of immersion in 
Hank's solution and after 168 hrs of Immersion these values were 0.002, 
0.003 and 0.006 pA/cm^ (Table 12). The ipass values for Ti-6Al-4Nb, Ti-8.4AI- 
15.4Nb and Tl-13.4AI-29Nb alloys were 4.79, 6.46 and 5.25 pA/cm^ 
respectively after 1 hr of immersion. The same values estimated after 168 
hrs of immersion were 3.24, 3.63 and 3.98 pA/cm^. This indicated that the 
ipass values decreased for all these three alloys with immersion time in Hank's 
solution (Figures 53, 54 and 55). A sharp decrease in icon- and mild decrease 
in ipass value suggests enhanced corrosion resistance of the surface film. In 
the literature, it had been reported that Nb as alloying element has a 
stabilizing effect on surface films on Ti based alloys [139]. Metikos et al. 
[146], in their study on influence of Nb addition on passivity of Ti based 
implants in Hank's solution, concluded that the Nb cations improve the 
passivation properties of surface film by annihilating the stoichiometric 
defects present on titanium oxide film. 

Comparing the polarization behavior Ti-6AI-4Nb, Ti-6AI-4V and Ti-6AI- 
4Fe alloys (Figures 43 and 47) it can be observed that Ti-6Al-4Nb and Ti-6A1- 
4Fe alloys behaved in almost similar manner which was quite different from 
Ti-6AI-4V. The potentiodynamic polarization data for these alloys after 1 hr 
and after 168 hrs of immersion in Hank's solution are presented in Figure 43 
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and 16. The icorr estimated from polarization data for the Ti-6AI-4Nb, Ti-6A1- 
4V and Ti-6AI-4Fe alloys were 0.017, 0.030, and 0.023 pA/cm^, respectively, 
after 1 hr of immersion in Hank's solution. After 168 hrs of immersion, these 
values were 0.002, 0.022 and 0.005 pA/cm^ (Table 12). The icorr for the three 
alloys were comparable after 1 hr of immersion but after 168 hrs of 
immersion in Hank's solution, the icorr for Ti-6AI-4Nb and Ti-6Al-4Fe alloys 
decreased sharply to 0.002 and 0.005 pA/cm^, respectively, while the icorr for 
Ti-6AI-4V alloy remained almost same at 0.022 pA/cm^. The ipass for Ti-6AI- 
4Nb, Ti-6A1-4V and Ti-6Al-4Fe alloys were 4.79, 5.75 and 5.13 pA/cm^ 
respectively, after 1 hr of immersion. The same values estimated after 168 
hrs of immersion were 3.24, 5.50 and 3.09 pA/cm^. This indicated that ipass 
for all these three alloys were similar after 1 hr of immersion (Figure 43) and 
after 168 hrs of immersion (Figure 44) in Hank's solution the ipass decreased 
for Ti-6AI-4Nb and Ti-6Al-4Fe but did not drastically change for Ti-6A1-4V. 
These observations suggest improvement in passive film on the metal 
surface for Ti-6Al-4Nb and Ti-6AI-4Fe alloys. The Ti-6AI-4V alloy exhibited 
very minimal change in electrochemical behavior with immersion time in 
Hank's solution. 

The potentiodynamic polarization behavior of surface film on titanium 
alloys revealed that passivation properties of surface films improved with 
immersion time in Hank's solution. While Fe and Nb additions along with Al 
appear to improve passive film nature, V addition along with Al revealed only 
minimal improvement. Increased Fe content as alloying element indicated 
improvement in the passive film nature. 
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Table 12: Values estimated from potentiodynamic polarization curves 
obtained at immersion time of 1 Hr and 168 Hrs in Hank's solution. 


Material 

ZCP 

(mV vs. SCE) 

Icorr 

(pA/cm^) 

ipass 

(liA/cm^) 

IHr 

168 Hrs 

IHr 

168 Hrs 

IHr 

168 Hrs 

CP Titanium 

-342 

-205 

0.042 

0.017 

4.79 

4.57 

Ti-6AI-4V 

-266 

-176 

0.030 

0.022 

5.75 

5.50 

Ti-13Nb-13Zr 

-348 

-478 

0.055 

0.025 

7.24 

5.75 

Ti-5AI-2.5Fe 

-112 

-253 

0.025 

0.008 

4.37 

3.55 

Ti-6AI-4Fe 

-161 

-181 

0.023 

0.005 

5.13 

3.09 

Ti-6Ai-4Nb 

-107 



0.002 

4.79 

3.24 

Ti-8.4AI-15.4Nb 

-206 

-209 

0.042 

0.003 

6.46 

3.63 

Ti-13.4AI-29Nb 

-184 

-380 

0.022 

0.006 

5.25 

3.98 
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4.2.2 Electrochemical Impedance Spectroscopy 

Electrochemical behavior of passive films on Ti based biomaterials in 
Hank's solution has also been investigated in this study. Electrochemical 
impedance spectroscopy (EIS) technique was employed to monitor passive 
film behavior on exposure to simulated body fluid i.e. Hank's solution. In 
order to study the changes in passive film properties with time, impedance 
spectra of all the alloys, used in present research, were collected after 
immersion times of Ihr, 24 hrs (1 day), 72 hrs (3 days) and 168 hrs (7 days) 
in Hank's solution. All the impedance experiments were conducted at open 
circuit potential (i.e. free corrosion potential). All the impedance data, 
collected for all the alloys, were fit to appropriate equivalent electrical circuit 
(figure 56) using a complex nonlinear least-squares fitting routine, using 
both the real and imaginary components of the data [231]. 

Impedance spectra obtained from all the experiments exhibited similar 
nature in the Nyquist, Bode phase and Bode magnitude plots. All these plots 
for each alloy has been provided in Figures 57 through 64. From these 
figures it can be observed thatthe nature of the Nyquist plots is similar for all 
the alloys, consisting of an arc that can be extrapolated to a semicircle, 
which is associated with the corrosion process. The diameter of the semicircle 
corresponds to the polarization resistance (Rp). From the Bode phase plots 
shown in figures 57 though 64 it can be noted that, for all the alloys, the 
phase angle drops towards zero degree at very high frequencies, indicating 
that the impedance is dominated by solution resistance in this frequency 
range (no phase shift between current and potential results due presence of 
a resistor in AC circuit). Moreover, it can also be noted that the phase angle 
drops slightly towards lower values in the low frequency region indicating the 
contribution of polarization resistance to the impedance. However, the phase 
remains close to -90° over a wide range of frequency indicating a near 
capacitive response for all the alloys. This behavior is indicative of a typical 
thin passive oxide film present on the surface [139]. Bode magnitude plots, 
presented in figures 57 through 64, were also similar in nature for all the 
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Figure 56: Model used to fit the EIS data obtained at different immersion 
times in hank's solution for all the Ti based alloys: (a) equivalent circuit, and 
(b) physical model 
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Figure 57: EIS data for CP Titanium as a function of immersion time in 
Hank's solution: (a) Nyquist plots (b) Bode phase plots and (c) Bode 
magnitude plots. 
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Figure 58: EIS data for Ti-6AI-4V as a function of immersion time in Hank's 
solution: (a) Nyquist plots (b) Bode phase plots and (c) Bode magnitude 
plots. 
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Figure 59: EIS data for Ti-13Nb-13Zr as a function of immersion time in 
Hank's solution: (a) Nyquist plots (b) Bode phase plots and (c) Bode 
magnitude plots. 
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Figure 60: EIS data for Ti-5Al-2.5Fe as a flinction of immersion time in 
Hank's solution; (a) Nyquist plots (b) Bode phase plots and (c) Bode 
magnitude plots. 
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EIS data for Ti-6AI-4Fe as a function of immersion time in Hank's 
a) Nyquist plots (b) Bode phase plots and (c) Bode magnitude 


123 



(a) 


■ 1 hr 

• 24 hrs t 
A 72 hrs I 

♦ 168 hrs } 


soxic H 

S 

o 

g 4 0x10 H 



E 2 0x10‘- 

N 

00 - 

0 1x10* 2x10' 3x1G 

Zre (ohms cm^) 



(b) 


100 





I ■ 1 hr I 

• 24 hrs I 
* A 72 hrs I 

I ♦ 168 hrs 



♦* 



I ri i ni "— r m »i t i mi w| T - in ii ^ t mii^ i i i iiiii ^ 

10*® 10’ 10' to’ 10* 

Frequency (Hz) 

(C) 



Frequency (Hz) 


Figure 62: EIS data for Ti-6AI-4Nb as a function of immersion time in Hank's 
solution: (a) Nyquist plots (b) Bode phase plots and (c) Bode magnitude 
plots. 
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Figure 63: EIS data for Ti-8.4AI-15.4Nb as a function of immersion time in 
Hank's solution: (a) Nyquist plots (b) Bode phase plots and (c) Bode 
magnitude plots. 
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Figure 64: EIS data for TI-13.4AI-29Nb as a function of immersion time in 
Hank's solution: (a) Nyquist plots (b) Bode phase plots and (c) Bode 
magnitude plots. 
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alloys. Bode magnitude plots were characterized by two distinct regions. In 
the higher frequency region (1-100 kHz), the Bode magnitude plots exhibited 
constant log |Z| values vs. log (f) with a phase angle near 0°. This was due 
to response of the electrolyte resistance Rg (resistive region). In the broad 
low and middle frequency range, the spectra displayed a linear slope of about 
-1. This is the characteristic response of a capacitive behavior of surface film 
[232]. 

It can be observed from the Nyquist plots that the diameter of the 
extrapolated semicircle (when drawn) increased with immersion time in 
Hank's solution. This feature was observed in Nyquist plots for all the alloys. 
In the case of CP Titanium, Ti-6AI-4V and Ti-13Nb-13Zr alloys, it was a little 
difficult to distinguish this (see Figures 57(a), 58(a) and 59(a)). However, in 
the other alloys, this was clearly observed. This suggests that for CP 
Titanium, Ti-6AI-4V and Ti-13Nb-13Zr alloys, the increase in polarization 
resistance was not as large as in other alloys. 

It can be observed from Bode phase plots that the frequency range 
over which the phase angle is close to -90° increases with immersion time in 
the Hank's solution. This feature was also present in all the spectra collected 
for all the alloys. Increase in frequency range over which phase angle is close 
to -90° is indicative of film acquiring pure capacitive behavior. This 
observation suggested improvement in nature of surface film with immersion 
time. The nature of the Bode magnitude plots remained same with the 
immersion time in Hank's solution (Figures 57-64). The flat portion of the 
curve (slope ~ 0), present in high frequency region, marginally shifted its 
position. This was due to minor changes in solution resistance (Rg) with 
immersion time in Hank's solution for different alloys. However, the solution 
resistance was quite low (generally below 20 ohms-cm^) for all the alloys and 
also did not changed drastically with immersion time in Hank's solution. 

The equivalent circuit shown in Figure 56 (a) was used to fit the 
experimental data, where Rg is solution resistance, Rp is polarization 
resistance and CPE is constant phase element. The physical model (Figure 
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56(b)) for this equivalent circuit, R(QR), is the presence of a single layer on 
metal surface possessing resistance as well as capacitance [232]. The 
surface film is considered to be a parallel circuit of a resistor, due to the ionic 
conduction through the film, and a capacitor due to its dielectric properties 
[219]. The fitting procedure revealed that better agreement between 
theoretical and experimental data was obtained if a frequency dependent 
constant-phase element (CPE) was used instead of pure capacitance and 
Warburg impedance. The impedance of a constant phase element is defined 
in as [219]: 

ZcPE = [Q(j(o)"]-^ 

where Q and n are frequency independent parameters which usually depend 
on temperature and condition for n is: -1 < n <1 [219]. CPE describes an 
ideal capacitor for n = 1, an ideal resistor for n = 0 and n = -1 for a pure 
inductor [219]. Generally, the appearance of a CPE is due to the presence of 
inhomogeneities in the electrode-material system and it can be described in 
terms of a (nonnormaiizable) distribution of relaxation times, or it may arise 
from non-uniform diffusion whose electrical analog is an inhomogeneously 
distributed RC transmission line. Low values of chi-squared and low % error 
in parameters were the main criteria while choosing the best fit model. The 
nature of Nyquist, Bode phase and Bode magnitude plots were also 
considered while choosing the best fit model. 

Based on the fit of the of R(QR) model, the values of Rg, Qp, n and Rp 
were obtained. The % error, in different parameters, obtained while fitting 
the R(QR) model with experimental data has also been obtained. Chi-squared 
value was also calculated while fitting proposed R(QR) model with the 
experimentally measured EIS data. Chi-squared values are quite useful in 
judging the match of experimental curve with the curve generated by using 
the proposed equivalent circuit. Lower values of chi-square indicate better fit. 
All the parameters (Rg, Qp, n and Rp) obtained for all the alloys based on the 
fitting procedure are tabulated separately in Tables 13 through 20. Each 
table provides these parameters, estimated at different immersion times in 
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Hank's solution, along with the chi-squared and % error values, for a single 
alloy. 

The Rp and Qp values for CP Titanium, Ti-6AI-4V and Ti-13Nb-13Zr 
alloys as a function of immersion time are plotted in Figures 65 and 66, 
respectively. These Rp and Qp values for Ti-6AI-2.5Fe and Ti-6AI-4Fe alloys 
have been presented in Figures 67 and 68, respectively. The same values for 
Ti-6Al-4Nb, Ti-8.4AI-15.4Nb and Ti-13.4Ai-29Nb alloys have been presented 
in Figures 69 and 70, respectively. To observe effect of replacement alloying 
element V by Nb and Fe, on passive film behavior, comparative curves of Rp 
and Qp as a function of immersion time are provided in Figures 71 and 72, 
respectively. 

The following conclusions can be derived by analyzing the data 
presented in Tables 13 though 20. It can be seen that the values of n were 
very close to one (n> 0.9) for all the alloys for all the immersion times. This 
indicated a near capacitive behavior of the passive films formed on the Ti 
alloys. The solution resistance values did not vary notably for different alloys 
(Tables 13-20). The Rg values (1-50 ohms-cm^) obtained were relatively low 
compared to Rp values (0.1-10 Megaohms-cm^). The solution resistance did 
not change significantly with immersion time in Hank's solution for all the 
alloys (Tables 13-20). 

The values of Rp and Qp were analyzed carefully in order to study the 
effect of immersion time in Hank's solution on passive films on Ti based 
biomaterials. The Rp and Qp values of ail the alloys at all the Immersions 
times in Hank's solution are tabulated In Table 21. It can be seen from Table 
21 that passive film resistance for different alloys varied differently with 
immersion time in Hank's solution but Qp did not change much with 
immersion time in Hank's solution. This indicates that the capacitive behavior 
of passive films on Ti alloys was affected by immersion time in Hank's 
solution. 

It can be seen from Figure 65 that Rp values for CP Titanium increased 
steadily with immersion time in Hank's solution (see also Table 21). Figure 
65 also indicates that the increase in Rp was not uniform for Ti-6AI-4V and Ti- 
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Figure 65; Polarization resistance (Rp) as a function of immersion time in 
Hank's solution for CP titanium, Ti-6AI-4V and Ti-13Nb-13Zr alloys. 



Figure 66; Constant phase element (Qp) as a fxinction of immersion time in 
Hank's solution for CP titanium, Ti-6Ai-4V and Ti-13Nb-13Zr alloys. 
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Figure 67: Polarization resistance (Rp) as a function of immersion time in 
Hank's solution for Ti-5AI-2.5Fe and Ti-6Ai-4Fe alloys. 



Figure 68: Constant phase element (Qp) as a function of immersion time in 
Hank's solution for Ti-5AI-2.5Fe and Ti-6Al-4Fe alloys. 
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Ti-13.4AI-29Nb 



Figure 69: Polarization resistance (Rp) as a function of immersion time in 
Hank's solution for Ti-6AI-4Nb, Ti-8.4AI-15.4Nb and Ti-13.4Ai-29Nb alloys. 



Figure 70: Constant phase element (Qp) as a function of immersion time in 
Hank's solution for Ti-6AI-4Nb, Ti-8.4AI-15.4Nb and Ti-13.4AI-29Nb alloys. 
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Figure 71: Polarization resistance (Rp) as a function of immersion time in 
Hank's solution for Ti-6Al-4Nb, Ti-6A1-4V and Ti-6Al-4Fe alloys. 



Figure 72: Constant phase element (Qp) as a function of immersion time in 
Hank's solution for Ti-6AI-4Nb, Ti-6AI-4V and Ti-6AI-4Fe alloys. 
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13Nb-13Zr alloys. There was an initial increase in Rp value with immersion 
time, but it decreased slightly after immersion time of 168 hrs in Hank's 
solution. The Qp values for these alloys (Table 21) did not change significantly 
with time. Even though the Rp value for Ti-13Nb-13Zr alloy (0.477 MQ cm^) 
was higher than other two alloys, CP Titanium (0.195 MQ cm^) and Ti-6AI-4V 
(0.317 MQ cm^), after 1 hr of immersion, it did not improve significantly with 
immersion time in Hank's solution. After 168 hrs of immersion, the Rp value 
of CP Titanium (3.329 cm^) was higher than that for Ti-6AI-4V (0.967 MQ 
cm^) and Ti-13Nb-13Zr (0.580 MQ cm^) alloys. 

The increase in Rp for CP titanium with immersion time in Hank's 
solution can be attributed to increase in passive film thickness [230]. It has 
been reported in literature [146] that the vanadium oxide formed on the 
surface of Ti-6AI-4V alloy dissolves and leaves defects in surface film and 
also this process is further enhanced by presence of Cl' ions. In present 
study, the initial increase and then decrease of Rp values of Ti-6AI-4V alloy 
can be related to the above phenomena as Hank's solution contains Cl' ions. 
In the case of Ti-13Nb-13Zr alloy, the surface film resistance (Rp) did not 
change significantly with immersion time. This suggests that the passive film 
of this alloy does not change significantly with immersion time in Hank's 
solution. 

The Ti-5AI-2.5Fe and Ti-6AI-4Fe alloys revealed Rp of 0.088 and 0.622 
MQ cm^ after 1 hr of immersion in Hank's solution and Rp increased to 1.508 
and 24.31 MQ cm^ after 168 hrs of immersion (Table 21). The increase in Rp 
for Ti-6Al-4Fe alloy was higher than for Ti-5AI-2.5Fe alloy (Figure 67, Table 
21). The Qp values for the two alloys at different immersion time was almost 
same (Figure 68, Table 21). These observations indicate an improvement in 
the passive film behavior with immersion time In Hank's solution for these 
two alloys. Animesh have reported that alloying of Al in Ti based alloys has a 
deleterious effect on the passive film [226]. Hence, this increase in passive 
film resistance can be attributed to alloying of iron in these alloys. 
Furthermore, increased iron content showed higher passive film resistance. 
The increase in passive film resistance with immersion time in Hank's 
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solution of Ti-based alloys with iron as an alloying element has also been 
reported by Netuia et al. [230]. 

The Ti-6AI-4Nb, Ti-8.4AI-15.4Nb and Ti-13.4AI-29Nb alloys revealed 
similar kind of nature for variation of passive film resistance (Rp) with 
immersion time in Hank's solution (Figure 69). Rp increased with immersion 
time in Hank's solution for all these three alloys. Rp values for Ti-6Al-4Nb, Ti- 
8.4A!-15.4Nb and Ti-13.4AI-29Nb alloys after 1 hr of immersion were 0.201, 
0.120 and 0.120 MSI cm^, respectively, and the Rp values for these alloys 
increased to 18.99, 12.64 and 14.92 after 168 Hrs of immersion in Hank's 
solution (Table 21). The variation of constant phase element (Qp) with 
immersion time in Hank's solution for Ti-6AI-4Nb, Ti-8.4Al-15.4Nb and Ti- 
13.4AI-29Nb alloys also revealed a similar kind of nature (Figure 70). The Qp 
values for all the alloys were in a very narrow region between 1.5x10'^ and 
2.3 xlO'^ Sl‘^s"cm’^. This indicated that the capacitive behavior of these 
alloys did not change with immersion time in Hank's solution. The increase in 
Rp values suggested an improvement in passive film behavior for these alloys 
with immersion time in Hank's solution. In the literature, it had been 
reported that Nb as alloying element has a stabilizing effect on surface films 
on Ti based alloys [139]. Metikos et al. [146], in their study on influence of 
Nb addition on passivity of Ti based implants in Hank's solution, concluded 
that the Nb cations improve the passivation properties of surface film by 
annihilating the stoichiometric defects present on titanium oxide film. 

The variation of passive film resistance (Rp) with immersion time for 
Ti-6Al-4Nb, Ti-6AI-4V and Ti-6AI-4Fe are provided in Figure 71, while the 
same for constant phase element (Qp) are shown in Figure 72. It can be 
observed that passive film resistance for TI-6AI-4Nb and Ti-6Al-4Fe alloys 
increased steadily with immersion time in Hank's solution, while it (Rp) 
increased initially and then decreased for Ti-6A1-4V alloy (Figure 71, Table 
21). Constant phase element for Ti-6AI-4Nb and Ti-6AI-4Fe were almost 
same at different immersion times in Hank's solution and these values were 
different from that of Ti-6AI-4V alloy (Rgure 72, Table 21). 
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These observations suggested that alloying elements Nb and Fe have 
improved the passive film resistance. In the literature, it had been reported 
that Nb as alloying element has a stabilizing effect on surface films on Ti 
based alloys [139]. Metikos et al. [146], in their study on influence of Nb 
addition on passivity of Ti based implants in Hank's solution, concluded that 
the Nb cations improve the passivation properties of surface film by 
annihilating the stoichiometric defects present on titanium oxide film. Netula 
et al. [230] also have reported the increased corrosion resistance, with 
immersion time in Hank's solution, of Ti-based alloys with iron as an alloying 
element . Netula et al. have reported similar comparative behavior of Ti-7A1- 
4.5V and Ti-5AI-2.5Fe in Hank's solution. In their study also passive film 
resistance for Ti-5AI-2.5Fe alloy increased with immersion time in Hank's 
solution whereas for Ti-7A1-4.5V passive film resistance initially increased 
and then decreased slightly with immersion time in Hank's solution. One 
reason for this difference in passive film nature of Ti-6A1-4V has been 
reported in literature [146]. Vanadium oxide formed on the surface of Ti-6AI- 
4V alloy dissolves. This dissolution of vanadium oxide is further enhanced by 
presence of CF ions in Hank's solution. Hence, vanadium as an alloying 
element could not improve the surface film on Ti-6AI-4V alloy [146]. In 
present study, the changes in passive film nature of Ti-6A1-4V alloy with 
immersion time in Hank's solution (contains CP ions) can be attributed to 
same phenomena. The vanadium present in Ti-6A1-4V alloy does not 
contribute significantly to improvement of passive film properties, whereas 
its replacement by elements like Nb and Fe do improve the passive surface 
film nature with immersion time in Hank's solution. 
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Table 13: Values of fitting parameters obtained by fitting R(QR) model to the EIS data obtained as a function of 
immersion time in Hank's solution for CP Titanium. Values in brackets are the % errors in various parameters while 
fitting the experimental data in to the proposed model. 





Table 14: Values of fitting parameters obtained by fitting R(QR) model to the EIS data obtained as a function of 
immersion time in Hank's solution for Ti-6AI-4V alloy. Values in brackets are the % errors in various parameters 
while fitting the experimental data in to the proposed model. 
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Table 15: Values of fitting parameters obtained by fitting R(QR) model to the EIS data obtained as a function of 
immersion time in Hank's solution for Ti-13Nb-13Zr alloy. Values in brackets are the % errors in various parameters 
while fitting the experimental data in to the proposed model. 




Table 16: Values of fitting parameters obtained by fitting R(QR) model to the EIS data obtained as a function of 
immersion time in Hank's solution for Ti-5AI-2.5Fe alloy. Values in brackets are the % errors in various parameters 
while fitting the experimentai data in to the proposed modei. 




Table 17: Values of fitting parameters obtained by fitting R(QR) model to the EIS data obtained as a function of 
immersion time in Hank's solution for Ti-6AI-4Fe alloy. Values in brackets are the % errors in various parameters 
while fitting the experimental data in to the proposed model. 




Table 18: Values of fitting parameters obtained by fitting R(QR) model to the EIS data obtained as a function of 
immersion time in Hank's solution for Ti-6AI-4Nb alloy. Values in brackets are the % errors in various parameters 
while fitting the experimental data in to the proposed model 







Table 19: Values of fitting parameters obtained by fitting R(QR) model to the EIS data obtained as a function of 
immersion time in Hank's solution for Ti-8.4AI-15.4Nb alloy. Values in brackets are the % errors in various 
parameters while fitting the experimental data in to the proposed model. 




Table 20: Values of fitting parameters obtained by fitting R(QR) model to the EIS data obtained as a function of 
immersion time in Hank's solution for Ti-13.4AI-29Nb alloy. Values in brackets are the % errors in various 
parameters while fitting the experimental data in to the proposed model. 
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Table 21: Passive film resistance (Rp) and constant phase element (Qp) values obtained by fitting R(QR) 
model to the EIS data for the Ti alloys used in the study as a function of immersion time in Hank's solution. 
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4.3 Effect of NaOH treatment 

Three of the alloys investigated, namely CP Titanium, Ti-6Ai-4V and Ti- 
13Nb-13Zr, were immersed in 5M NaOH solution at a temperature of 60°C for 
24Hr. These alloys were then immersed in simulated body fluid (Hank's 
Solution) and the changes in the properties of passive film on these three 
alloys were investigated as a function of immersion time by means of 
electrochemical impedance spectroscopy and potentiodynamic polarization. 
In order to understand the possible changes in surface film nature, the 
surfaces of these alloys after various treatments were examined using XRD 
and SEM techniques. 

The results obtained are presented and discussed below. 


4.3.1 Surface characterization 

4.3. 1.1 X-Ray Diffraction 

In order to study the changes taking place on the surface of CP 
Titanium, Ti-6AI-4V and Ti-13Nb-13Zr alloys after NaOH treatment and also 
due to immersion in Hank's solution, X-Ray diffraction pattern was obtained 
from the surface. The results obtained are presented and discussed below. 

X-Ray diffraction patterns of all the alloys, CP Titanium, TI-6A1-4V and 
Ti-13Nb-13Zr, were obtained at three stages. The XRD patterns were 
obtained for these alloys without any surface treatment, after NaOH 
treatment and also after immersing these NaOH-treated samples in Hank's 
solution for 168 hrs. The XRD patterns for CP Titanium, Ti-6AI-4V and Ti- 
13Nb-13Zr alloys, taken at three stages, are provided in Figures 73, 74 and 
75, respectively. The XRD patterns for the untreated materials have been 
indexed using Diffrac-Plus and presented in Appendix D. The patterns 
obtained after surface treatments have been superimposed with the peaks 
due to Na 2 Ti 03 and presented in Appendix D. This was again performed using 
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Diffrac-Pius software. The standard diffraction pattern for apatite is also 
provided in Appendix D. 

The XRD pattern for untreated CP Titanium alloy exhibited peaks of a 
phase (i.e. h.c.p Ti) (JCPDF 44-1294) (Figure 73(a)). No clear distinguishable 
peaks were observed in the XRD patterns (Figure 73(b) and 73(c)) obtained 
after NaOH treatment and also after 168 hrs of Immersion in Hank's solution. 

The XRD pattern of untreated Ti-6A1-4V alloy exhibited peaks 
corresponding to both a (i.e. h.c.p Ti) and p (i.e. b.c.c Ti) phases (Figure 
74(a)). It can be observed from Figures 74(b) and 74(c) that the XRD 
patterns obtained of Ti-6AI-4V after NaOH treatment and also after 
immersion of 168 hrs in Hank's solution exhibited a small peak around two 
theta angle of 58°, which was not present in the XRD pattern obtained for 
untreated Ti-6AI-4V. This peak may be due to presence of NaaTiOs (JCPDF 
28-1152). 

The XRD pattern obtained for untreated Ti-13Nb-13Zr alloy exhibited 
peaks of p phase (b.c.c Ti) (JCPDF 44-1288) and a phase (JCPDF 44-1294). 
These peaks have been marked in Figure 75(a). The relatively higher p phase 
peak intensities indicate the higher volume fraction of p phase in this alloy. It 
can be observed from Figures 75(b) and 75(c) that the XRD patterns 
obtained of Ti-13Nb-13Zr after NaOH treatment and also after immersion of 
168 hrs in Hank's solution indicated the presence of NaaTiOs on the surface. 

In ail the cases, apatite peaks could not be firmly established in the 
XRD patterns obtained after immersion in Hank's solution. However, SEM 
studies (to be presented later) clearly indicated apatite formation on the 
surfaces of all the samples after NaOH treatment and subsequent immersion 
in Hank's solution for 168 hrs. 

In the literature it has been reported [171-191] that the Ti alloys on 
treatment with NaOH solution produces a sodium titanate gel layer on the 
titanium surface. This gel layer, of sodium titanate, has the ability to induce 
formation of bone-like apatite during immersion in simulated body fluid. The 
gel layer can initiate apatite nucleation on itself. Once apatite nucleation 
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occurs, it spontaneously grows by taking calcium and phosphate ions from 
the surrounding environment (Hank's solution). 

Although apatite formation has been reported in the literature, peaks 
due to apatite could not be clearly distinguished. 
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4.3. 1.2 Scanning Electron Microscopy 

The surfaces of the alloys, CP titanium, Ti-6Ai-4V and Ti-13Nb-13Zr 
were observed in a scanning electron microscope (SEM), just after NaOH 
treatment as well as after immersing these NaOH-treated samples in Hank's 
solution for 168 hrs. The samples for these observations were specially 
treated for SEM observations and XRD studies and these were not the 
samples used for electrochemical studies. 

The surface of NaOH-treated CP Titanium revealed a relatively porous 
structure at high magnifications (Figures 76). A similar porous layer on 
NaOH-treated CP Titanium surface was also reported by Wang et al. [201]. 
Layer formation was clearly indicated on the surfaces of Ti-6AI-4V and Ti- 
13Nb-13Zr (Figure 77 and 78). Cracks observed on these surfeces indicated 
relatively thicker layer on the surface. It has been reported in the literature 
that sodium titanate gel layer forms on the Ti alloys on reaction with NaOH 
[201,202]. As these micrographs were obtained after drying the NaOH 
treated samples for 24 hrs, the gel layer dried up and developed cracks on 
the layer surface. These cracked surface layers on NaOH-treated Ti-6AI-4V 
and Ti-13Nb-13Zr alloys, in contrast to porous layer on NaOH-treated CP 
Titanium surface, can be attributed to enhanced interaction of Ti-6AI-4V and 
Ti-13Nb-13Zr alloys with NaOH solution. 

The SEM micrographs obtained after immersing the NaOH-treated CP 
Titanium, TI-6AI-4V and Ti-13Nb-13Zr alloys in Hank's solution for 168 hrs 
are provided in figures 79, 80 and 81, respectively. All the surfaces exhibited 
similar features namely a product phase was present on a porous network 
structure. It has been reported by Wang et al. [202] that this porous network 
was composed of calcium titanate which formed on reaction of sodium 
titanate with calcium ions of Hank's solution. Moreover, the island type of 
product phase was identified as apatite which grew with immersion time In 
Hank's solution and covered the whole surface (see Figure 11). The results of 
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the present study are in agreement with earlier studies. 

For the NaOH-treated CP Titanium, the XRD analysis could not detect 
any change on the surface and SEM also showed a porous passive layer. 
These observations suggest that there was a limited reaction of NaOH with 
the titanium surface and product of this reaction i.e. sodium titanate could 
not form a uniform layer on the CP titanium surface. However, on the surface 
of NaOH-treated CP titanium porous network of calcium titanate and nuclei of 
apatite were observed by SEM after 168 hrs of immersion in Hank's solution. 
This suggests formation of a new layer (second layer apart from first passive 
layer of Ti02) on NaOH-treated CP titanium surface after 168 hrs of 
immersion in Hank's solution. 

The XRD patterns obtained of surfaces of NaOH-treated Ti-6A1-4V and 
Ti-13Nb-13Zr alloys revealed a small peak of sodium titanate and SEM 
analysis also showed a cracked layer on the surface of these alloys after 
NaOH treatment. These two observations suggest a new layer( second layer 
apart from first passive layer of Ti02) of sodium titanate on the surface of Ti- 
6AI-4V and Ti-13Nb-13Zr alloys. SEM analysis showed porous network of 
calcium titanate and apatite nuclei on the surface of these two alloys also. 
This suggests formation of an extra layer (third layer) on NaOH-treated Ti- 
6AI-4V and Ti-13Nb-13Zr surfaces after 168 hrs of immersion in Hank's 
solution. 
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Figure 76: SEM micrographs of NaOH treated surface of CP Titanium. 
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Figure 76(contd.): SEM micrographs of NaOH treated surface of CP Titanium. 
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Figure 77: SEM micrographs of surface of NaOH-treated Ti-6A1-4V alloy. 
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Figure 77(contd.): SEM micrographs of surface of NaOH-treated Ti-6AI-4V 
alloy. 
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Figure 78: SEM micrographs of surface of NaOH-treated Ti-13Nb-13Zr alloy. 
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Figure 78(contd.): SEM micrographs of surface of NaOH-treated Ti-13Nb- 
13Zr alloy. 
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Figure 79: SEM micrographs of surface of NaOH-treated CP titanium after 
immersion of Iweek in Hank's Solution. 
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Figure 79(contd.): SEM micrographs of surface of NaOH-treated CP titanium 
after immersion of Iweek in Hank's Solution. 
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Figure 80: SEM micrographs of the surface of NaOH-treated TI-6Ai-4V alloy 
after immersion of Iweek in Hank's Solution. 
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Figure 81: SEM micrographs of surface of NaOH-treated Ti-13Nb-13Zr alloy 
after immersion of Iweek in Hank's Solution. 
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Figure 81(contd.): SEM micrographs of surface of NaOH-treated Ti-13Nb- 
13Zr alloy after immersion of Iweek in Hank's Solution. 
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4.3.2 Potentiodynamic Polarization 

Potentiodynamic polarization data for NaOH-treated CP Titanium, 
Ti-6A1-4V and Ti-13Nb-13Zr, was collected after 1 hr of immersion and also 
after 168 hrs (1 week) of immersion in the Hank's solution. Potentiodynamic 
polarization curves for all the three alloys (NaOH-treated CP Titanium, Ti-6A1- 
4V and Ti-13Nb-13Zr) after 1 hr of immersion in Hank's solution are 
presented in Figure 82 (a). The same data collected after 168 hrs of 
immersion in Hank's solution are provided in Rgure 82 (b). The 
potentiodynamic curves have also been compared after immersion of 1 hr 
and 168 hrs individually for each alloy in Figures 83 through 85. Zero current 
potential and passive current density (ipass) were estimated, from the 
potentiodynamic polarization data of all the NaOH-treated alloys for 
immersion time of 1 hr and 168 hrs, and they are tabulated in Table 22. 

The nature of polarization curves indicates that the current density 
increased with anodic polarization and achieved a constant value (ipass) after 
some time without showing any active-passive behavior. All the three NaOH- 
treated alloys exhibited similar nature of potentiodynamic polarization curve 
after 1 hr of immersion in Hank's solution (Figure 82 (a)). After 168 hrs of 
immersion, the potentiodynamic polarization curves of NaOH-treated Ti-6A1- 
4V and Ti-13Nb-13Zr alloys were similar but these were different from that 
of NaOH-treated CP Titanium (Figure 82 (b)). Figure 83 reveals that there 
was a change in the polarization behavior of NaOH-treated CP Titanium with 
immersion time in Hank's solution. Figures 84 and 85 indicate that there 
were minor changes in polarization behavior of NaOH treated Ti-6AI-4V and 
Ti-13Nb-13Zr alloys with immersion time in Hank's solution. It can be 
observed that the zero current potential for NaOH-treated CP Titanium 
decreased with immersion time in Hank's solution (-511 to -734 mV vs. SCE) 
(Table 22), However, the zero current potential for NaOH-treated Ti-6AI-4V 
and Ti-13Nb-13Zr alloys increased with immersion time in Hank's solution 
(Table 22). This indicated that passive film acquired more noble character 
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with imm 0 rsion tims in Hsnk s solution for th 6 S 6 siloys. Ths p 3 ssiv© curront 
densitiBS for all the three NaOH-treated alloys showed a slight decrease with 
immersion time in Hank s solution (Table 22). The decrease in passive 
current density for all the NaOH-treated alloys after immersion in Hank's 
solution can be attributed to change in passive film behavior. 

The potentiodynamic polarization results indicated only an 
improvement in passive film behavior for all the alloys. However, these 
experiments were not conclusive in predicting whether surface film itself 
improved or a new film formed on the surface of NaOH-treated Ti alloys with 
immersion time in Hanks solution. To study the nature of passive film more 
elaborately, electrochemical impedance spectroscopy technique was used. 
The change in passive film behavior of NaOH-treated CP Titanium, Ti-6A1-4V 
and Ti-13Nb-13Zr with immersion time in Hank's solution Is discussed in next 
section using EIS data. 
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Figure 82: Potentiodynamic curves for NaOH-treated CP Titanium, Ti-6A!-4V 
and Ti-13Nb-13Zr after immersion time of (a) 1 hr and (b) 168 hrs in Hank's 
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Figure 83: Potentiodynamic polarization curves of NaOH-treated CP Titanium 
after immersion in Hank's solution for 1 hr and 168 hrs. 
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Figure 84: Potentiodynamic polarization curves of NaOH-treated Ti-6A1-4V 
alloy after immersion in Hank's solution for 1 hr and 168 hrs. 
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Figure 85: Potentiodynamic polarization curves of NaOH-treated Ti-13Nb- 
13Zr alloy after immersion in Hank's solution for 1 hr and 168 hrs. 
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Table 22: Values estimated from Potentiodynamic polarization curves 
obtained for NaOH-treated samples at immersion time of 1 Hr and 168 Hrs in 
Hank's solution. 


Mat^al 

ZCP (mV vs. SCE) 

•pass (pA/cm^) 

1 hr 

168 hrs 

1 hr 168 hrs 

CP Titanium 

-511 

-734 

12.56 9.33 

Ti-6AI-4V 

1 

-387 

-264 

i 

8.31 1 
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5.62 

Ti-13Nb-13Zr 

-485 

-327 

15.13 

10.23 
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4.3.3 Electrochemical Impedance Spectroscopy 

The impedance spectra of the three alloys, which were treated with 
NaOH, were obtained after immersion times of 1 hr, 24 hrs, 72 hrs and 168 
hrs in Hank's solution. All the impedance data were fit to appropriate 
aQuivalent circuits usinQ a complex nonlinear ieast“SC|uares fitting routine, 
using both the real and imaginary components of the data [231]. The results 
obtained are presented and discussed below. 

4.3.3. 1 Models used to fit EIS data 

In the literature it has been reported [171-191] that the Ti alloys on 
treatment with NaOH solution produces a sodium titanate gel layer on the 
titanium surface. This gel layer, of sodium titanate, has the ability to induce 
formation of bone-like apatite during immersion in simulated body fluid. The 
gel layer can initiate apatite nucleation on itself. Once apatite nudeation 
occurs, it spontaneously grows by combining with calcium and phosphate 
ions from the surrounding environment (Hank's solution). 

The possible mechanism of nucleation and growth of apatite on alkaline 
treated titanium immersed in SBF solution has been proposed as following 
[171]. The sodium titanate layer releases its Na"^ ions into the surrounding 
fluid via an ion exchange with HsO"^ in the fluid to form Ti-OH groups as early 
as 0.5 h after immersion. The Ti-OH groups then immediately interact with 
the calcium ions in the fluid to form calcium titanate. The calcium titanate 
incorporates the phosphate ions, as well as the calcium ions, in the 
surrounding fluid to form apatite nuclei. Once formed, the apatite nuclei grow 
by consuming the calcium and phosphate ions in the SBF solution. 

It was concluded by the XRD and SEM analysis that there was a limited 
reaction of NaOH with the CP titanium surface and product of this reaction 
i.e. sodium titanate could not form a uniform layer on the CP titanium. 
Hence, there would only be passive oxide layer of Ti02 which form on 
titanium surface just after immersion in aqueous solutions [225]. 
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Gonzalez et al. have proposed R(QR) as the equivalent circuit model to 
fit the EIS data in the case of single passive film present on the metal surface 
(Figure 86 (a)). Hence, R(QR) model was used to fit the EIS data obtained 
for NaOH-treated CP titanium after 1 hr of immersion in Hank's solution. It 
has also been reported that nucleation and growth of bone like apatite takes 
place on NaOH treated titanium surfaces [201]. Hence, the R(QR)(CR) 
model, which is generally used in case two layers, was used to fit the EIS 
data obtained after immersion time of 24 hrs, 72 hrs and 168 hrs in Hank's 
solution (Figure 86(b)). Low values of chi-square obtained by fitting the 
equivalent circuits with the EIS data indicated a good fit (Table 23). 

The XRD patterns obtained of surfaces of NaOH-treated Ti-6AI-4V and 
Ti-13Nb-13Zr alloys revealed a small peak of sodium titanate and SEM 
analysis also showed a cracked layer on the surface of these alloys after 
NaOH treatment. These two observations suggested a new layer of sodium 
titanate on the surface of Ti-6AI-4V and Ti-13Nb-13Zr alloys. Hence, 
equivalent circuit model R(QR)(CR) was used to fit EIS data obtained for 
these alloys after 1 hr of immersion in Hank's solution. As it was reported 
and also observed by SEM analysis that apatite nucleates and grows on the 
NaOH treated titanium surfaces [201,202]. Hence, equivalent circuit model of 
R(QR)(QR)(CR) was used to fit with EIS data obtained for NaOH-treated Ti- 
6AI-4V and Ti-13Nb-13Zr alloys after immersion time of 24 hrs, 72 hrs and 
168 hrs in Hank's solution (Figure 86(c)). Wang et al. also used the same 
model to fit the EIS data obtained at prolonged immersion times in Hank's 
solution for NaOH-treated Ti-6A1-4V alloy [202]. They argued that the layers 
were an inner passive layer (mainly Ti 02 ), hydrogel layer of sodium titanate 
and outermost layer of apatite. 
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Figure 86: Models used to fit the EIS data: (a) R(QR) model, (b) R(QR)(CR) 
and (c) R(QR)(QR)(CR) model [201]. 
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4.3.3. 2 EIS data analysis 

The Nyquist, Bode phase and Bode magnitude plots for NaOH-treated 
CP Titanium obtained after immersion time of 1 hr, 24 hrs, 72 hrs and 168 
hrs in Hank's solution are provided in Figure 87. The same plots for Ti-6A!-4V 
and Ti-13Nb-13Zr alloys are shown in Figures 88 and 89, respectively. 
Nyquist plots for all the pretreated samples were similar in nature. On 
observing Figures 87(a), 88(a) and 89(a), it can be noticed that Nyquist plots 
were similar in nature for all the alloys (NaOH-treated CP Titanium, Ti-6A1-4V 
and Ti-13Nb-13Zr) for different immersion times in Hank's solution. This 
indicated that the passive film on the three alloys were similar at different 
immersion times in Hank's solution. However, the Bode phase plots revealed 
different behavior with immersion time for these alloys (Figures 87(b), 88(b) 
and 89(c)). For CP Titanium, at immersion time of 1 hr, phase angle was 
quite low (below 10°) at high frequencies (10-100 kHz) but increased rapidly 
to values near 65° and remained almost constant (Figure 87(b)). This type of 
Bode phase plot is characteristic of a single capacitor in the equivalent circuit 
[219]. Its physical interpretation would be the presence of a single passive 
film on the metal surface. Bode phase plots for NaOH-pretreated Ti-6A1-4V 
and Ti-13Nb-13Zr alloys, after 1 hr of immersion in Hank's solution, was 
different compared to that of CP Titanium for the same immersion time. It 
can be seen that in Bode phase plots (Figures 88(b) and 89(b)), for NaOH- 
pretreated Ti-6AI-4V and Ti-13Nb-13Zr alloys after 1 hr of immersion in 
Hank's solution, there was a small additional peak emerging at the low 
frequency region (0.01-0.1 Hz) other than the peak present at mid frequency 
region (Figures 88(b) and 89(b)). This indicates the presence of two layers at 
the metal-solution interface for these alloys. 

Observing Bode phase plots for all the three alloys, NaOH-treated CP 
Titanium, Ti-6AI-4V and Ti-13Nb-13Zr, at immersion times of 24 hrs, 72 hrs 
and 168 hrs (Figures 87(b), 88(b) and 89(b)) it can be seen that the plots at 
high frequencies (10-100 KHz) were different compared to what was 
observed at 1 hr immersion for the same alloys. The presence of an extra 
peak, i.e. an extra layer at metal-solution interface, was indicated by the 
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(a) 
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Figure 87; EIS data for NaOH-treated CP Titanium as a function of immersion 
time in Hank's solution: (a) Nyquist plots (b) Bode phase plots and (c) Bode 
magnitude plots. 
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Figure 88: EIS data for NaOH-treated Ti-6A1-4V as a function of immersion 
time in Hank's solution: (a) Nyquist plots (b) Bode phase plots and (c) Bode 
magnitude plots. 
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Figure 89: EIS data for NaOH-treated Ti-13Nb-13Zr as a function of 
immersion time in Hank's solution: (a) Nyquist plots (b) Bode phase plots 
and (c) Bode magnitude plots. 
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frequency response in that region (Figures 87(b), 88(b) and 89(b)). Thus two 
layers were present at the metal-solution interface for immersion time of 24 
hrs, 72 hrs and 168 hrs in Hank's solution for NaOH-treated CP Titanium. In 
contrast, three layers were indicated at metal-solution interface at immersion 
time of 24 hrs, 72 hrs and 168 hrs in Hank's solution for NaOH-treated Ti- 
6AI-4V and Ti-13Nb-13Zr alloys. These observations are in accordance with 
the results of XRD and SEM studies on these alloys. 

The Bode magnitude plots for all the alloys investigated showed near 
capacitive response in the lower and middle frequency region (0.01-100 Hz) 
which was characterized by slope ~ -1 in the log |z| vs. log(f) curve (Figures 
87(c), 88(c) and 89(c)). It can also be observed that the \z\ values in high 
frequency region (0.1-100 kHz) increased with immersion time in Hank's 
solution. 

As mentioned earlier, the EIS data for CP titanium collected from 
impedance spectra was fit to the R(QR) model (Figure 86(a)) for immersion 
time of Ihr, the R(QR)(CR) model (Figure 86(b)) for the other three 
immersion times, i.e. 24 hrs, 72 hrs and 168 hrs. This assumes that an 
additional layer was present at the metal-solution interface for longer 
immersion times in Hank's solution. In the case for Ti-6AI-4V and Ti-13Nb- 
13Zr alloys, the R(QR)(CR) model was used to fit EIS data obtained after 
immersion of 1 hr and the R(QR)(QR)(CR) model (Figure 86(c)) for three 
other immersion times, i.e. 24 hrs, 72 hrs and 168 hrs. The parameters 
obtained, by fitting various models to the EIS data collected at different 
immersion time, are tabulated in Tables 23 through 25. Tables 23, 24 and 25 
presents the values of all the parameters, estimated by fitting proposed 
models in EIS data collected at immersion time of 1 hr, 24 hrs, 72 hrs and 
168 hrs in Hank's solution, for NaOH-treated CP Titanium, Ti-6AI-4V and Ti- 
13Nb-13Zr alloys, respectively. The variation of Rp and constant phase 
element as a function of immersion time in Hank's solution has been plotted, 
for different layers, for all the three alloys used In the present study in 
Figures 90 through 95. 
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Figure 90: Inner passive layer resistance as a function of immersion time in 
Hank's solution for NaOH-treated CP Titanium, Ti-6AI-4V and Ti-13Nb-13Zr 
ailoys. 



Figure 91: Constant phase element of inner passive layer as a function of 
immersion time in Hank's solution for NaOH-treated CP Titanium, Ti-6AI-4V 
and Ti-13Nb-13Zr alloys 
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Figure 92: Hydrogel layer resistance as a function of immersion time in 
Hank's solution for NaOH-treated Ti-6AI-4V and Ti-13Nb-13Zr alloys. 

-•-TI-6A1-4V 



Figure 93: Constant phase element of hydrogel layer as a function of 
immersion time in Hank's solution for NaOH-treated Ti-6A1-4V and Ti-13Nb- 
13Zr alloys. 
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Figure 94: Apatite layer resistance as a function of immersion time in Hank's 
solution for NaOH-treated CP Titanium, Ti-6AI-4V and Ti-13Nb-13Zr alloys 



Figure 95: Constant phase element of apatite layer as a function of 
immersion time in Hank's solution for NaOH-treated CP Titanium, Ti-6A1-4V 
and Ti-13Nb-13Zr alloys. 
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From Figure 90, it can be observed that the inner passive layer 
resistance was unaffected with immersion time for CP Titanium and Ti~6AI“4V 
alloys but increased for Ti“13Nb-13Zr. The constant phase element for this 
layer was almost similar for all the alloys and it did not change significantly 
with immersion time in Hank's solution (Figure 91). This indicates that 
capacitive behavior of the inner layer was similar for all the alloys as a 
function of immersion time in Hank's solution. 

It was discussed earlier that sodium titanate gel layer was absent on 
the NaOH CP Titanium surface. Hence, the sodium titanate gel layer 
resistance and constant phase element were plotted as a function of 
immersion time in Hank's solution for NaOH-treated Ti-6AI-4V and Ti-13Nb- 
13Zr alloys (Figures 92 and 93). A slight increase in gel layer resistance was 
observed with immersion time in Hank's solution for NaOH-treated Ti-6A1-4V 
and Ti-13Nb-13Zr alloys (Figure 92). Whereas, from Figure 93 it can be 
observed that constant phase element of the gel layer was almost similar for 
the two alloys for all the immersion times In Hank's solution. The increase in 
gel layer resistance can be attributed to its interaction with calcium and 
phosphate ions present in the electrolyte. It has been reported that these 
ions interact with sodium titanate gel layer to produce calcium titanate apart 
from apatite which nucleates and grows to form a new layer [202]. 

From Figure 94 it can be observed that the apatite layer resistance 
increased for Ti-6AI-4V and Ti-13Nb-13Zr alloys but was constant for CP 
Titanium. This observation can be attributed to the formation of sodium 
titanate gel layer on Ti-6AI-4V and T-13Nb-13Zr and not on the CP Titanium 
surface. The Ti-6AI-4V and Ti-13Nb-13Zr showed enhanced reaction towards 
NaOH solution producing a thicker sodium titanate gel layer. This also aided 
apatite formation. The constant phase element for the apatite layer on Ti- 
6AI-4V and Ti-13Nb-13Zr alloys was almost similar at all the immersion 
times. Even though the constant phase element for CP titanium also did not 
change with immersion time (Figure 95), its values were different than that 
for Ti-6AI-4V and Ti-13Nb-13Zr alloys. This indicates that apatite layer 
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possessed almost similar nature on Ti-6al-4V and Ti-13Nb-13Zr alloys, while 
this must have been different on CP Titanium. 
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Table 25: Parameters obtained by fitting R(QR)(CR) model for immersion time of 1 hr and R(QR)(QR)(CR) model for 
immersion time of 24 hrs, 72 hrs and 168 hrs in Hank's solution for NaOH-treated Ti-13Nb-13Zr. Values in brackets 
are the % errors in various parameters while fitting the experimental data in to the proposed model 
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4.4 Mechanical properties 


In the present study differences in the electrochemical behavior of Ti- 
alloys in Hank s solution were studied. As these alloys are to be used as 
biomedical implants, mechanical properties are also important. Two alloys 
Ti-6AI-4Nb and Ti-6AI-4Fe, where the alloying element V in the Ti-6AI-4V was 
replaced by Nb and Fe, were experimented. Tensile testing was performed 
for these samples and their fracture surface was observed. The results 
obtained are tabulated and discussed below. 

The duplicate tensile stress-strain curves are presented in Figure 96 
and 97, for alloys Ti-6AI-4Nb and Ti-6AI-4Fe, respectively. The dimensions of 
tensile test samples before and after fracture are tabulated in Table 26. 
Table 27 lists the different parameters of the sample used for tests. These 
parameters include gauge length, width and thickness of the samples. Two 
samples were tested for both Ti-6AI-4Nb and Ti-6Al-4Fe alloys. In Ti-6Al-4Fe 
alloy no yielding was present. This alloy showed brittle fracture (to be 
discussed later). Hence, yield stress was equal to ultimate tensile stress. 
Wide variation was observed in duplicated experiments for Ti-6Al-4Fe alloy 
(Table 27). The duplicated values for ultimate tensile stress, yield stress and 
elastic modulus from the two experiments were similar in case of Ti-6AI-4Nb 
alloy (Table 27). 

The fracture surfaces were observed using scanning electron 
microscope (SEM). SEM micrographs of the fractured surface for Ti-6AI-4Fe 
and Ti-6Al-4Nb alloys are provided in Figure 98 and 99, respectively. 

The fractured surface for Ti-6AI-4Fe alloy showed cleavage near the 
surface as can be seen in Figure 98(a). Flat cleaved facets were also 
observed at the fractured surface for this alloy (Rgure 98(b)). Ductile/mixed 
mode failure was observed mostly in the inner region of the fractured surface 
(Figure 98(c) and 98(d)). Based on these observations, the following 
mechanism for fracture may be proposed. A brittle crack nucleated near the 
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strain (arb. unit) 


Figure 96: Stress vs. strain curves for Ti-6Al-4Nb alloy. 



Figure 97: Stress vs. strain curves for Ti-6Al-4Nb alloy 



U6al4fe 


Figure 98; SEM micrographs of fracture surface of Ti-6AI-4Fe alloy: (a), (b), 
(c) and (d). 
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Figure 98: SEM micrographs of fracture surface ofn-6A!-4Fe alloy: (a), (b), 
(c) and (d) 
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Figure 99(contd.): SEM micrographs of fracture surface of Ti-6AI-4Nb alloy 
(a) and (b) 
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surface and cleaved across the material and in the last stages some ductile 
failure took place. The large variation in the duplicate experiments can be 
attributed to the brittle failure mode. 

On the surface of Ti-6AI-4Nb alloy, flat cleaved facets like those seen 
on the other alloy were not observed (Figure 99). Feature typical of ductile 
type of failures were observed across the surface for this alloy. This indicated 
a predominantly ductile fracture for Ti-6Al-4Nb alloy. The higher ductility 
obtained for this alloy (Table 27) can also be explained by these 
observations. 

Various Ti alloys are reported to possess tensile strength (UTS) around 
900 MPa [233]. In the present study the tensile strengths for Ti-6AI-4Nb and 
Ti-6Al-4Fe alloys were around 700 MPa. The lower values of tensile strength 
for these alloys may be due to the cast structure of the two alloys (the 
microstructures will be discussed later). Microstructural conditions play a 
major role in determining mechanical properties of Tl based alloys. The effect 
of microstructure on mechanical properties was not attempted. 

The microstructural variation in the pancake, from which these 
samples were cut, was observed from centre of the pancake to edge. The 
grains were even visible even by naked eye (Figures 100). The 
microstructures were observed at various locations. The schematic of the 
locations from where microstructures were recorded is shown in Figure 101. 
The microstructures obtained at these locations for the two alloys are 
provided in Figures 102 and 103. Microstructures showed cast structure for 
the two alloys (discussed later in detail). 

These micrographs indicated presence of relatively large grains. The 
tensile test samples were also obtained along the same plane as shown in 
Figure 100. These relatively large grains could provide paths of weakness 
and failure could take place. 
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Figure 101: Schematic showing the locations where micrographs were 
obtained. 
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4.5 Microstructural Characterization 


Titanium can exist in two allotropic modifications; that is, it exists in 
more than one crystallographic form. At room temperature, titanium 
possesses a hexagonal close-packed (hep) crystal structure, which is referred 
to as "alpha" phase. This structure transforms to a body-centered cubic (bcc) 
crystal structure, called beta phase, at 888°C (1621°F). It is common to 
separate Ti alloys into four categories, referring to the phases normally 
present. The alloy categories generally are called alpha, near alpha (which 
contains little or no beta stabilizers), alpha-beta and beta (which contains 
substantial volumes fraction of beta phase, typically 0.05 to 0.40 or which 
can be quenched in thin sections to completely retain the metastable beta 
phase). Sometimes a category of near beta alloys is also considered [234]. 

These categories denote the general type of microstructure after 
processing. The microstructures of titanium are complex. They are often the 
direct result of composition, processing and post processing heat treatments. 
The most important beta stabilizing elements are the so-called beta 
isomorphous elements such as V, Nb, Mo, Fe and Ta, while the alpha 
stabilizing elements are Al, 0 and N. Other common alloying additions are Sn 
and Zr, which are neutral because they have minimal effect on beta transus 
[234][133]. 

Microstructural characterization of the materials in this study was 
undertaken after the electrochemical testing. This ensured that the reported 
microstructure was for the surface used in the electrochemical tests. The cast 
pancake was expected to reveal differences in structure and therefore, the 
surfaces that were tested were taken up for microstructural analysis. In the 
microstructures, beta phase appeared as dark and alpha as white phase. In 
addition, the microstructural variation to be noted could also result due to 
different composition utilized. 
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4.5.1 Alpha and Near Alpha Phase Titanium Alloys 


Pure titanium is single-phase alpha at room temperature. As with any 
single-phase alloy, the microstructure of CP titanium depends on whether or 
not it has been cold worked and the specific type of annealing employed. In 
addition, upon cooling from the beta region which begins at 882=C, the 
structure depends on the cooling process followed because the process 
directly affects the progression of the beta-to-alpha transition and the final 
alpha grain size shape. The microstructures of CP titanium are provided in 
Figure 104(a) and (b). Alpha grain boundaries as seen in the microstructure 
of CP titanium are quite elongated which suggested that the material was 
cold rolled in the alpha region. Customarily CP titanium is selected for its 
excellent corrosion resistance, especially in application where high strength is 
not required. Yield strength of commercially pure grades vary from about 170 
MPa to 480 MPa simply as a result of variation in interstitial and impurity 
levels, with strength increasing as the oxygen/nitrogen (and iron) content 
increases [235]. 
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Figure 104: Optical micrographs of the surface of CP titanium. The 
microstructures were obtained on the area used for electrochemical testing In 
simulated body fluid solution at 37°C and 7.4 pH. 







4.5.2 Alpha-Beta Titanium Alloys 

The alloys Ti-6AI-4V, Ti-6AI-4Nb, Ti-5AI-2.5Fe and TI-6Ai-4Fe possess 
a two-phase alpha-beta structure owing to addition of vanadium, niobium 
and iron which are beta stabilizers. Aluminum is an alpha stabilizer. Alpha is 
the dominant phase in all these alloy combinations as evident from the 
microstructures (Figures 105 through 108). Ti-5AI-2.5Fe and Ti-6AI-4Fe are 
in near alpha-beta class; the alpha phase dominates the properties of this 
alloy to greater extent as compared to TI-6AI-4V and Ti-6AI-4Nb. 

Owing to two-phase equiaxed microstructure (Figure 105), Ti-6AI-4V is 
more susceptible to corrosion as the compositional difference across the 
grain boundaries increases which leads to the galvanic ceil formation. This 
equiaxed structure may have resulted by extensive mechanical working 
(>75% reduction) of the material in alpha-beta phase field, where the 
breakup of lamellar alpha into equiaxed alpha depends on the exact 
deformation procedure. This equiaxed structure can also be obtained by 
recrystallization annealing followed by slow cooling [236]. 

In figure 106 white plates are alpha and dark plates are beta. This is a 
typical Widmanstatten type of structure. Grain boundary alpha can also be 
seen in the microstructure in a transformed beta matrix. The plate like alpha 
precipitates that nucleate and grow below the beta transus producing a 
Widmanstatten structure [237]. The plates often precipitate in colonies of the 
same crystallographic orientation (Figure 106), presumably because of 
autocatalytic nucleation. This is a high strength alloy developed for femoral 
component in hip prosthesis. 

Figures 107 and 108 show the micrographs for Ti-5AI-2.5Fe and Ti- 
6AI-4Fe alloys, respectively. Fairly fine lamellar structure of alpha phase can 
be seen in the microstructures of both the alloys. However, in the 
microstructure of Ti-5AI-2.5Fe alloy a fairly fine lamellar, colony structure can 
be observed along the grain boundary (Rgure 106(a, b)). In the 
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microstructure of Ti-6Al-4Fe, very fine needle like (acicular alpha) can be 
observed in the transformed beta matrix. Ti-5Ai-2.5 Fe alloy was designed 
for permanent implants in human body. Cast implant devices, such as 
sockets of hip prosthesis, are readily produced. A special application of this 
alloy is porous implant devices. Pore size (>50fim) makes it possible to 
secure implants via tissue growth into the pores. Examples for such devices 
are heart pacemaker electrodes and dental implants [238]. The fine lamellar 
Widmanstatten alpha beta structure for this alloy (Figure 106(a, b)), which is 
formed by solutionizing over beta transus followed by air cooling has been 
reported to give greatest fracture toughness [237]. Blocky and fine plate like 
acicular alpha and transformed beta (dark) and alpha at prior beta grain 
boundaries are also seen in the micrograph of Ti-5AI-2.5Fe. 
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Figure 105; Optical micrographs of the surface of Ti-6A1-4V. The 
microstructures were obtained on the area used for electrochemical testing in 
simulated body fluid solution at 37°C and 7.4 pH. 
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Figure 106; Optical micrographs of the surface of Ti-6AJ-4Nb. The 
microstructures were obtained on the area used for electrochemical testing in 
simulated body fluid solution at 37°C and 7.4 pH. 
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4.5.3 Beta and Near Beta Titanium Alloys 

Ti-8.4AI-15.4Nb and Ti-13.4AI-29Nb alloys contain aluminum in 
addition to niobium (which is a bata stabilizar), in ordar to strangthan the 
alpha phase. It has been reported in literature that minimum 3% aluminum 
addition is needed to suppress the omega phase transformation effectively at 
lower temperature and longer times [237]. Very fine precipitates of alpha 
phase in beta phase were evident from the microstructure of Ti-8.4AI-15.4Nb 
and Ti-13.4AI-29Nb alloys (Figures 109 and 110). Uniform distribution of this 
alpha phase was also seen (Figure 109). Also there is no evidence of 
occurrence of extensive grain boundary alpha (as was seen in Figures 106 
and 107), there is a precipitate free zone along the grain boundary. 

Ti-13Nb-13Zr contains sufficient beta phase stabilizer in the form of 
niobium to retain the beta phase at room temperature and zirconium is a 
neutral element added which strengthens and stabilizes the beta phase and 
prevents the formation of alpha phase on cooling through the transformation 
temperature range. The microstructure of Ti-13Nb-13Zr (presented in Figure 
111) exhibited extremely fine primary alpha in beta matrix. 

It also enhances the corrosion resistance above the level achieved by 
molybdenum and suppresses omega transformation to prevent embrittlement 
[237]. This beta titanium alloy is developed specifically for use in biomedical 
applications. Titanium, niobium and zirconium are highly resistant to 
corrosion reported by Steineman as causing minimal negative tissue 
response [91]. 
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Figure 109: Optical micrographs of the surface of Tl-8.4Al-15.4Nb. The 
microstructures were obtained on the area used for electrochemical 
testing in simulated body fluid solution at 37°C and 7.4 pH. 
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Figure 110: Optical micrographs of the surface of Ti-13.4Ai-29IMb. The 
microstructures were obtained on the area used for electrochemical 
testing in simulated body fluid solution at 37°C and 7.4 pH. 
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Chapter 5 


SUMMARY 


5.1 Conclusions 

The behavior of passive film on n-based alloys formed in Hank's 
solution was studied using Tafei extrapolation, potentiodynamic 
polarization and electrochemical impedance spectroscopy (EIS) 
techniques. The alloys studied were CP Titanium, Ti-6AI-4V, Ti-13Nb- 
13Zr, Ti-5AI-2.5Fe, Ti-6AI-4Fe, Ti-6AI-4Nb, Ti-8.4Ai-15.4Nb and Ti- 
13.4AI-29Nb (all compositions are in wt %). Ail the experiments were 
carried out in simulated body fluid solution (Hank's solution of pH 7.4 
and at 37°C). The effect of immersion time in Hank's solution on passive 
film on Ti-alloys was studied without any surface treatment. Three 
samples (CP Titanium, Ti-6A1-4V and Ti-13Nb-13Zr) were treated with 
5M NaOH solution (for 24 hrs at 60°C temperature) and the effect of 
immersion time in Hank's solution on the passive film was studied using 
potentiodynamic polarization and EIS techniques. The surface film was 
characterized using SEM and XRD techniques. Tensile testing and 
subsequently fractography of fractured tensile samples was performed 
for two alloys i.e. Ti-6Al-4Nb and Ti-6AI-4Fe. All the results were 
analyzed in detail. 

Following conclusions were drawn in the current study. 

1. All the Ti alloys exhibited icon- (i-e. corrosion rate) in a narrow region 
between 0.025 and 0.090 pA/cm^. The corrosion rate was not 
drastically affected by addition of alloying elements like aluminum, 
niobium, iron, zirconium and vanadium to CP titanium (icon- of 0.047 
pA/cm^). 
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2. Comparing, Ti-6AI-4Fe and Ti-5Ai-2.5Fe alloys, w of these alloys 
were 0.045 and 0.028 pA/cm^, respectively. This indicated lowering of 
corrosion rate with higher amount Fe as alloying element. However, 
this change is guite iow. Passive fiim resistance for both the iron- 
containing titanium ailoys increased with Immersion time in Hank's 
solution. This indicated improvement in passive film behavior with Fe 
as an alloying element. However, the increase in passive film 
resistance, with immersion time in Hank's solution, for Ti-6Al-4Fe was 
much higher than Ti-5Al-2.5Fe. This suggests that increased 
percentage of Fe improves passive fiim behavior. 

3. All the Ti alloys showed improvement in passive film resistance with 
immersion time in Hank's solution. This indicated that passive film on 
Ti-alloys becomes more protective with immersion in Hank's solution. 

4. The increase in passive film resistance was quite high for Ti-6AI-4Nb, 
Ti-8.4AI-15.4Nb and Ti-13AI-28Nb alloys when Immersed in Hank's 
solution. This indicated that alloying element Nb along with A1 
improved the passive film resistance on immersion in Hank's solution. 

5. Surface characterization (XRD and SEM) and subsequently EIS studies 
of NaOH-treated samples indicated that Ti alloys react with NaOH 
solution to form sodium titanate gel layer, which further initiated 
apatite nucleation and growth on subsequent immersion in Hank's 
solution. 

6. EIS studies showed that the apatite layer resistance, after 168 hrs of 
immersion, was highest for NaOH-treated Ti-13Nb-13Zr alloy. This 
indicated enhance rate of apatite growth on NaOH-treated Ti-13Nb- 
13Zr compared to NaOH-treated CP titanium and Ti-6AI-4V alloys. 
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7 . The as-cast Ti-6AI-4Nb and Ti-6AI-4Fe alloys exhibited similar tensile 
strength. The effect of alloying element on tensile strength was not 
clearly understood due to cast structure of tensile test samples. The 
SEM micrographs of the fractured samples showed brittle fracture 
(presence of flat cleaved facets) in Ti-6Ai-4Fe alloy, in contrast to 
ductile mode of fracture for Ti-6AI-4Nb alloy. The Ti-6AI-4Nb alloy 
exhibited higher ductility compared to Ti-6AI-4Fe alloy. 
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5.2 suggestions for future work 


> Cyclic voltametry experiments can be used to examine the 
effect of various alloying elements on the passivation behavior 
of titanium alloys. 

> An alloy with higher Fe content can be used to ascertain the 
effect of alloying element Fe on passive film behavior of titanium 
alloys. 

> A more detailed study including electrochemical, tribological and 
heat treatment experiments can be performed to examine effect 
of Fe as alloying element to titanium alloys. 

> Electrochemical noise experiments can be performed to study 
passive film behavior. 

> Surface sensitive techniques like XPS can be used for surface 
characterization of titanium alloys after NaOH treatment and 
after immersion in Hank's solution. 

> Effect of heat treatment on localized corrosion resistance and 
passivity can be examined. 

> Heat treatment can also be performed on Ti-6AI-4Fe alloy to 
improve its ductility. 

> Effect of thermomechanical processing on the microstructures of 
the Ti alloys can be investigated 
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Appendix (A) 



Figure A-1: Free corrosion potential as function of time for CP Titanium in 
Hank's solution at 37°C temperature and 7.4 pH. 



Figure A-2: Tafel extrapolation curve for CP Titanium in Hanks solution at 
37°C temperature and 7.4 pH. 




Figure A-3: Free corrosion potential as function of time for Ti-6Al-4Nb in 
Hank's solution at 37°C temperature and 7.4 pH. 



Figure A-4: Tafel extrapolation curve for Ti-6Ai-4Nb in Hanks solution at 
37°C temperature and 7.4 pH. 




Figure A-5: Free corrosion potential as function of time for Ti-6A1-4V in 
Hank's solution at 37°C temperature and 7.4 pH. 



Figure A-6: Tafel extrapolation curve 
temperature and 7.4 pH. 


for Ti-6AI-4V in Hank's solution at 37"C 




Figure A-7: Free corrosion potential as function of time for Ti-6Ai-4Fe in 
Hank's solution at 37°C temperature and 7.4 pH. 



Figure A-8: Tafel extrapolation curve for Ti-6Ai-4Fe in Hank's solution at 37‘C 
temperature and 7.4 pH. 




Figure A-9: Free corrosion potential as function of time for Ti-5Al-2.5Fe in 
Hank's solution at 37°C temperature and 7.4 pH. 



Figure A- 10: Tafel extrapolation curve 
37°C temperature and 7.4 pH. 


for Ti-5Al-2.5Fe in Hank's solution at 




Figure A-11: Free corrosion potential as function of time for Ti-8.4Al-15.4Nb 
in Hank's solution at 37°C temperature and 7.4 pH. 



Figure A- 12: Tafel extrapolation curve 
at 37°C temperature and 7.4 pH. 


for Ti-8.4Ai-15.4Nb in Hank's solution 




Figure A-13: Free corrosion potential as function of time for Ti-13.4A!-29Nb 
in Hank's solution at 37°C temperature and 7.4 pH. 



Figure A-14: Tafel extrapolation curve for Ti-13.4AI-29Nb in Hanks solution 
at 37°C temperature and 7.4 pH. 




Figure A-15: Free corrosion potential as function of time for Ti-13Nb-13Zr in 
Hank's solution at temperature and 7.4 pH. 



Figure A-16: Tafel extrapolation curve for Ti-13Nb-13Zr in Hank's solution at 
37°C temperature and 7.4 pH. 



Table B-1: Duplicate test results of Tafel extrapolation experiment on the samples in Hank's solution at 
pH 7.4 and 37°C temperature. 
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Appendix (C) 


CpTi_1hr_«np1.txt 
Model : R(QR) Wgt : Modulus 




Figure C-1 Experimental (Msd.) and simulated (Calc.) Nyquist plots for CP 
Titanium after 1 hr of immersion in Hank's solution. 


CpTi_1hrJinp1.txt 
Model : R(QR) : Modulus 



Figure C-2 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for CP Titanium after 1 hr of immersion in 

Hank's solution. 
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Figure C-3 Experimental (Msd.) and simulated (Calc.) Nyquist plots for CP 
Titanium after 24 hrs of immersion in Hank's solution. 
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Figure C-4 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for CP Titanium after 24 hrs of immersion in 


Hank's solution. 
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Figure C-5 Experimental (Msd.) and simulated (Calc.) Nyquist plots for CP 
Titanium after 72 hrs of immersion in Hank's solution. 


CP Ti_3Day_nJmp1.txt 
Model :R(QR) Wgt: Modulus 



• IZL Msd 
o jZ; Cac 
A Angte Msd 
o Angle Cac 


Figure C-6 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for CP Titanium after 72 hrs of immersion in 

Hank's solution. 
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and simulated 


(Calc.) Nyquist plots for CP 


Titanium after 168 hrs of immersion in Hank's solution. 
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Figure C-8 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for CP Titanium after 168 hrs of immersion in 
Hank's solution. 
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Figure C-9 Experimental (Msd.) and simulated (Calc.) Nyquist plots for Ti- 
6AI-4V after 1 hr of immersion in Hank's solution. 



Figure C-10 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-6AI-4V after 1 hr of immersion in Hank's 
solution. 
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Figure C-11 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-6A1-4V after 24 hrs of immersion in Hank's solution. 
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Figure C-12 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-6AI-4V after 24 hrs of immersion in 


Hank's solution. 
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Figure C-13 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-6A1-4V after 72 hrs of immersion in Hank's solution. 
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Figure C-14 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for T!-6AI-4V after 72 hrs of Immersion in 


Hank's solution. 
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Figure C-15 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-6AI-4V after 168 hrs of immersion in Hank's solution. 
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• Figure C-16 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-6AI-4V after 168 hrs of immersion in 
Hank's solution. 
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Figure C-17 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-13Nb-13Zr after 1 hr of immersion in Hank's solution. 
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Rgure C-18 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for TI-13Nb-13Zr after 1 hr of immersion in 

Hank's solution. 
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Figure C-19 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-13Nb-13Zr after 24 hrs of immersion in Hank's solution. 
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Figure C-20 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-13Nb-13Zr after 24 hrs of immersion in 


Hank's solution. 
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Figure C-21 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-13Nb-13Zr after 72 hrs of immersion in Hank's solution. 
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Figure C-22 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti~13Nb-13Zr after 72 hrs of immersion in 

Hank's solution. 
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Figure C-23 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-13Nb-13Zr after 168 hrs of immersion in Hank's solution. 
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Figure C-24 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-13Nb-13Zr after 168 hrs of immersion in 

Hank's solution. 
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Figure C-25 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-5Al-2.5Fe after 1 hr of immersion in Hank's solution. 
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Figure C-26 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-5AI-2.5Fe after 1 hr of immersion in 
Hank's solution. 
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igure C-27 Experimental (Msd.) and simulated (Calc.) Nyquist plots for Ti- 
5AI-2.5Fe after 24 hrs of immersion in Hank's solution 
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Figure C-28 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-5Al-2.5Fe after 24 hr of immersion in 
Hank's solution. 
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Figure C-29 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-5AI-2.5Fe after 72 hrs of immersion in Hank's solution. 
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Figure C-30 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-5AI-2.5Fe after 72 hrs of immersion in 


Hank's solution. 





30-3_7Day_Ti-5AI-2.5Fe_imp1 .txt 
Model : R{QR) Wgt : Modulus 



g 3 OOE<-05-^ 
£ - 

N 2 00&-05-E 

I 

1 50 &- 05 *^ 
1 00&-05' 
5 00&-04- 
0 00 &* 00 - 



1 I "< [111 ^ ""1 1 ■' ! ' I " ' I ' T [" '■ <" ^"1 r »■"< T 

0 OOB-00 1 00&-05 2 00&-05 3 00&-05 4 00&05 5 OOEfOS 6 00BO57 OOE+05 8 mmS 9 OOEKB 

Z\ ohm 


• Z \hz 
D 2 


Figure C-31 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-5Al-2.5Fe after 168 hrs of immersion in Hank's solution. 
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Rgure C-32 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Tl-5AI-2.5Fe after 168 hrs of Immersion in 

Hank's solution. 






Figure C-33 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-6AI-4Fe after 1 hr of immersion in Hank's solution. 
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Figure C-34 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-6Al-4Fe after 1 hr of immersion in Hank's 
solution. 
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Figure C-35 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-6AI“4Fe after 24 hrs of immersion in Hank's solution. 
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Figure C-36 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-6AI-4Fe after 24 hrs of immersion In 
Hank's solution. 
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Figure C-37 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-6AI“4Fe after 72 hrs of immersion in Hank's solution. 
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Figure C-38 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-6AI-4Fe after 72 hrs of immersion in 
Hank's solution. 
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Figure C-39 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-6AI-4Fe after 168 hrs of immersion in Hank's solution. 
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Figure C-40 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-6Al-4Fe after 168 hrs of immersion in 


Hank's solution. 
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Figure C-41 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-6AI-4Nb after 1 hr of immersion in Hank's solution. 
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Figure C-42 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-6AI-'4Nb after 1 hr of immersion in Hank s 
solution. 
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igure C-43 


Experimental (Msd.) and simulated (Calc.) Nyquist plots for 


Ti-6AI-4Nb after 24 hrs of immersion in Hank's solution. 
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Figure C-44 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-6AI-4Nb after 24 hrs of immersion in 

Hank's solution. 
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igure C-45 Experimental (Msd.) and simulated (Caic.) Nyquist plots for 
Ti-6AI-4Nb after 72 hrs of immersion in Hank's solution. 
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Figure C-46 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-6AI-4Nb after 72 hrs of immersion in 
Hank's solution. 
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Figure C-47 Experimental (Msd,) and simulated (Calc.) Nyquist plots for 
Ti-6AI-4Nb after 168 hrs of immersion in Hank's solution. 
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Figure C-48 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-6Al-4Nb after 168 hrs of immersion in 

Hank's solution. 
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Figure C-49 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-8.4AI-15.4Nb after 1 hr of immersion in Hank's solution. 
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Figure C-50 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-8.4AI-15.4Nb after 1 hr of immersion in 
Hank's solution. 
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Figure C-51 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-8.4AI-15.4Nb after 24 hrs of immersion in Hank's solution. 


24-3_1 Day_TM 5AI-8NbJm pi .txt 
Model :R(QR) Wgt Modulus 



© fZl, Msd 
a |Z|, Caic 
A Angle, Msd 
o Angle, Calc 


Figure C-52 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-8.4Al-15.4Nb after 24 hrs of immersion in 


Flank's solution. 





UJMO ‘Izl 


27-3_3Day_Ti-15AI-8Nb_imp1 txt 
Model : R(QR) Wgt • Modulus 



Z', ohm 


e Z , Msd 
oZ. Calc 


Figure C-53 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-8.4AI-15.4Nb after 72 hrs of immersion in Hank's solution. 


27-3_3Day_Ti-1 5AI-8NbJmp1 .txt 
Model : R(QR) Wgt : Modulus 



o IZi, Msd 
D |Z|, Calc 
▲ Angle, Msd 
o Angle, Calc 


Figure C-54 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-8.4AI-15.4Nb after 72 hrs of immersion in 
Hank's solution. 
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Figure C-55 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-8.4AI-15.4Nb after 168 hrs of immersion in Hank's solution. 


30-3_7Day_Ti-1 5AI-8Nb_im p1 .txt 



9 |Zl, Msd 
D |Zj. Calc 
A Angle, Msd 
o Angle, Calc 


Figure C-56 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-8.4Al-15.4Nb after 168 hrs of immersion 
in Hank's solution. 
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Model : R(QR) Wgf: Modulus 
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Figure C-57 Experimental (Msd.) and simulated (Caic.) Nyquist plots for 
Ti-13.4AI-29Nb after 1 hr of immersion in Hank's solution. 


23-3_Ti-24AI-1 5NbJm p2.txt 



o fZ|. Msd 
a {Z}, Cak: 

▲ Angle, Msd 
o Angle. Calc 


Figure C-58 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-13.4Al-29Nb after 1 hr of immersion in 
Hank's solution. 





24-3_1 Day_Ti-24AI-1 5Nb__imp1 .txt 
Model R(QR) Wgt: Modulus 



8 Z . Msd 
a Z. Calc 


Figure C-59 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-13.4AI-29Nb after 24 hrs of immersion in Hank's solution. 


24-3_1 Day_Ti-24AI-1 SNbJmpI .txt 
Model ;R(QR) Wgt: Modulus 



® |Z{. Msd 
o fZj. Calc 
A Angle, Msd 
o Angle. Calc 


Figure C-60 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-13.4AI-29Nb after 24 hrs of immersion in 
Hank's solution. 
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Figure C-61 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-13.4Al-29Nb after 72 hrs of immersion in Hank's solution. 


27.3_3Day_Ti-24AI-1 SNbJmpI .txt 
Model :R(QR) Wgt: Modulus 



o |Z1, Msd 
o JZj, Calc 
▲ Angle, Msd 
O Angle, Calc 


Figure C-62 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-13.4AI-29Nb after 72 hrs of immersion in 
Hank's solution. 
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igure C-63 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
Ti-13.4AI-29Nb after 168 hrs of immersion in Hank's solution. 


30-3_7Day_Ti-24AI-1 SNbJmpI .txt 



e |Zi, Msd 
D |2|, Calc 
▲ Angle, Msd 
o Angle, Calc 


Figure C-64 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for Ti-13.4AI-29Nb after 168 hrs of immersion 
in Hank's solution. 
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CP Ti+NaOH_imp1 txt 
Model • R(QR) Wgt : Modulus 



« 2. Msd 
o 2 , Caic 


Figure C-65 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
NaOH-treated CP Titanium after 1 hr of immersion in Hank's 
solution. 


CP Ti+NaOHJmp1.txt 
Model : R(QR) Wgt : Modulus 



o 1Z|, Msd 
D IZl, Caic 
A Angle, Msd 
o Angle, Calc 


Figure C-66 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for NaOH-treated CP Titanium after 1 hr of 
immersion in Hank's solution. 





lUMO ‘Izl 


CP Ti+NaOH_1D_imp2 txt 
Model R(qR(QR))) Wgt- Modulus 



Figure C-67 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
NaOH-treated CP Titanium after 24 hrs of immersion in Hank's 
solution. 


CP Ti+NaOH__1 DJmp2.txt 
Model : R(qR(QR))) Wgt: Modulus 



© j2{, Msd 
a |2|, Calc 
A Angle, Msd 
o Angfe, Calc 


Figure C-68 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for NaOH-treated CP Titanium after 24 hrs of 

immersion in Hank's solution. 
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Figure C-69 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
NaOH-treated CP Titanium after 72 hrs of immersion in Hank's 
solution. 
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Figure C-70 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for NaOH-treated CP Titanium after 72 hrs of 
immersion in Hank's solution. 
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CP Ti+NaOH_7DJmp2.txt 
Model . R(QR)(CR) Wgt • Modulus 



Figure C-71 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
NaOH-treated CP Titanium after 168 hrs of immersion in Hank's 
solution. 


CP Ti+NaOH_7DJmp2.txt 
Model :R(QR)(CR) Wgt: Modulus 



9 {Z|, Msd 
a jZ(, Cab 
A Angle, Msd 
o Angle, Cab 


Figure C-72 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for NaOH-treated CP Titanium after 168 hrs of 

immersion in Hank^s solution. 
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C-73 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
NaOH-treated Ti-6AI-4V after 1 hr of immersion in Hank's 
solution. 


Ti-6AI-4V_NaOHJmp1 .txt 



o {Z|. K/tsd 
o |2{, Calc 
▲ Angle. Msd 
o Angle, Calc 


Figure C-74 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for NaOH-treated Ti-6AI-4V after 1 hr of 
immersion in Hank's solution. 
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Figure C-75 Experimental (Msd,) and simulated (Calc.) Nyquist plots for 
NaOH-treated Ti-6AI-4V after 24 hrs of immersion in Hank's 
solution. 


Ti-6AI-4V+NaOH_1 D_27jmp2.txt 
Model : R(QR)(QR)(CR) W^: Modulus 



e |Z|, Msd 
o |Z|, Cab 
A Angte. Msd 
o Angte, Cab 


Figure C-76 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for NaOH-treated Ti-6AI-4V after 24 hrs of 
immersion in Hank's solution. 
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Model : R(QR)(QR)(CR) : Modulus 



Figure C-77 Experimental (Msd.) and simuiated (Calc.) Nyquist plots for 
NaOH-treated Ti-6AI-4V after 72 hrs of immersion in Hank's 
solution. 
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Figure C-78 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for NaOH-treated Ti-6AI-4V after 72 hrs of 

immersion in Hank's solution. 
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Ti-6Al-4V+NaOH_7D_imp1 .txt 
Model : R(QR)(QR)(CR) Wgt : Modulus 



Figure C-79 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
NaOH-treated Ti-6AI-4V after 168 hrs of immersion in Hank's 
solution. 


Ti-6AUV+Na0H_7DJmp1.txt 
Model : R(QR)(QR)(CI^ Wgt : Modulus 



• |Z|. Msd 
a |Z1, Calc 
A Angle. Msd 
o Angle, Calc 


Figure C-80 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for NaOH-treated T1-6AI-4V after 168 hrs of 
immersion in Hank's solution. 
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Ti- 13 Nb- 13 Zr+NaOH__imp 2 txt 
Model : R(QR)(CR) Wgt : Modulus 



0 Z, Msd 
a Z , Calc 


Figure C-81 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
NaOH-treated Ti-13Nb-13Zr after 1 hr of immersion in Hank's 
solution. 


Ti-1 3Nb-1 3Zr+NaOHJm p2.txt 
Model :R(QR)(CR) Wgt: Modulus 



o jZj, Msd 
a jZj, Calc 
A Angie, Msd 
o Angle. Calc 


Figure C-82 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for NaOH-treated Ti-13Nb-13Zr after 1 hr of 
immersion in Hank's solution. 
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Figure C-83 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
NaOH-treated Ti-13Nb-13Zr after 24 hrs of immersion in Hank's 
solution. 


Ti-1 3Nb-1 3Zr_NaOH_1 D_27Jmp1 .txt 



Frequency, Hz 

Figure C-84 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for NaOH-treated Ti-13Nb-13Zr after 24 hrs of 
immersion in Hank's solution. 
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Figure C-85 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
NaOH-treated Ti-13Nb-13Zr after 72 hrs of immersion in Hank's 
solution. 


Ti-1 3Nb-1 3Zr_NaOH_3D_29Jmp1 .txt 
Model : R(QR)(QR)(QR) Wgt : Modulus 



o |Z|, Msd 
a }zj, Calc 
A Angie, Msd 
o Angle, Calc 


Figure C-86 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for NaOH-treated Ti-13Nb-13Zr after 72 hrs of 
immersion in Hank's solution. 
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Figure C-87 Experimental (Msd.) and simulated (Calc.) Nyquist plots for 
NaOH-treated Ti-13Nb-13Zr after 168 hrs of immersion in 
Hank's solution. 


Ti-1 3Nb-1 3Zr+Na0H_7DJmp2.txt 
Model :R(QR)(QR)(CR) Wgt; Modulus 



o 1Z|, Msd 
□ |Z|. Calc 
A Angle, Msd 
o Angle, Calc 


Figure C-88 Experimental (Msd.) and simulated (Calc.) Bode phase and 
magnitude plots for NaOH-treated TI-13Nb-13Zr after 168 hrs of 
immersion in Hank's solution. 
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